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CERTIFICATION 

Hewlett-Packard Company certifies that this produa met its published specifications at the time of shipment 
from the factory, Hewlett-Packard further certifies that its calibration measurements are traceable to the United 
States National Bureau of Standards, to the extent allowed by the Bureau’s calibration facUity, and to the 
calibration facUities of other International Standards Organization members. 

WARRANTY 

This Hewlett-Packard instrument product is warranted against defects in material and workmanship for a 
period of one year from date of shipment During the warranty period. Hewlett-Packard Company will 
at its option, either repair or replace products which prove to be defective. 

For warranty service or repair, this product must be returned to a service facility designated by HP. Buyer 
shall prepay shipping charges to HP and HP shall pay shipping charges to return the product to the Buyer. 

However, Buyer shall pay all shipping charges, duties, and taxes for products returned to HP from another, 
country. 

HP warrants that its software and firmware designated by HP for use with an instrument will execute 
its prop'amming instructions when properly installed on that instrument. HP does not warrant that the 
operation of the instrument, or software, or ftrmware will be uninterrupted or error free. 

LIMITATION OF WARRANTY 

The foregoing warranty shall not apply to defects resulting from improper or inadequate maintenance by 
Buyer, Buyer-supplied softwrare or interfacing, unauthorized modiHcation or misuse, operation outside of 
the environmental specihcations for the product, or improper site preparation or maintenance. 

NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HP SPECIFICALLY DISCLAIMS THE IM- 
PLIED WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 

EXCLUSIVE REMEDIES 

THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES 
HP SHALL NOT BE LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL, OR 
CONSEQUENTIAL DAMAGES, WHETHER BASED ON CONTRACT, TORT, OR ANY OTHER 
LEGAL THEORY. 

ASSISTANCE 

Product maintenance agreements and other customer assistance agreements are available for Hewlett-Packard 
products. 

For any assistance, contaa your nearest Hewlett-Packard Sales and Service Office. Addresses are provided in 
this manual 
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He r s t el la rbe sche inigung 



Hiemit wird bescheinigt, ciap das Gerat /System 



8656B, S657A, 8657B 



in Obereinstimmung mit den Bestimmungen von Postverfiagung 1046/84 funJcentstSrt ist. 

Der Deutschen Bundespost wurde das Inverkehrbr ingen dieses Gerates/Systemsangeseigt und 
die Berechtigung zur Uberpriifung der Serie auf Einhaltung der Bestimmungen eingeraumt. 

Zusatzinformation fiir und Testgerlte 

Warden Mep- und Testgerata mit ungeschirmten Kabeln und/oder in offenen MePaufbauten 
verwendet, so ist vomBetrelber sicherzustellen, dap die FunJc-Entstdrbestimmungan unter 
Betriebsbedingungen an seiner Grundstticksgrenze eingehalten warden. 



Manufacturer's declaration 

This is to certify that this product 8656B^ S657A, S657B meets the radio frequency 
interference requirements of directive 1046/84. The German Bundespost has been notified 
that this equipn^nt was put into circulation and was granted the right to check the product 
type for compliance with these requirements. 

Note; If test and measurement equipment is operated with unshielded cables and/or used 
for measurement on open set*ups, the user must insure that under these operating 
conditions, the radio frequency interference limits are met at the border of his premises. 




ATTENTION 
Static Sensitive 
Devices 



This instrument was constructed in an ESD (electrostatic discharge) 
protected environment This is because most of the semi-conductor 
devices used in this instrument are susceptible to damage by’ static 
discharge. 

Depending on the magnitude of the charge ^ device substrates can be 
punctured or destroyed by contact or mere proximity of a static charge. 
The results can cause degradation of device performancet early failure, 
or immediate destruction. 

These charges are generated in numerous ways such as simple contact, 
separation of materials, and normal motions of persons working with 
static sensitive devices. 

When handling or servicing equipment containing static sensitive 
devices, adequate precautions must be taken to prevent device damage 
or destruction. 

Only those who are thoroughly familiar with industry accepted 
techniques for handling static serisitive devices should attempt to 
service circuitry with these devices. 

In all instances, measures must be taken to prevent static charge 
build-up on work surfaces and persons handling the devices. 



SAFETY CONSIDERATIONS 



GENERAL 

This product and related documentation must be 
reviewed for familiarization with safety markings and 
instructions before operation. 

This product is a Safety Class 1 instrument (provided 
with a protective earth terminal)- 

BEFORE APPLYING POWER 

Verify that the product is set to match the available 
line voltage and the correct fuse is installed. 

SAFETY EARTH GROUND 

An uninterruptible safety earth ground must be pro- 
vided from the main power source to the product in- 
put wiring terminals, power cord, or supplied power 
cord set. 



SAFETY SYMBOLS 



A 



Instruction manual symbol: the product will be 
marked with this symbol when it is necessary for the 
user to refer to the instruction manual (refer to Table 
of Contents,} 






Indicates hazardous voltages. 



” Indicates earth (ground) terminal. 



The WARNING sign denotes a hazard. 
It calls attention to a procedure, practice, or the like, 
which, if not correctly performed or adhered to, could 
result in personal injury. Do not proceed beyond a 
WARNING sign until the indicated conditions are 
fully understood and met. 



J The CAUTION sign denotes a hazard. It 

calls attention to an operating procedure, practice, or 
the like, which, if not correctly performed or adhered 
to, could result in damage to or destruction of part 
or all of the product. Do not proceed beyond a 
CAUTION sign until the indicated conditions are fully 
understood and met. 



W^NIN^ 



Any interruption of the protective (grounding) 
conductor (inside or outside the instrument) or 
disconnecting the protective earth terminal will 
cause a potential shock hazard that could re- 
sulting personal injury. (Grounding one conduc- 
tor of a two conductor outlet is not sufficient 
protection). 

Whenever it is likely that the protection has 
been impaired, the instrument must be made 
inoperative and he secured against any unin- 
tended operation. 

If this instrument is to be energized via an 
autotrans former (for voltage reduction) make 
sure the common terminal is connected to the 
earth terminal of the power source. 

Servicing instructions are for use by service 
trained personnel only. To avoid dangerous elec- 
tric shock, do not perform any seruicing unless 
qualified to do so. 

Adjustments described in the manual are per- 
formed with power supplied to the instrument 
while protective covers are removed. Energy 
available at may points /nqy if contacted, result 
in personal injury. 

Capacitors inside the instrument mc^ still be 
charged even if the instrument has been discon- 
nected from its source os supply. 

For continued protection agair^t fire hazard, re- 
place the line fuse(s) only with 250V fuse(s) of 
the same current rating and type (for exam- 
ple, normal blow, time delay, etc.) Do not use 
repaired fuses or short circuited fuseholders. 
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Section 1 

GENERAL INFORMATION 



1-1. INTRODUCTION 

This manual contains information required to install, operate, test, and adjust the Hewlett-Packard 
Model 8656B/8657A/8657B Signal Generators. Unless otherwise stated the information applies to 
all three Signal Generators. 

Information required to troubleshoot and repair the Signal Generators is contained in the relevant 
Service Manual; 

• HP part number 08656-90197 for the HP 8656B. 

• HP part number 08657-90004 for the HP 8657A. 

• HP part number 08657-90007 for the HP 86S7B. 

Listed on the title page of this manuaL below the manual part number, is a “Microfiche” part number. 
This number may be used to order 100 x 150 millimeter {4- x 6-inch) microfilm transparencies of this 
manual. Each microfiche contains up to 96 photo-duplicates of the manual’s pages. The microfiche 
package also includes the latest MANUAL UPDATK supplement, as welt as all pertinent Service 
Notes. 

1-2. INFORMATION COVERED BY THIS MANUAL 

This manual consists of five sections as listed below: 

Section 1 General Information, describes the instruments documented by this manual, it covers 
instrument description, options, accessories, spemfications, and other basic information. 

Section 2 Installation, provides infonnation about initial inspection, preparation for use (including 
time base selection, and HP-IB address selection for remote operation), and storage and shipment. 

Section 3 Operation, provides information for local and remote operation. This section also 
includes User Confidence Tests. 

Section 4 Performance Tests, describes the procedures required to check the performance of the 
instrument against the specifications listed in Tables 1-1 through 1-3. 

Section 5 Adjustments, describes the adjustment procedures required to enable the instrument to 
meet the specifications listed in Tables 1-1 through 1-3. 

1-3. SPECIFICATIONS 

Instrument specifications are listed in Tables I- 1 through 1-3. These specifications are the 
performance standards or limits against which the instrument may be tested. Supplemental 
characteristics are also listed in Tables 1-1 through 1-3. Supplemental characteristics are not 
warranted specifications, but are typical characteristics included as additional infonnation for the 
user. 
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1-4. SAFETY CONSIDERATIONS 

^is product is a Safety Class I instrument, that is, one provided with a protective earth terminal. The 
instrument and all related documentation must be reviewed for familiarization with safety markings 
and instructions before operation. Refer to the Safety Considerations page found at the beginning 
of this manual for a summary of the safety information. 

1-5. INSTRUMENTS COVERED BY THIS MANUAL 

This instrument has a two-part serial number, in the form OOOOUOOOOO OR OOOOAOOOOO. This is 
stamped on the serial number plate attached to the rear panel of the instrument. The first four digits 
and the letter constitute the serial number prefix, and the last five digits form the suffix. The prefix 
is the same for all identical instruments. It changes only when a change is made to the instrument. 
The suffix is different for each instrument. The contents of this manual apply directly to instruments 
having the same serial number prefix(es) as listed under SERIAL NUMBERS on the title page. 

Manual Updates. An instrument manufactured after the printing of this manual may have a serial 
prefix that is not listed on the title page. An unlisted serial prefix number indicates that the instrument 
differs in some way firom those documented in this raanuaL 

A **MANUAL UPDATES” packet is shipped with the manual, when necessary, to provide you with 
the most current information available at the time of shipment These packets consist of replacement: 
and addition pages which should be incorporated into the manual to bring it up to date. 

Hewlett-Packard offers a Documentation Update Service that will provide you with further updates 
as they become available. If you operate or service instruments of different serial prefixes, we strongly 
recommend that you join this service immediately to ensure that your manual U kept current. For 
more information refer to the Documentation Update Service reply card included with this manual. 

1-6. OPTIONS 

The following options are available and may have been ordered and received with your Signal 
Generator. 

Electrical Options 

High Stability Timebase Option 001. A 10 MHz crystal reference for increased frequency accuracy 
and stability is installed. You can add Option 001 after you have received your instrument by 
ordering: 

• HP part number 08656-60195 for the HP 8656B/8657A. 

• HP part number 08657-61054 for the HP 8657B. 

Pulse Modulation Option 003. Adds Pulse Modulation to the HP 8657B. Option 003 fitted to a 
Standard or Option 001 HP 8657B, provides the Pulse Modulation input connector on the front 
panel. Option 003 fitted to an Option 002 HP 8657B, provides the connector on the rear panel 
along with the RF Output and AM/FM Modulation InpuVOutput connectors. For information 
about factory retrofitting Option 003 after you have received your HP 8657B, contact your nearest 
Hewlett-Packard sales office. 
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Mechanical Options 

To add any of the mechanical options after you have received your Signal Generator, order the 
appropriate HP part number listed with each option. 

Rear>Panel Inputs and Outputs Option 002. RF Output and AM/FM Modulation Input/Output 
connectors are located on the rear*panel. Order: 

• HP part number 08656-60197 for the HP 86S6B 

• HP part number 08657-61037 for the HP 8657 A. 

• HP part number 08657-61055 for the HP 8657B. 

Front Handle Kit Option 907. Ease of handling is increased with the front-panel handles. Order HP 
part number 5062-3989. 

Rack Flange Kit Option 908. This kit contains all necessary hardware and installation instructions 
for mounting the instrument in a rack with 482.5 millimeter (standard 19-inch) spacing. Order HP 
part number 5062-3977, 

Rack Flange and Front Handle Combination Kit Option 903. This kit is not simply a front handle kit 
and rack flange kit packaged together. The combinatioo is made up of unique parts which include 
both functions. Order HP part number 5062-3983, 

Documentation Options 

Extra Manual Set Option 91 0. Provides an additional copy of the Operation and Calibration Manual 
and two copies of the Service Manual. 

Add Service Manual Option 915. Provides a copy of the Service Manual. The Service Manual 
contains information to enable qualified service personnel to troubleshoot and repair the Signal 
Generator. 

Warranty Option 

Three-Year Extended Hardware Support Option W30. Provides 2 additional years of return-to-HP 
hardware service support (for 2nd and 3rd years), 

1-7. ACCESSORIES SUPPLIED 

The accessories supplied with the instrument are: 

• An appropriate power cord, see table 2-3 in Section 2, 

• An Operating and Calibration Manual, 

• A coaxial looping cable (Option 001 oi 

1-8. ACCESSORIES AVAILABLE 

The following accessories are available for use with the instrument: 

• 50n to 75fl Adapter, HP model number 11687A (Frequency to 1.3 GHz only). 

• HP 8656B/8657A Transit Case, HP part number 9211-2655. 

• HP 8657B Transit Case, HP part number 9211-2661. 

• Slide Rack Mount Kits - see paragraph 2-17 for further information. 
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1^9* RECOMMENDED TEST EQUIPMENT 

Table 1-4 lists the test equipment required for testings adjusting, and servicing the Signal Generator. 
The Critical Specifications column describes the essential requirements for each piece of test 
equipment. Other equipment can be substituted if it meets or exceeds these critical specifications. 

Table 1-6 lists alternate test equipment that can be used. Alternate models may be suggested for 
additional features that would make them a better choice in some applications. For example, some 
reasons for recommending an alternate model might be: 

• HP-IB programmability, 

• Multi -function capability (that is, one model can replace two or more single purpose models). 

1-10. HP 8656B INSTRUMENT DESCRIPTION 

The Hewlett-Packard Model 8656B is a synthesized signal generator with a carrier frequency range 
of 100 kHz to 990 MHz. Its output amplitude is leveled and calibrated from -^13 to -127 dBm. 
AM and/or FM functions can be individually selected. The carrier frequency, output amplitude, 
and modulation functions can be remotely programmed via the Hewlett-Packard Interface Bus. 
The unique modular design and incorporated service features permit rapid and easy calibration and 
service. 

Carrier Frequency 

The Signal Generator covers a carrier frequency range of 100 kHz to 990 MHz (10 kHz to 990 MHz 
with underrange). Frequency resolution is 10 Hz. An 8-digit LED display of the carrier frequency 
in MHz is provided Pushbutton keys permit coarse tuning, fine tuning, and incrementing of the 
carrier frequency. 

Frequency accuracy and stability are dependent on the reference source being used, either the 
internal 50 MHz reference oscillator or an external source that operates at I, 5, or 10 MHz. An 
optional 10 MHz crystal reference is available for increased accuracy and stability (Option 001). 

Output Amplitude 

The Signal Generator has precise power levels from -1-13 to -127 dBm (-i-l.OOV to -hO.iOO V) with 
oveuange at decreased accuracy. The output amplitude from +13 to -127 dBm is accurate to less 
than or equal to ±1.0 dB from 100 kHz to 990 MHz. Level flatness is less than or equal to ±0.1 dB. 
Output amplitude resolution is 0.1 dB. A 3 V 2 “digit LED display of output amplitude is provided with 
7 LED annunciators used to display unit information. Easy conversion of units between dBm, ±V, 
EMF, and so forth is possible. 

Modulation Capabilities 

The Signal Generator features a versatile internal and external modulation capability for AM and 
FM. This includes internal 400 Hz or 1 kHz tones; mixed modulation, such as AM/FM, AM/AM, or 
FM/FM; and the capability to accept low frequency digital uosquelchiog signals. A 2-digit display 
of AM depth or FM i>eak deviation is provided with 1 1 LED annunciators used to display internal 
or external modulation source information. Simple keyboard entries of AM depth up to 99% with 
a resolution of 1%, and FM peak deviation up to 99 kHz with resolutions of 100 Hz (for deviations 
less than 10 kHz) or I kHz (for deviations greater than or equal to 10 kHz) are possible. 
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1-11. HP 8657A INSTRUMENT DESCRIPTION 

The Hewlett-Packard Model 8657A is a synthesized signal generator with a carrier frequency range 
of iOO kHz to 1040 MHz. Its output amplitude is leveled and calibrated from -^13 to —127 dBm. 
AM and/or FM functions can be individually selected. The carrier frequency, output amplitude, 
and modulation functions can be remotely programmed via the Hewlett-Packard Interface Bus. 
The unique modular design and incorporated service features permit rapid and easy calibration and 
service. 

Carrier Frequency 

The Signal Generator covers a carrier frequency range of 100 kHz to 1040 MHz (10 kHz to 1040 MHz 
with underrange). Frequency resolution is 10 Hz. An 8-digit LED display of the carrier frequency 
in MHz is prorided. Pushbutton keys permit coarse tuning, fine tuning, and incrementing of the 
carrier frequency. 

Frequency accuracy and stability are dependent on the reference source being used, either the 
internal 50 MHz reference oscillator or an external source that operates at i, 5, or 10 MHz, An 
optional 10 MHz crystal reference is available for increased accuracy and stability (Option 001). 

Output Amplitude 

The Signal Generator has precise power levels from +13 to - 143.5 dBm (+1.00V to +0.015 nV) with 
overrange at decreased accuracy. The output amplitude from +7 to —127 dBm is accurate to less 
than or equal to +1.0 dB from 100 kHz to 1040 MHz. l.evel flatness is less than or equal to ±0.5 dB 
with an output amplitude setting of 0.0 dBm. Output amplitude resolution is 0.1 dB. A 3 Va -digit LED 
display of output amplitude is provided with 7 LED annunciatois used to display unit information. 
Easy conversion of units between dBm, +V, EMF, and so forth is possible. 

Modulation Capabilities 

The Signal Generator features a versatile internal and external modulation capability for AM and 
FM. This includes internal 400 Hz or 1 kHz tones; mixed modulation, such as AM/FM, AM/ AM, or 
FM/FM; and the capability to accept low fiequency distal unsquelcfaing signals. A 2-digit display 
of AM depth or FM peak deviation is provided with 11 LED annunciators used to display internal 
or extern^ modulation source information. Simple keyboard entries of AM depth up to 99% with 
a resolution of 1%, and FM peak deviation up to 99 kHz with resolutions of 100 Hz (for deviations 
less than 10 kHz) or 1 kHz (for deviations greater than or equal to 10 kHz) are possible. 
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General Information 



Model 8656B/8657A/8657B 



1-^12, HP8657B INSTRUMENT DESCRIPTION 

The Hewlett-Packard Model 8657B is a synthesized signal generator with a carrier frequency range 
of 100 kHz to 20^ MHz. Its output amplitude is leveled and calibrated from -|-13 to -143.5 dBm. 
AM and/or FM functions can be individually selected. The carrier frequency, output amplitude, 
and modulation functions can be remotely programmed via the Hewlett-Packard Interface Bus. 
The unique modular design and incorporated service features permit rapid and easy calibration and 
service. 

Carrier Frequency 

The HP 8657B covers a carrier frequency range of 100 kHz to 2060 MHz (10 kHz with uncalibrated 
output and modulation). Frequency resolution is 1 Hz. A 10-digit LED display of the carrier 
frequency in MHz is provided. Pushbutton keys permit coarse tuning, fine tuning, and incrementing 
of the carrier frequency. 

Frequency accuracy and stability are dependent on the reference source being used, either the 
internal 50 MHz reference oscillator or an external source that operates at 1, 5, or 10 MHz. With 
Option 001, a 10 MHz crystal reference is available for increased accuracy and stability. 

Output Amplitude 

The HP 86S7B has precise power levels from -h7 to -143.5 dBm (114 dB to 36.5 dB /aV) with 
overrange to +17 dBm at decreased accuracy. TTie output amplitude from +3.5 to —127 dBm is 
accurate to less than ±0.5 dB from 100 kHz to 2060 MHz. Level flatness is less than ±1.0 dB with 
an output amplitude setting of 0.0 dBm. Output amplitude resolution is 0.1 dB. A 3 V 2 -digit LED 
display of output amplitude is provided with 7 LED annunciators used to display unit information. 

Modulation Capabilities 

The HP 8657B features a versatile internal and external modulation capability for AM and FM. This 
includes internal 400 Hz or 1 kHz tones; mixed modulation, such as AM/FM, AM/ AM, or FM/FM; 
and the capability to accept low frequency digital unsquelching signals. A 3-digit display of AM depth 
or FM peak deviation is provided with 12 LED annunciators used to display internal or external 
modulation source information. Keyboard entries of AM depth up to 100% with a resolution of 1%, 
and FM peak deviation up to 400 kHz. The resolution of the FM peak deviation depends on the 
frequency of the carrier signal. 

Option 003 adds the capabilty to generate Pulse Modulation using an external signal source. 

1-13- HEWLETT-PACKARD INTERFACE BUS 

The Signal Generator has an HP-IB interface and can be used with any HP-IB computing controller 
or computer for automatic system applications. The Signal Generator is fully programmable via the 
HP-IB. The Signal Generator’s complete compatibility with HP-TB is defined by the following list of 
interface functions: SHO, El, AHl, TO, L2, SRO, RLI, PPO, DCl, DTO, and CO. The Signal Generator 
interfaces with the bus via open collector TTL circuitry. An explanation of the compatibility codes 
can be found in the IEEE Standard 488 and the identical ANSI Standard MCl.l. 
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Model 8656B/8657A/8657B 



General Information 



Table i-Jf, HP 8656B Specificadom (1 of 3) 



SPECIFICATIONS describe the instruments warranted performance 
arKi apply after a 30 minute warm-up. All SPECIFICATIONS are valid 
over the signal ger^ator's en^re Operatin^/Environmeotal Range 
unless otherwise noted. 

SUPPLEMENTAL CHARACTERISTICS (shown in italics) are 
intended to provide additional intermalion useful in applying the 
instrument by giving typical (expected), but r®t warranted 
performance, 

FREQUENCY 



Range (S-dtgft LED display): 100 kHz to 090 MHz. 
Resolution: 1 0 Hz. 

Switching Speed (to be within 100 Hz of carrier 
frequency); <35 ms. (2Sirs typical at 23>C) 
Accuracy and Stability: Sams as time base used. 

SUPPLEMENTAL CHARACTERISTICS 

Frequency LfndEsnsn^; 10 kHz wfth uncalibrated ouput 
Phase Offset: Ouput phase is ai^ustable via HP-IB, or 
from the front panel in 1 degree increments. 

Accuracy and SfabZ/ffy; same as internal time base. 



Thnebase Characteristics: 





Standard 


Option OOt 


Aging Rate 


±2ppm^ear 


TSx 10 

(amr IQ days warm-up) 
1.0 X to ’^parts/day 
(after 180 days warm-up) 


Temperature 

(0-55^C) 


±10 ppm 


7x10 -* 


Une V'oftege 


— 


2jt tO-*f+5%,-fO%) 


Frequency 


50 MHz 


10 MHz 


Ttmebase Reference 
Signal (Rear Panel) 


Avaiiable ataievef of>0. 15 into 

50Q(Ouputof to, 5,orimzis 
sefetnable via interttal jumperl tfme 
Option oof or another extemaf reference 
is used, onty that reference ^quency is 
av^i^ as an output 


External Reference 
input (Rear Panet) 


Accepts any 10, 5, or 1 MHz (±0.002%) 
frequency standard at a /evef >0. 15 
intoSOQ . 



Residual PM (in CW mode): 



Frequency 

Range 


Poet Detection BW (rtns detector) 


300 Hz to 3 kHz 


50 Hz to 15 kHz 


0.1 - 123.5 MHz 


<7 Hz 


<15 Hz 


123.5 - 247 MHz 


<2H2 


< 4 Hz 


247 - 494 MHz 


<4 Hz 


< SHz 


494 - 990 MHz 


<7 Hz 


< 15 Hz 



Residual AM (50 Hz to 15 kHz post~detection noise 
bandwidth, in CW mode): < - 75 dBc 

(0.1 to 990 MHz) 



SSB Phase Noise (in CW Mode): 



CsiTler 


SSB i^Holse 


Frequency 


20 kHz offset 


0.1 to 123.5 MHz 


<-114dBc/Hz 


123.5 to 247 MHz 


<-12Sdec/Hz 


247to 494 MHz 


<~l20dBc/Hz 


494 to 990 MHz 


<-T14dBc/Hz 



SUPPLEMENTAL CHARACTERISTICS 
Typical SSB Phase Noise at S(K) MHz 

Typical SSe Phue NoiM al 500 MHz 




SPECTRAL PURITY 



Spurious Signals: 

Harmonic: <- 30 dBc (<±7 dBm output levels) 
Sub-harmonic: None. 

Non-Harmonic: < - 60 dBc 

(> 5 kHz from carrier in CW mode) 
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Model 8656B/8657A/8657B 



Table 1—1. HP 8656B Specifications (2 of 3) 



OUTPUT 



Level Range: ->-13 dBm to -1 27 dBm into 50n. 

Resolution; 0.1 dB. 

Absolute Level Accuracy 

< ±1.0 d8 (123.5 to 990 MHz. +7 to -124 dBm). 

<±1.5 dB (0.1 to 123.5 MHz. and <-124 dBm 
or < + 7 dBm at 0.1 to 990 MHz. 

Level Flatness (100 kHz to 990 MHz): £±1.0 dB, 
output level setting of 0 dBm. 

SWR : <2.0 for levels >- 5 dBm. 

<1 .5 for levels <-5 dBm. 

Reverse-Power Protection: Protects the signal generator 
from applications of op to 25 watts of RF power (from a 50Q 
source) to 990 MHz into generator output; DC voltage 
cannot exceed 25 V. 

SUPPLEMENTAL CHARACTERISTICS 

Impedonce: SO Si Nominal. 



TYPICAL MAXIMUM POWER vs. FREQUENCY 
(OUTPUT SET TO +17 dBm) 




HP a65€S overrange can be used lo drive mixers in tocal 
o^ctElelor applications. 



Typical maximum power output versus frequency 
(ouput set to +17 dBm) 

AMPLITUDE MODULATION 



Depth^: 

0 to 99%, output levels of < +7 dBm, frequencies 
from 0,1 to 990 MHz. 

0 to 30%, output levels to 4-10 dBm,frequencies 
from 0. 1 to 990 MHz. 

Resolution: 1%. 

AM Rate, 

Internal; 400 Hz and 1 kHz. ± 3%. 

External: 20 Hz to 40 kHz (1 dB bandwidth, 

AC coupled) 

AM Distortion (internal rates): 

0 to 30% AM <1.5%. 

31 to 70% AM <3.0%. 

71 to 90% AM <4.0%, 



Indicator Accuracy (for depths < 90%, and internal rates 
and levels < +7 dBm}*: < ±2% ( ±4% of setting). 
Incidental Phase Modulation (at 30% AM depth. Internal 

rates): < 0.3 radians peak. 



FREQUENCY MODULATION 



Maximum FM Peak Deviation 



Contpr 

Frequency 


Maximum Peek Deviet 


Ion 


AC Mode (the leeser of) 


DC Mode 


0.1 to 123.5 MHz 
123.5 to 247 MHz 
247 to 494 MHz 
494 to 990 MHz 


99 KHz or 4000 x rate (Hz) 
SO KHz or 1000 X rate (Hz) 
99 kHz or 2000 x rate (Hz) 
99 kHz or 4000 x rate (Hz) 


99 kHz 
50 kHz 
99 kHz 
99 kHz 


FM not Sped fted for ~ <100 kHz 



Resolution: 1 00 Hz for deviations less than 1 0 l<Hz; 1 kHz ' 
for deviations ^ 10 kHz. 

FM Rate 

Internal: 400 Hz and 1 kHz, ±3%. 

External: 

do to so kHz, ac coupled, ±1 dB, 20 Hz to 50 kHz 
dc to 100 kHz, ±3 dB 



Center Frequency Accuracy in dc Mode: 



Carrier 


Center Frequency 


Frequency 


Accuracy 


0.1 to 123.5 MHz 


±500 Hz 


123.5 to 247 MHz 


±125 Hz 


247 to 494 MHz 


±250 Hz 


494 to 990 MHz 


±500 Hz 



Btabiiity: <1 0 Hz per hour drift. 

Indicator Accuracy (Internal rates) < ±5% of setting. 
Incidental AM (peak deviations <20 kHz, internal rates): 
<0.1% (>L 500 kHz) 

<1%(f^ 200 to 500 kHz) 

<5%(f^ <200 kHz) 

SUPPLEMENTAL CHARACTERISTICS 

External Sensitivity: 1 volt peak for indbatedaccufacyfo. 
ac signa/s or 1 volt dc when in dc-FM mode. 

External Modulation Irput; Front panel BNC, 600 Cl 
dc~coupled; front panel annunciators indicate ^plicahon of 
1 V peak signal ± 5%. 

Modulating Signal Output: Internal modulating signal is 
provided at the front panel BNC connector at normnaliy 
1 volt peak into a 600 Cl resistive load. 

Simultaneous Modulation; 

Intemal/Extemal: AM/FM, FM/AM, AM/AM, FM/FM, 
Extemai/Externaf: AM/FM. 
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General Information 



1—1, HP 86i6B Specifications (3 of 3) 



REMOTE PROGRAMMING 



Interface; HP-IB (Hewtett-PadtarcTs imptemenlation 
of IEEE StarKlard 488 (and the identical ANSI Standard 
MC1.1). 

Interface Functions Implemented; SHO, AH1, TO, 

L2, SRO, RL1. PPO, DC1, DTO, CO. E1. 

Functions Controlled: All functions controlled from the 
front panel with the exception of DISPLAY, DISPLAY in 
conjunction with SEQ. display Amplitude Offset, Backspace, 
COARSE TUNE, FINE TUNE, and display HP-IB ADRS are 
programmable with the same accuracy and resolution as In 
local operation. 

GENERAL 



Operating Temperature Range: 0 to +55“C. 

Storage Temperature Range: -40 to -«>70°C. 

Leakage: Conducted and radiated interference is within the 
requirements of RE02 of MIL STD 461 B and FTZ 1115. 
Furthermore, RF leakage of less than 1 .0 pV is induced in a 
two-turn loop, 2.5 cm in diameter, held 2.5 cm away from 
the front surf ace. 

Save/Reeall/Saquence Storage Registers; 

too non-volatile registers are available to save front panel 
settings. 

Power Requirements: 100 or 120 or 220 or 240 volts 
(+5%, -1 0%) from 48 to 440 Hz; 1 25 VA maximum. 

Weight: Net 18.1 kg (40 to); shipping 23.6 kg (52 lb). 
Dimensions; 133H x 425W x 574D mm 
(5.25x1 6.75 x 22.6 inches.) 

HP System II module size: 5 1/4H x 1MW x 17 D. 



' Absolute level accuracy indudes allowances for detector linearity, temperature, flatness, attenuator accuracy and measurement uncertain^ . 
* am depth is further flnvted by Indicator Accuracy specification. 

> FMd^lhisfurtherlimitedbylncflcator Accuracy speciflcations. 

' FM distortion only applies at deviations op to 25 kHz for 123,5 <247 MHz. and 50 kHz for 247 <f^ <494 MHz. Typical total FM distortion 

(harmonic and non-harmortic) is less than 1 .5% for all spedfled deviations and external rates from dc to 100 kHz. 

‘ T^Jically < 0.5% THD for pe^ deviations > 1 kHz and at normal rates. 
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Model 8656B/8657A/8657B 



Table J— 2, HP 8657A Specifications (1 of JJ 



SPECIFICATIOMS <jescfibe the wairentsd pe^srmance 

and apply afler a 30 minute wamvup. All SPECIFICATIONS are valid 
over the signal generator's entire Q^rating/Environmerital Range 
unless otherwise noted. 

SUPPLEMENTAL CHARACTERISTICS (shown in italics) are 
Intended to provide itodlfjonal informatidn useful in applying the 
instrument by giving epical (expected), but not warranied 
performance. 

FREQUENCY 



Range (S^diglt LED display): 100 kHz to 1040 MHz. 
Resolution: 10 Hz* 

Display Resolution: 

10 Hz lor frequencies <1000 MHz 
100 Hz for frequencies si 000 MHz 
Switching Speed (to be within 100 Hz of carrier 
frequency): <35 ms. (30 ms typical at 

Accuracy and Stability: Same as time base used. 

SUPPLEMENTAL CHARACTERISTICS 
Froipiency Undemnge: To 10 kHz with uncaJS}rat9d 
output and modulation. 

Phase Offset: Ouput signal phase is adjustsdole in 1 
degree nominal increments. 



Timebase Characteristics: 





Standard 


Opdon OQt 


Aging Rate 


±2ppm/year 


A. Ox 10^/daf — 

± 1.5 X 10 ’^parts/day 
(aHer 10 days wam-up) 
t 1.0 X 10 ^^parts/day 
(after 180 days warm-up) 


Temperature 
(0-Sff‘Ci ■ 


±10ppm 


7x10 ■* 


Une Vottage 


— 


2x10-*(*5%.-10%) 


Frequency 


50 MHz 


10 MHz 


JJmetBse Refmmco 
Signal (Rear Panel) 


Amtadie at a levei of >0. f$ ibfo 

50fl (Output of 10, 5, Of 1 MHz is 
setecteb/e via kitemsl jumper), if 
externa! reference is used, output wW 
the same ^equency. 


Extern^ Reference 
Input (Rear Panei) 


Accepts arty tO, 5, or 1 MHz ftO.002%) 
Input (Rear Panel) frequency standard 
ataievei >o. 15 into 5oa . 



SPECTRAL PURITY 



Spurious Signals (<+7 dBm output levels): 
Harmonic: <- 30 dBc. 

Sub-harmonic: None. 



Non-Harmonic (CW mode): 



Fr«qu«ncy 

Range 


Offset from Carrier 


5 kHz to 2 MHz 


>2 MHz 


0.1^ 130 MHz 


«60 dBc 


<-60 dBc 


130- 260 MHz 


-72 dBc 


<-60 dBc 


260 - 520 MHz 


-66 dBc 


<-60 dBc 


520- 1040 MHz 


-60 dSc 


<-60 dSc 



Residual FM (in CW mode): 



Frequency 

Range 


Post Detection BW (rms detector) 


300 Hz lo 3 kHz 


SO Hz to 15 kHz 


0-1 - 130 MHz 


4 Hz 


6 Hz 


130- 260 MHz 


1 Hz 


1,5 Hz 


260 - 520 MHz 


2 Hz 


3 Hz 


520 - 1040 MHz 


4 Hz 


6 Hz 



Residual AM (50 Hz to 15 kHz post-detection noise 
bandwidth, in CW mode): <0.04% AM. 



SSB Phase Noise (in CW Mode): 



Carrier 


SSB<H4oise 


Frequency 


20 kHz offset 


0.1 to 130 MHz 


<-124tlBc/Hz 


130 to 260 MHz 


<-136dBc/Hz 


260toS20 MHz 


<-130d8c/Hz 


520 to 1040 MHz 


<-124CBcmz 



SUPPLEMENTAL CHARACTERISTICS 



Typical SSB Phase Noise at 500 MHz 
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General Information 



Table 1—2. HP 8657 A Specifications (2 of 3) 

FREQUENCY MODULATION 



OUTPUT 



Level Range (3 1/2*<Jlglt LEO display): +1 3 d8m to 
-143.5 dBm into 50£1, +1 0 dBm to —143.5 dBm for 
frequencies from 100 kHz to 1 MHz. 

Resolution: 0.1 dB. 

Absolute Level Accuracy 

<±1.0dB (+7 to -127 dBm). 

<±1.5dB(>+7dBm). 

Level Flatne^ (100 kHz to 1040 MHz); ±0.5 dB, 
output level setting of 0 dBm. 

SWR (f^ £400 kHz); <1 .5 for levels <- 3.5 dBm. 

<2.0 for levels <+13 dBm. 

Reverse-Power Protection: Protects the signal generator 
from applications of up to 50 watts of RF power (from a 50£2 
source) to 1040 MHz into generator output; DC voltage 
cannot exceed 50 V. 

SUPPLEMENTAL CHARACTERISTICS 

lmpe€iance: SO a Nominal. 

Output Lwel Ovenango: To +17 dBm 
Absotuta lavel Accuracy: 

<±1.SdB, output lavets <- 127 dBm. 

<± 0.5 dB, 29‘C±1fPC, +7 to -127 dBm. 



TYPICAL MAXIMUM POWER VS. FREQUENCY 
(OUTPUT SET TP +17 dSm) 




AMPLITUDE MODULATION 



AM Depth (2-digIt LED display)^: 

0 to 99%, level < +7 dBm, f^ ^400 kHz *. 

0 to 30%, level £ +1 0 dBm, f^ >400 kHz 
Resolution; i%. 

AM Rate, 

Intemai: 400 Hz and 1 kHz, ± 2%. 

External: 20 Hz to 40 kHz (1 dB bandwidth. 

AC coupled) 

AM Distortion (Internal rates, level < +7 dBm): 
0to30%AM <1.S%THD plus noise. 

31 ID 70 % AM < 3.0% THD plus noise. 

71 to 90% AM < 4.0% THD plus noise. 

Indicator Accuracy (for depths < 90%, and Internal rates 
and levels < +7 dBm): <±(2% +6% of setting). 

Incidental Phase Modulation (at 30% AM depth, Internal 
rates): < 0.3 radians peak. 



Maximum FM Peak Deviation (2*digit LEO 
display)^: 



0«nter 

Fr^uency 


Maximum P«ak Davlal 


ion 


AC Mode (the teaaar of) 


DC Mode 


0.1 to 130 MHz 
130 to 260 MHz 
260 to 520 MHz 
520 to 1040 MKz 


99 kHz or 4000 x rats (Hz) 
50 kHz or 1000 X rate (Hz) 
99 kHz or 2000 X rate (Hz) 
99 kHz or 4000 x rale (Hz) 


99 kHz 
50 kHz 
99 kHz 
99 kHz 


FM f>olspedried for <100 kHz 



Resolution: 100 Hz for deviations less than 10 kHz; 1 kHz 
for deviations >10 kHz. 

FMRate 

Intemai: 400 Hz and i kHz, ±2%. 

External: 

AC Coupled 

5 Hz to 100 kHz, 3 dB bandwidth, 1 kHz reference. 
20 Hz to 50 kHz, 1 dB bandwidth, 1 KHz reference. 
DC Coupled 

dc to 100 kHz, 3 dB bandwidth, 1 kHz reference, 
dc to 50 kHz, 1 dB bandwidth, 1 kHz reterence. 



(Center Frequency Accuracy in dc Mode: 



OarHar 


Qamar Fraquaney 


Frequency 


Accuracy 


0.1 to 130 MHz 


tSOOHz 


130 10 260 MHz 


±125 Hz 


260 to 520 MHz 


±250 Hz 


S20tol040 MHz 


±500 H2 



Center Frequency Stability in dc Mode; <1 0 Hz per 
hour drift. 

FM Distortion (at intemai rates and > 3 kHz peak 
deviations) *: <0.5% THD plus noise. 

Indicator Accuracy (internal rates): < ±5% of setting. 
Incidental AM (peak deviations <20 kHz, internal rates 
and > L 500 kHz): <0.1 % AM 

SUPPLEMENTAL CHARACTERISTICS 

Bxt&mst S&nsitivfty: 1 volt peak for indicated accuracy 
(1 vott dc wh&n in dc~FM mode). 

Externa! Modulation input: Front panel BNC, 600 Q 
dc-coupled; front panel annunciators indicate appUcation of 
1 V peak signal ± 5%. 

Modulating Signal Output: internaf modulating s^nal is 
provided at the front panel BNO connector at nominally 
i volt peak into a 600 Ct lesistive load. 

Simultaneous Mt>dulatian: 

Intemal/External: AM/FM, FM/AM, AM/AM^ FM^M, 
Intemal/Internal 
Exterrial/External: AM/FM. 
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Table 1—2. HP 8657A Specifications (3 of 3) 



REMOTE PROGRAMMING 



Interface; HP-IB (Hewlett-Packard's implementation 
of IEEE Standard 488). 

Interface Functions Implemented: SHO, AH1, TO, 
L2, SRO. RL1, PPO, DCl. DTO, CO, El. 



GENERAL 



Operating Temperature Range: 0 to -i-55°C. 

Storage Temperature Range; -40 to -t-70'’C. 

Leakage: Conducted and radiated interference is within the 
requirements of RE02 of MIL STO 461 B and FT2 1046. 
Furthermore, RF leakage of less than 1 .0 pV is induced In a 
two-turn loop, 2.5 cm in diameter, held 2.5 cm away from 
the front surface. 

Save/Recall/Sequence Storage Registers: 

1 00 non-volatile registers are available to save front panel 
settings. 

Power Requirements: 1 00 or 1 20 or 220 or 240 volts 
(+5%, -10%) from 48 to 440 Hz; 175 VA maximuta 
Weight: Net 18.2 kg (40 b); shipping 23.6 kg (52 lb). 
Dimensions: 133H x 425W x 574D mm 

(5.25 X 16.75 X 22.6 inches.) 

HP System II module size: 5 1/4H x 1MW x 17 D. 



' Absolute level accuraqr ineiudes allowances tor detector linearity, temperature. Oatness. attenuator accuracy and measurement uncertainty. 
AM depth and FM deviation are further limited by Indicator Accuracy spedlicalions. 

’ Forf.<400KHz, AMdepthsofOto30%. levels s+7dBm. 

‘ FM distortion only spedSed few delations up to 25 kHz tor 130 <260 MHz. and for 260 < <520 MHz, Tyf^ total FM distortion rhamionk 

and non-hamnonic) is less than 1 .5% tor all deviations and rates from dc to 100 kHz. 
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TobU i— 5, H? S6575 Specifications (I of 3) 



SPECIFICATIONS ctescribe Iti© Instruments warranted performance 
arKJ apply after a 30 mirrute warm-up. All SPECIFlCATrONS are valid 
over the signal generator's entire Operating/Envirortmental Range 
urtless otherwise noted, 

SUPPLEMENTAL CHARACTEmSTtCS (shown in italics) are 
Intencted to provide additter^ information useful m applying the 
instrument by giving typ^ (expected), but rx^t warranted 
performance. 

FREQUENCY 



Range (10-dlgtt LED display): 100 kHz to 2060 MHz. 
Resolution: 1 Hz. 

Switching Speed (to be within 1 dB of level and within 
100 Hz of carrier frequency): <35 ms^ 

30 ms topical at 29‘C. 

Accuracy and StabllHy: Same as time base used. 

SUPPLEMENTAL CHARACTERISTICS 

Frequoncy Undanange: To 10 kHz with uncalibrated 
output and modulation. 

Phase Offset: Ouput signal phase is adjustable in 1 
degree increments. 



Timebase Characteristics: 





Standard 


Option OOi 


Aging Rate 


±2 ppm/year 


t.Ox to ^/day after 45 
days 


Tempersttire 

(0-S5‘C} 


±10ppm 


7x10 -® 


Line Vof^ge 


— 


2x 


Frequency 


50 MHz 


10 MHz 


Timebase Reference 
Signal (Rear Panel) 


Avaiiabfe at a Imref of >0. 15 into 

son (Ouputof 10, 5, or 1 MHz is 
B^ectabfe via mtemsd jumper). If 
external reference is used, ouput mil 
the same frequency. 


Extern^ Reference 
input (Rear Panel) 


Accepts any 10, 5, or 1 MHz (±0.002%) 
input (Bear Fane!) freqt/erKy standard 
ataiev^>CJ5V inVoBOn. 

imp 



SPECTRAL PURITY 

Spurious Signals {<+7 dBm output levels)’: 



Type of Spurious 


Frequency (MHz) 


Hantionic 

Sub-harmontc 


0.1-1030 


1030^1300 


1800-2060 


<-30dBc 

None 


25 dBc 
<-40dBc 


<— 25 dBc 
<-35 dBc 



Nonhannonic Spurious: 





Carrier Offset 


Carrier Frequency 


>5 kHz (Typical) 


>2 MHz 


0,1 to 130 


<-63 dBc 


<-60d8c 


130 to 260 


<-7SdBc 


<-60 dBc 


260 b> 520 


<-66 dBc 


<-60 dBc 


520 VO 1030 


<-S3dBc 


<-60 dBc 


1030 to 2060 


<-S7dBc 


<-S4dBc 



Residual FM in Hz rms (in CW mode): 



Post 

Detection 

Bandwidth 


Frequency Range (MKz) 


0.1- 

130 


130- 

260 


260- 

520 


520- 

1040 


1040- 

2060 


0.05*l5kH2 


<4 Hz 
<6 Hz 


<1 Hz 
<1.5 Hz 


<2 Hz 
<3 Hz 


<3 Hz 
<4 Hz 


c6Hi 

<8 Hz 




Typical Reskfual FM; 


0.3- 3 kHz 

0.3 - 3 kHz (CCrTT) 

0,05- 15 kHz 


c 2H2 
<1,25 Hz 
c3Hz 


<0.5 Hz 
<0,25 Hz 
<1 Hl 


<0.5 Hz ! 
<0.25 Hi 
<t Hz 


<1 Hz 
<0.5 Hz 
cl 5 Hz 


<2 Hz 
<1.0 Hz 
<3 Hz 



Residual AM (SO Hz to 15 kHz post-detection noise 
bandwidth, in CW mode): <0.04% AM. 



SSB Phase Noise (in CW Mode): 



Carrier 

Frequency 


SSB (|>-Noise 
20 kHz offset 


Typical 
20 kHz offset 


0.1 to 130 MHz 
13010 260 MHz 
260 to 520 MHz 
520 to 1040 MHz 
1040 to 206D MHz 


<- 124 dBc/Hz 
<-136dBc/Hz 
<-130dBc/Hz 
<-124dBc/Hz 
<-118dBcmz 


<- 130<Bc/Hz 
<-140d8c/Hz 
<- 136 dBc/Hz 
130 dBc/Hz 
<- 123 dBc/Hz 



SUPPLEMENTAL CHARACTERISTICS 



Typical SSB Phase Noise 

Typical SSB phase aoiie at S00MHi 
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Table l—$. HP 8657B Specifications (2 of 3) 

OUTPUT FM Setting Resolution: 



Level Range (3 1/2-dlglt LED display): +13 dBm to 
-143.5 dBm into 50Q®. ^ . / 

Resolution: 0.1 dB. ^ 

Absolute Level Accuracy 

< ±1 .0 dB (+3.5 to -127 dBm), 

<±1.5 dB (level >+3.5 dBm). 

Level Flatness (100 KHz to 2060 MHz): ±0.5 dB. 
output level setting of 0 dBm. 

Reverse-Power Protection: Protects the signal generator 
from applications of up to 50 watts of RF power (from a 50fi 
source) to 2060 MHz into generator output; DC voltage 
cannot exceed 25 V. 

SUPPLEMENTAL CHARACTERISTICS 
Attanuator RopoatabllHy: 0.01 dB 
Impedanea: 50 a Normal. 

Output Laval Overranga: To +17 dBm 
Absolute lavel Accuracy: 1.5 dB. output levels 
< -127 dBm. 

SWR: <1.5 for levels <-6.5 dBm 
<2. 0 for levels <+13 dBm 

AMPLITUDE MODULATION 



AM Depth (f^ >400 kHz *): 

0 to 1 0f>%, level < +7 dBm. 

0 to 30%, level < +10 dBm. 

Resolution: 1%. 

AM Rate Internal: 400 Hz and 1 kHz, ± 2%. 

External: 20 Hz to 40 kHz (1 dB bandwidth) 

20 Hz to 1O0 kHz (3 dB bandwidth) Typical 
AM Distortion (at 400 Hz and 1 kHz rates, levels 
<+7dBm); 



Aht Oepth 


f^<1030 


fg>1030 


0 to 30% AM 


1.5% 


4% 


31 to 70% AM 


3.0% 


4% 


71 to90%AM 


4.0% 


?% 



Indicator Accuracy (for depths < 90%, 400 Hz and 1 kHz 
rates and levels <. +7 dBm); ±(6% of setting + 2%). 
Incidental Phase Modulation (at 30% AM depth, Internal 
rates): < 0.3 radians peak. 

FREQUENCY MODULATION 



\8axitnum FM Peak Deviation; 



C0Rter 

Fre<tuency 


Uaximum Peak Devietion 


AC Mode (the lesser of) 


DC Mode 


0.1 to 130 MHz 
130to260MHz 
260toS20MKz 
S20to 1040 MHz 
1040 to 2060 MHz 


200 kHz Of 4000 X rale (Hz) 
SO kHz or 1000 x rate (Hz) 
100 kHz or 2000 x rate (Hz) 
200 kHz or 4000 x rate (Hz) 
400 kHz or 8000 x rate (Hz) 


200 kHz 
50 KHz 
TOO KHz 
200 kHz 
400 kHz 


FM spedtied when peak deviat»n is > (f^ + 100 Hz) 



FM 

Deviftllen 


Carrier Frequariev 


<1040 MHz 


>1040 MHz 


<100 kHz 


100 Hz 


200 Hz 


>100 kHz 


1kHz 


2 kHz 









FM Rate Internal: 400 Hz and 1 kHz, ±2%. 
External: (referenced to i kHz) 

dc/5 Hz to 100 kHz, 3 dB bandwidth. 
dc/20 Hz 10 50 kHz, 1 dB bandwidth. 



Center Frequency Accuracy in dc Mode: 



Carrier 

Frequency 


Center Frequency 
Accuracy 


0.1 to 130 MHz 


±500 Hz 


130 to 260 MHz 


! 1 125 Hz 


260 to 520 MHz 


±250Hz 


520 to 1040 MHz 


tSOOHz 


1040 to 2060 MHz 


± 1000 Hz 



Center Frequency Stability in dc Mode: <1 0 Hz per 
hour drift. 

FM Distortion (at 400 Hz and 1 kHz rates): <0.5% THO 
plus noise at deviations shown in the following table. 



FM Distortion (at 400 Hz and 1 kHz rates): 



Center 

Frequency 


Deviation 

kHz 


0.1 to 130 MHz 


3 to too kHz 


130 to 260 MHz 


3 to 25 kHz 


260 to 520 MHz 


3 to 50 KHz 


520 to 1040 MHz 


3 to 100 kHz 


1040 to 2060 MHz 


6 to 200 kHz 



indicator Accuracy (400 Hz and 1 kHz): < 5% of setting 
Incidental AM (peak dev. <20 kHz, 400 Hz and 1 kHz 
rates).<0.5%f^ > 1030 <0.1% AM, L >500 kHz. 



SUPPLEMENTAL CHARACTERISTICS 

FM Distortion: Worst case distorSon at all specified 
deviations, rates, and carrier frequencies is 1.5%. 
External Sensitivity: 1 voit peak for indicated accuracy 
(1 volt dc when in dc-FM mode). 

External Modulation Input: Front panel 8NC, 600 £1 
dc-coupled; front part^ annunciatois indicate 1 V 
peak signal ± 5%. 

Modulating Signal Output: Internal modulating s^na/ is 
provided at the front panel BNC connector at nominally 
1 volt peak into a $00 £1 resistive load. 

5/mu/taneous ModulaUon: 

Internamcternai: AM/FM, FM/AM. AM/AM, FM/FM, 
AM/FMiPulse * 
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Table 1—S. HP 8657B Spgdficaiions (3 of 3) 

Long Temi Carrier Stability In dc FM Mode. REMOTE PROGRAMMING 



20 
^4 10 

0 

1— 

u. 
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Long-tefm stability of HP B6-57B in DC FM mode 





PULSE MODULATION » 



ON/OFF Ratio: >70 dB. 2 130 MHz. 

>95 dB. 1^21030 MHz. 

Rise/Fall Time: < 35 nanoseconds, 1^ < 1 30 MHz 

< 50 nanoseconds, & 1030 MHz 

Supplemental Characteristics: 

Typical RIsa/Fall JTmo: 10 ns, <1030 MHz; 

18ns,f^> 1030 MHz. 

Maximum RepaBtion Rata: DC - 30 MHz. 

Lava! Acoiracy: ± I.OdB absolute hval aacuracy in 
Pulse Mode. 

Duty Cycia: 0 • 100%. (limited by rise/fall time) 

Pulse Modulation /rpuf; BNC, SO ohms nominal or high 
mpedarKB (internally seied^le), can be driven tSrecdy by 
771. 

Maximum Input Level: ± 15 V. 

Nominal Input Threshold: 1.$ V. 

Video Feadthrough: <15%. 

Pulse Tima Delay 

Off to On: 47 nanoseconds 
On to Off: 34 nanoseconds 



Interface; HP-IB {Hewlett-Packard’s implementation 
of IEEE Standard 488). 

Interface Functions implemented: SHO, AH1 , TO, 
L2, SRO, RL1, PPO, DC1, DTO, CO, El. 



GENERAL 



Operating Temperature Range: 0 to -r-SS’C. 

Storage Temperature Range; -40 to +70“C. 

Leakage: Conducted and radiated interference is within the 
requirements of CE03 and RE02 of MIL STD 461 B, except 
broadband conducted below 70 kHz and FT2 1115. 
Furthermore, RF leakage of less than 1 .0 pV is induced in a 
two-turn loop, 2.5 cm in diameter, held 2.5 cm away from 
the front surface. (Typical leakage <0.05 pv levels <-40 
dBm.) 

Save/Recall/Sequence Storage Registers: 

too non-volatile registers are available to save front panel 

settings. 

Rear Panel SEQ Input Level: TTL low to recall next 
storage registe r contents. 

Power Requirements: 1 00 or 1 20 or 220 or 240 volts 
(±10%) from 48 to 440 Hz; 200 VA maximum. 

Weight: Net 19.5 kg (43 lb); shipping 25.0 kg (55 lb). 
Dimensions: 133H x 425W x 574D mm 

(5.25x1 6.75 x 22.6 inches.) 

HP System 11 module size: 5 1/4H x IMW x 17 D. 



' Spurious spedficalions apply for output (evets s+4 dBm and <1030 MHz when pulse modulation is installed, 

* Maximum output power is +10 dBm wlh pulse modulation Installed at <1030 MHz. 

» Absolute level acwjracy indudes allowances tor detector linearity, temperature, flatness, attenuator accuracy and measurement uncertainty . 

* Whetr pubs modulation is Installed, maximum spedfied output level In AM b reduced by 3 dB when f^ <1030 MHz. 

» Pulse modulaBon specificafons apply for canters >130 MHz and levels £+7 dBm (frequency switohiivg speed ts^rically increases by 30 ms with 
pulse nrtodulalioo on). Additionally, AM is unspecifted wilh pulse modulation turned on at f^ z 1030 MHz. 

* Time d^y between a drartge in teput pul» and carrier response. 

r Add 5 ms to amplitude switching settling when switchirtg to SI 030 MHz. 
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Model 8656B/8657A/8657B 



Table 1—4. Recommended Test Equipment (1 of 3) 



Instrument 

Type 


CnTtcal Specifications 


Recommended 

Model 


Use^ 


AM/FM Test Source 
(required for 
Measuring Receiver 
verification) 


Range: 10 MHz 
Residual AM^ 

FM Flatness; ±1% (dc to 250 kHz 
Peak Deviation; to 100 kHz 


HP 11 71 5A 


P 


Audio Source 


Level: 0.0 to 1 Vpk into 50 and 600 ohms 
Frequency: 25 Hz to 40 kHz 


HP 8903B 


P. A, T 


Controller. HP-IB 


HP-18 compatibility as defined as IEEE Standard 
488 and the identical ANSI Standard MC1.I; SHO, 
E1, AH1, T4, TEO, LO, LEO, SRO, RLO, PPO, DCO, 
DTO, and C1, 2, 3, 28. 


Use any HP controller 
and HP-IB interface to 
implement HP-IB 
functional checks 


T 


DC Power Supply 


Output; 0-1 V 
Current; 500 mA 


HP 6214C 


A I 


Digital Multimeter 


Accuracy: 41/2 digit, ±0.05% of reading ±3 
Ranges: 20 mV to 30 Vdc and 2 Vac 
Sensitivity: 100 


HP 3466A or HP 3455A 
(see Table 1-3) 


P, A. T 


Distortion Analyzer 


Distortion Range: <0.1% 
Range: 20 Hz to 40 kHz 


HP 8903S 


P. T 


Frequency Counter 


Range: 1300 MHz 
Resolution: 1 Hz 


HP 5328B Opt. 031 


A. T 


Pulse/Function 

Generator 


Freq Range: 1 MHz to 50 MHz 
Function; Sine. Square. Pulse, etc. 

Output Level: 16 Vpp max into 600 ohms 


HP 8116A 


P 


Function Generator 


Frequency Range: 500 Hz 
Function: Square wave 
Output Level: 1 Vp into 600 ohms 


HP 3312A ; 


T 


Loop Antenna 


To ensure measurement accuracy, no substitutfon 
is possible. Fabrication depends upon machining 
and assembling to dose tolerances. 


HP 08640-60501 


P 


Measuring Receiver 
and Sensor Module 


Frequency Range: 150 kHz to 1300 MHz 
Input Level: -127 to +13 dBm 
RF Povifer: 0,2 dB 
Tuned RF Level: 0.36 dB RSS 
Referenced to -10 dBm input 


HP 8902A and 11722A 
(option 003 required 
for Residual FM 
Optional Performance 
Test) 


P, A, T 


^ A = Ac^ustments; P = Performance Tests; T = Troubfeshooting. 

The residual AM specification of both the HP 8902A Measuring Receiver and HP 11715A AM/FM Test Source are stal 
Hz to 3 kHz bandwidth, in order to assure the validity of the residual AM measurement In the bandwidths stated for t 
Generator (namely, 50 Hz to 15 KHz) the combined performance of both the HP 8902A and HP 1171SA must be veriffe 
better than 0.022% rms for the 50 Hz to 15 KHz bandwidth. 


ted bi a 50 
he Signal 
d to be 
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Table 1~4. Recommended Test Equipment (2 of 3) 



Instrument 

Type 


Critical Specifications 


Recommended 

Model 


Uee^ 


Measuring Receiver 
and Sensor Module 
(Cont'd) 


Amplitude Modulation; 

Rates: 25 Hz to 25 kHz 
Depth: to 99% 

Accuracy: 

Flatness: ±0.5% 

Demodulated Output Distortion:0.3% for 50% 
depth; <0.6% for 90% depth 
Incidental ftt4: <0.05 radians for 50% depth at 
1 kHz rate (50 Hz to 3 kHz bandwidth) 
Residuai AM^ 


HP 8902A and 17722A 
±2% at 1 kHz 


P. A.T 




Frequency Modulation: 

Rates: 5 Hz to 100 kHz 
Deviation to 400 kHz 
Accuracy ±2% at 1 kHz 
Demoduiated Output Distortion: <0.3% 

Incidental AM^ 

Residual FM: <8 Hz rms at 1300 decreasing 
linearly with frequency to <1 Hz rms for 
1000 MHz and below (50 Hz to 3 kHz bandwidth) 








Audio Distortion: 

Frequencies: 400 Hz and 1 kHz, ±5% 
Display Range; < 0.1% 

Accuracy: ±1 dB of reading 






Oscilloscope and 
Probes 


Vertical Sensitivity: 100 mV/div 
Pcxis: 54002A 50 fl input 

54003A 1Mfl input and 10:1 probe 
54003^61617 
Bandwidth: 50 MHz 
Time Base: ,05 ^ec 
input: Dual Channel 


HP54100A* 


P. A.T 


^ A = Adjustments; P = Performance Tests: T = Troubleshooting. 

^ Ttie residual AM spedficatics^ of bolh the HP 8902A Measuring Receiver and HP 1171 5A AM/FM Test Source are stated in a SO 
Hz to 3 kHz bancfwidth. In order to assure the validity of the reskiuat AM measurement in the bandwidths stated tor the Signal 
Generator (namely, 50 Hz to 15 kHz) the ocwnblned performance of both the HP B902A and HP 11715A must be verified to be 
better than 0,022% rms for the 50 Hz to 15 kHz barvd width, 

^ The incidental AM specification for the Signal Generator is not equivaient to the published speciftcation of the HP 8^02A 
Measuring Receiver. In order to assure the validity of the Inddental AM measurement, the incidental AM of the modulation 
analyzer musi be verified to be less than 0,0027^ for the 300 Hz to 20 kHz peak deviation at internal rates. 

■* See Table 1-6 tor an atternate oscilloscope listing. 
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Table 1—4, Recommended Test Equipment (3 of 3) 



Instrument 

Tw» 


Critical SpedHcations 


Recommended 

Model 


Use^ 


Phase Noise 

Measurement 

System 


Frequency Range: 0.1to 1600 MHz 
Offset; 20 kHz 
Accuracy: ±2 dB 
Noise Floor; -145 dB 


HP 3048A 


P 


Reference 

Source 


Frequency: 0.1 to 1600 MHz 
Level: +13 dBm 

SSB Phase Noise (20 kHz offset): 

< -124 dBc/Hz, 0.1 to 130 MHz 

< -136 dBc/Hz, 130 to 260 MHz 

< -130 dBc/Hz, 260 tp 520 MHz 

< -124 dBc/Hz, 520 to 1040 MHz 


HP 86578 or 
HP 8662A 


P 


Signal 

Source (optional) 


Residual SSB phase noise in 1 Hz Bw 
(320 MHz < <640 MHz) with an offset 

from the carrier of: 

-100 dBc at 10 Hz. 

-121 dBc at 1 kHz. and 
-131 dBc at 10 kHz 


HP 8662A 
(for Optional 
Residual FM 
Test) 


P 


Signature Analyzer 


Provides preferred method for troubleshooting 
digital circuitry 


HP 5005A 


T 


Spectrum Analyzer, RF 


Frequency Range: 0.1 to 2060 MHz 
Resolution Bandwidth: <1 kHz to 3 kHz 


HP 8562B or 
HP 8555A/8S52B/141T 


P. A. T 


SWR Bridge 


Frequency Range; 5 MHz to 2060 MHz 
Impedance: 50 ohms 
Directivity; >40 dB 
Test Connector: Type N male 


Wiltron 60N50 


P 


Wideband Amplifier 


Gain: 20 or greater 

Frequency Range: 10 MHz to 1300 MHz 
Impedance: 50 ohms 
Connector: Type N 


HP 8447D Option 010 


P 


Termination 


Frequency Range: 0.1 to 2060 MHz 
Termination: SOohms 
SWR: <1.05 


HP908A 


P 


^ A = Adjustments; P = 


Performar>ce Tests; T — Troubleshooting. 
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Tuble i— 5+ Recommended Accessories 



Adapter/Cabte 


Quantity 


Type 


Recommended Model 


Use^ 


Coaxial 


1 


BNC(f)to BNC(f) 


HP 1250-0080 


A,T 


Coaxial 


1 


N(f) to BNC(m) 


HP 1250-0077 


A 


Coaxial 


3 


N(m) to BNqf) 


HP 1250-0780 


P, a.t 


Probe 


2 


SMC(f) to RF Test Point 


HP 1250-1598 


A, T 


BF 


2 


BNC{f) to SMC(f) 


HP 08662-60075 


P 


BF 


1 


Connector: UG-21D/U 
Type N(m) 


HP 11500A 


P, A, T 


RF 


2 


Connector: UG-21D/U 
Type N(m) 


HP 11500B 


P, A. T 


RF 


1 


BNC to BANANA 


HP 1100-60001 


P 


RF 


2 


BNC to BNC 


HP 10503A or 8120-1840 


P. A 


PROBE 


1 


Alligator clip 
to BNC 


8120-1292 


A 


^ A = Adfystrnents; P ?= Perfprrnance Tests; T = Troubteshootlr»g, 







Table 7 — Alternate Test Equipment 



Instrument 


Recommended 

Model 


Suggested 

Alternative 


Advantages of 
Alternative 


Digital Voltmeter (DVM) 


HP 3466A 


HP 3455A 


HP-IB* Compatible 


Oscilloscope 


HP 54100A 


HP 541 10A 


Availability 


* HP-IB is Hewlett-Packard's Implementatiori cf IEEE Standard 4S8 and the identical ANSI Standard MCI .1 
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Installadori 



Section 2 
INSTALLATION 



2-1. INTRODUCTION 

This section provides installation instructions for the Signal Generator. Included is information 
regarding initial inspection, power requirements, line voltage and fuse selection, power cables, time 
base selection, HP-IB address selection, interconnection, mating connectors, operating environment, 
rack mounting, storage, and shipment. 

2-2. INITIAL INSPECTION 



WARNING^ 

To avoid hazardous electrical shock, do not apply power to the Signal 
Generator when there are any signs of shipping damage to any pan of the 
Signal Generator, 



Inspect the shipping container for damage. If the shipping container or cushioning material is 
damaged, it should be kept until the contents of the shipment have been checked for completeness 
and the Signal Generator has been checked mechanically and electrically. Procedures for checking 
electrical performance are ^ven in Section 4. If the contents are incomplete, if there is mechanical 
damage or defect, or if the Signal Generator does not pass the electrical performance test notify 
the nearest Hewlett-Packard ofHce. If the shipping container is damaged, or the cushioning material 
shows signs of stress, notify the carrier as well as the Hewlett-Packard office. Keep the shipping 
materials for the carrier*s inspection. 

2-3. INSTALLATION CHECK LIST 

Before connecting the Signal Generator to the line (mains) voltage, ensure the following steps are 
taken: 

1. Read the warning on page 2-2, see PREPARATION FOR USE. 

2. Check the line (mains) voltage to ensure compatability with the Signal Generator’s require- 
ments, see POWER REQUIREMENTS. 

3. Check that the voltage setting on the rear panel power line module is set to the correct voltage 

see LINE VOLTAGE SELECTION AND FUSE REPLACEMENT. 

4. Ensure that the rating of the line (mains) fuse is appropriate for the line voltage being used, see 
TABLE 2-2. 



5. Ensure that the power cable is the correct type, see POWER CABLES. 
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Model 8656B/8657A/8657B 



2-4. PREPARATION FOR USE 



WARNlhi^ 

This is a Safety Class 1 product (Le., provided with a protective earth terminal). 
An uninterruptible safety earth ground must be provided from the Mains 
power source to the produa input miing terminals, power cord, or supplied 
power cord set. Whenever it is likely that the protection has been impaired, 
the Signal Generator must be made inoperative and be secured against any 
unintended operation. 

If this Signal Generator is to be energized via an external autotransformer for 
voltage reduction, make sure that the common terminal is connected to the 
earthed pole of the power source. 

Before connecting the Signal Generator, the protective earth terminal of the 
Signal Generator must be connected to the protective conductor of the (Mains) 
power cord. The Mains plug shall only be inserted in a socket outlet provided 
with a protective earth contact. The protective action must not be negated 
by the use of an extension cord (power cable) without a protective conductor 
(grounding). Grounding one conductor of a two-conductor outlet is not 
sufficient protection. 



2-5. POWER REQUIREMENTS 

The Signal Generator requires a power source of 100, 120, 220 or 240 Vac, 48 to 440 Hz single phase. 
Table 2-1 lists the power consumpdon of each Signal Generator. 



Table 2—1. Power Consumption 



HP 8656B 


HP 8657A 


HP e$57B 


125 VA 


175 VA 


200 VA 



2-6. LINE VOLTAGE SELECTION AND FUSE REPLACEMENT 

CAimw; 

Before connecting the Signal Generator to the line (mains) voltage ensure that 
the correct operating voltage and fuse have been selected. 

A rear-panel, line power module permits operation from 100, 120, 220, or 240 Vac. The number 
visible in the window Oocated on the module) indicates the nominal line voltage to which the Signal 
Generator must be connected. Verify that the Line Voltage Selection Cam is matched to the power 
source. Sec Figure 2-1, line Voltage Selection and Fuse Replacement. Table 2-2 lists the ratings and 
the HP part number of the line fuses. 



NOTE 

The line voltage and line /use rating are selected at the factory according to 
the line voltage specified when the Signal Generator was ordered. If the voltage 
was not specified, the line voltage and line fuse rating are selected according 
to the country of destination. 
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Une Voltage Selection 

1. Open the Cover Door by placing a small standard screwdriver between the Cover Door and the Une 
Power Module, and pry open. 

2. Remove the Line Voltage Selection Cam wim fingers. Rotate cam so that the desired tine voltage 
appears at the Cover Door Window when the cam is re-inserted. 

3. Close the Cover Door by pressing it firmly. 

Fuse Replacement 

1. Open the Cover Door as described in step 1 for Une Vottage Selection. 

2. Remove Fuse Holder with fingers. Replace Fuse in Fuse Holder and re-insert into the Line Power 
Module. 

3. Qose the Cover Door by pressing it firmly. 

Figure 2—1. Une Voltage Selection and Fuse Replacement 

WARNING I 

For protection against fire hazard, the line fuse should only be a 250 V Jiise 
with the correct current rating. 



Table 2—2. Line Fuse Rating and HP Part Number 



Model 


Une Voltage 


Rating 


Part Number 


HP 86568 


100, 120 vac 
220, 240 Vac 


1.25AT, 250V ; 
1.0A, 250V 


2110-0305 

2110-0001 


HP B657A 


100, 120 Vac 
220, 240 Vac 


2A, 250V 
1.5A, 250V 


2110-0002 

2110-0043 


HP B657B 


100, 120 Vac 
220, 240 Vac 


2AT* 250V 
1.5AT, 250V 


2110-0303 

2110-0304 
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2-7. POWER CABLES 

This Signal Generator is equipped with a three-wire power cable. When connected to an appropriate 
ac power receptacle, this cable grounds the Signal Generator cabinet. The type of Mains plug shipped 
TOth each Signal Generator depends on the country of destination. Refer to Table 2-3 for the part 
numbers of tiie power cables and Mains plugs available. 

2-8. OPERATING ENVIRONMENT 

The operating environment should be within the following limitations: 



Temperature 0“ C to + 55 ' C 

Humidity < 95 % relative at 40“ C 

Altitude < 4570 meters (15,000 feet) 
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Tabte 2—3. Power Cable and Mains Plug Part Numbers 



Plug 

Type 


Cable 
HP Part 
Number 


c 

D 


Plug 

Oescdptloit 


Cable 

Length 

(inches) 


Cable 

Color 


For Use 
In Country 




250V 

t N 

O U 




8120-1351 

8120-1703 


0 

4 


907STR BS1363A* 
90'’ /go" 


90 

90 


Mint Gray 
Mint Gray 


United Kingdom, 
Cyprus, Nigeria, 
Rhodesia, 
Singapore 


250V 
( *- n 




8120-1369 

8120-0696 


0 

4 


STR/STR 

NZSS198/ASC112* 

STR/90'’ 


79 

80 


Gray 

Gray 


Austrailia, 
New Zealand 


250V 

■0 


8120-1689 

8120-1692 


7 

2 


STR/STR* 

STR/90“ 


79 

79 


Mint Gray 
Mint Gray 


East and West 
Europe, Saudi 
Arabia, Egypt, 
(unpolarized in 
many nations) 




125V 

/o\ 

/ e \ 

fi] Q- 




8120-1378 

8120-1521 

8120-1751 


1 

6 

1 


STR/STR NEMA5-15P* 
STR/90^ 

STR/STR 


80 

80 

90 


Jade Gray 
Jade Gray 

Jade Gray 


United States, 
Canada, Mexico, 
Phillipines. Taiwan 
U.S./Canada 


100V 

(Same plug as above) 


8120-4753 

8120-4754 


2 

3 


STR/STR 

STR/90'’ 


90 

90 


Dark Gray 
Dark Gray 


Japan only 
Japan only 


250V 

S ^ 

E 


8120-2104 

8120-2296 

8120-3997 


3 

4 
4 


STR/STR SEV1011 
1959-24507 
Type 1 2 
STR/90" 

STR/gO" 


79 

79 

177 


Gray 

Gray 

Gray 


Switzerland 




250V 
f ^ \ 

I L L J 

\a 




8120-0698 


6 


STR/STR NEMA6-15P 


90 


Black 


United States, 
Canada 




250V 

(□ o 

\ N L > 




8120-2956 

8120-2957 

8120-3997 


3 

4 
4 


SO'/STR 

90'’/90" 

STR/STR 


79 


Gray 


Denmark 




250V 




812CM211 

8120-4600 


7 

8 


STR/STR-1EC83-B1 

STR/90'’ 


79 

79 


Black 

Gray 


South Africa, India 


1 


250V 

□ □] 

t Hi 


8120-1860 

8120-1575 

810-2191 

8120-4379 


6 

0 

e 

8 


STR/STR*CEE22-V1 
(Systems Cabinet Use) 
STR/STf! 

STR/90'’ 

90'’/90'’ 


59 

31 

59 

80 


Jade Gray 

Jade Gray 
Jade Gray 
Jade Gray 




’ Part mimbef shown tor p\ug is industry identifier for plug only. Number shown for caWe is HP Part 
cable rndudiog plug. E = Earth Ground: L = Une; H = Neutral: STB = Straight 


Number for complete 
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2-9. TIME SASE SELECTION 

This section provides information about selecting the frequency of the time base output signal and 
selecting the frequency that can be used as an external reference time base. 

The time base output signal, which is available at the rear panel TIME BASE OUTPUT connector, 
can be set for a frequency of 1, 5 or 10 MHz. When the Signal Generator is shipped, the time base 
output is set to 10 MHz. If you require a 1 or 5 MHz time base output, follow the procedure detailed 
below. 

If you want to use an external time base reference, you can use a 1, 5, or 10 MHz signal. The external 
time base signal is connected to the TIME BASE INPUT connector on the rear panel. When the 
Signal Generator is shipped, it is set to accept a 10 MHz signal. If you want to use either a 1 or 
S MHz external time base signal, follow the procedure detailed below. 

NOTE 

fVhen you select a timebase input or output frequency, the Signal Generator 
timebase output or timebase input, will be set for the same frequency. 



a. Switch off the Signal Generator and remove the power cable. 

b. Remove the four screws which secure the strap handle and handle caps. Remove the top cower. 

c. Refer to Figure 2*2. Locate the A3 50 MHz Reference Oscillator. Using a 1/4 inch wrench 
(spanner), slacken the eight retaining nuts (2 per side) which secures the top cover. Then 
remove the top cover. Locate the time base selection link. 

d. Unsolder the end of the selection link and resolder it in the appropriate position for the time 
base output or the external time base signal you require. 

e. Reassemble the Signal Generator by reversing the procedure given in step c and then in step b. 




Figure 2—2. Time Base Jumper Location (A3 Board) 

2-10. HEWLETT-PACKARD INTERFACE BUS (HP-IB) 

This section contains information about installing the Signal Generator into a Hewlett-Packard 
Interface Bus (HP-IB) System. 

The HP-IB is Hewlett-Packard’s implementation of the IEEE Standard 488-1978 (Digital Inteiface 
for Programmable Instrumentation). This standard defines a physical interface and protocol which 
enables the remote control of instrumentation systems. 
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2-11, HP-IB ADDRESS SELECTION 

The HP-IB address of the Signal Generator is factory set to 07 (decimal). You can set the HP-IB 
address to any one of 31 valid addresses in the range 00 to 30 (decimal). If you want to set the HP-IB 
address to another value, use the following procedure. 

NOTE 

The HP-IB address must be set with the power removed from the Signal 
Generator. 



HP 86S6B/8657A 

a. Switch off the Signal Generator and remove the power cable. 

b. Remove the four screws which secure the strap handle and handle caps. Remove the bottom 
cover. 

c. Locate the HP-IB address switches S2 and S3 on the All Microprocessor/Meraory/HP-IB 
Assembly (see Ingure 2-3). 

d. Use a pointed object (such as a pencil) to set the switches to the desired HP-IB address in 
binary (see Figure 2-3). The five switches are labeled A1 through A5, where A1 is the least 
significant address bit and A5 is the most significant address bit. Pressing the right-hand side of 
the switch (as viewed from the front of the Signal Generator) “sets” the corresponding address 
bit (bit = i), while pressing the left-hand side “clears”the bit (bit = 0). Setting all of the address 
bits to “1” will result in an invalid HP-IB address (31 decimal). In this case, an HP-IB address 
of 30 (decimal) is stored in memory once the Signal Generator is powered up. 

e. Replace the bottom cover by reversing the procedure given in step b. 

f. Plug in the Signal Generator and switch on. 

g. To confirm the HP-IB address, press the SHIFT key, and hold the LOCAL key. The decimal 
HP-IB address is displayed in the MODULATION Display as long as the LOCAL key remains 
pressed. 




Figure 2—3. HP 8656B/8657A HP-IB Address Switch Location and Settings 
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HP 8657B 

a. Switch off the Signal Generator and remove the power cable. 

b. Remove the four screws which secure the strap handle and handle caps. Remove the bottom 
cover. 

j Figure 2-4. Locate the HP-IB address switch SI on the A 13 Microprocessor assembly. 

** ^ reference, set Si to the HP-IB address you require. For example to set the 

HP-IB address to 03 (decimal), switch segments A1 and A2 would be set to open and switch 
segments A3, A4 and A5 would be set to closed. 



CAUTION 



Change only (he switch segments marked A 1 thru A 5. The remaining switch 
segments are used to invoke built-in service utilities. Changing the position of 
these switch segments could prevent the HP 8657B from operating correctly. 

e. Replace the bottom cover by reversing the procedure given in step b. 

f. Plug in the HP 8657B and switch on. 

g. To confirm the HP-IB address, press the SHIFT key, and hold the LOCAL key. The decimal 
HP-IB address is displayed in the MODULATION Display as long as the LOCAL key remains 
pressed. 



2-12. CONNECTION TO THE HP-IB 

The HP-IB connector on the rear panel, provides the interface to connect the Signal Generator Into 
an HP-IB system. Refer to Figure 2-5 for information about the connector. 

HP-lB Cables, The following HP-IB cables are available: 

• HP 10833A (Im, 3.3ft) 

• HP I0833B (2m, 6.6ft) 

• HP 10833C (4m. I3.2ft) 

• HP 10833D (0.5m, 1,6ft) 

Cabling Restrictions, devices in an HP-IB system can be connected in any suitable arrangement 
(star, delta, etc). However the following cabling restrictions must be observed: 

' 2?® contain no more than 2 metres (6.6 ft.) of connecting cable per device. 

’ accumulative length of connecting cable for the HP-IB system is 20 metres 

(65.6 ft.). 
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Figure 2-^4, HP 8657B HP-IB Address Switch Location 






SHOULD BE GROUNDED 
NEAR TERMINATION 
OF OTHER VWRE OF 
TWIS'reD PAIR 



SIGNAL GRIMJNO 
P/0 TWISTED PAIR WITH 11 
P/OTWISTED PAIR WITH 10 
P/0 TWISTED PAIR WITH 9 
P/0 TWISTED PAIR WITH B 
P/0 TWISTED PAIR WITH 7 
\,P/0 TWISTED PAIR WITH 6 
REN 
DIO 8 
DIO 7 
DIO 6 
DIO 5 



ISOMETRIC 
THREAD M3.5 x 0.6 




SHIELD —CONNECT TO 

AlTd EARTH 

SRO GROUND 

IFC 

NDAC 

NRfO 

DAV 

EOl 

DIO A 

DIO 3 

DIO 2 

010 1 



24-PIN MICRO-RIBBON 
(SERIES 57) CONNECTOR 



Figure 2—5. HP-IB (rear panel) connector 
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TahU 2~4. HP-IB Address Codes 



Address Switch 


Ecpiivelent 
ASCtI ChaiBCter 
(LISTEN) 


Equivalent 
Dedmal Value 
(LISTEN) 


A5 


A4 


A3 


A2 


A1 


a 


0 


0 


0 


0 


SP 


00 


0 


0 


0 


0 


1 


I 


01 


0 


0 


0 


1 


0 


ii 


02 


0 


0 


D 


1 


1 


# 


03 


0 


0 


1 


0 


0 


$ 


04 


0 


0 


1 


0 


1 


% 


05 


0 


0 


1 


1 


0 


& 


06 


0 


0 


1 


1 


1 




orW 


0 


1 


0 


0 


0 


( 


08 


0 


1 


0 


0 


1 


) 


09 


0 


1 


0 


1 


0 


* 


10 


0 


1 


0 


1 


1 




11 


D 


1 


1 


0 


0 


1 


12 


0 


1 


1 


0 


1 


- 


13 


0 


1 


1 


1 


0 




14 


0 


1 


1 


1 


1 


/ 


15 


1 


0 


0 


0 


0 


D 


16 


1 


0 


0 


0 


1 


1 


17 


1 


0 


0 


1 


0 


2 


16 


1 


0 


0 


1 


1 


3 


19 


1 


0 




0 


0 


4 


20 


1 


0 


1 


0 


1 


5 


21 


1 


0 


1 


1 


0 i 


6 


22 


1 


0 


1 


1 


1 


7 


23 


t 


1 


0 


0 


0 


8 


24 


1 


1 


0 


0 


1 I 


9 


25 


1 


1 


0 


1 


0 


: 


25 


1 


1 


0 


1 


1 


1 


27 


1 


1 


1 


0 


0 


< 


28 


1 


1 


1 


0 


1 


= 


2B 


1 


1 


1 


1 


0 


> 


30 



(^1 Factory-set address. 
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2-13. COAXIAL CONNECTORS. 

Coaxial mating connectors used with the Signal Generator should be either 50-ohm BNC male 
connectors or 50-ohm Type N male connectors that are compatible with those specified in US 
MIL^-39012. 

2-14. TIMEBASE LOOPING CABLE (OPTION 001 ONLY) 

The coaxial Iiroebase Looping cable, supplied with Option 001, should be connected between the 
HIGH STABILITY TIME BASE OUTPUT connector and the TIME BASE INPUT connector on 
the rear panel of the Signal Generator. 



2-15. PULSE MODULATION INPUT IMPEDANCE (HP 8657B OPTION 003 OR 004 ONLY) 

You can set the input impedance of the Pulse Modulation Input to 50 ohms or high impedance. 
The input impedance is set to high impedance when the HP 8657B is shipped. To change the input 
impedance use the following procedure: 

Switch off the HP 8657B and remove the power cable. 

b. Remove the four screws which secure the strap handle and handle caps. Remove the bottom 
cover* 

c. Refer to Hgure 2-6. Locate the selection link Wl. When this is set to position 1, the input 
impedance is set to 50 ohms; when it is set to position 2, the input impedance is set to high 
impedance. Set WI into the position you require. 

d. Replace the bottom cover by reversing the procedure in step b. 




Figure 2^6* Pulse Modulation Input impedance selection 



2-16. BENCH OPERATION 

The instrument cabinet has plastic feet and foldaway tilt stands for convenience in bench operation. 
(The plastic feet are shaped to ensure self-alignment of instruments when they are stacked.) The tilt 
stands raise the front of the Signal Generator for easier viewing of the front-panel. 
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2-17. RACK MOUNTING 



NOTE 

The HP 8656B and HP 8657A each weigh 18J kg (40 lb). The HP 8657B 
weighs 20,5 kg (45 lb). Care must be exercised when lifting to avoid personal 
injury. Use equipment slides when rack mounting. 

Rack mounting information is provided vrfth the rack mounting kits. If a kit was not ordered with 
the Signal Generator as an option, it may be ordered through the nearest Hewlett-Packard office. 
Slide rack mount kits are discussed in the following paragraphs; refer to paragraph 1-6, Mechanical 
Options, in Section 1 for information and part numbers pertaining to other rack mount kits. 

Slide rack mount kits allow the convenience of rack mounting with the flexibility of easy access. 
The slide kits for the Signal generator are listed below. 



Standard Slide Kit for HP rack enclosures HP 1494-0060 

Special Tilt Slide Kit for HP rack enclosures HP 08656-82001 



Slide Adapter Bracket Kit for Standard Slides (for non -HP rack enclosures) .... HP 1494-0061 

2-18. INTERNAL BATTERY 



WARNING 



This product tises a lithium battery which may explode if mishandled. 

DO NOT recharge or disassemble the battery, and do not dispose of it by 
burning. Check your local country regulatory requirements for the disposal of 
lithium batteries. When the battery needs replaced, use only the battery listed 
in Section 6 of the appropriate Service Manual 

The lithium battery on the Processor board., which is used as a power supply for the non volatile 
memory^ should be replaced at approximately 3 year intervals* 

When the battery needs replaced, the HP S656B and HP 8657 A will display decimal points in the 
frequency window, at power on* The HP 8657B will display CLEARING in the frequency window, 
at power on* Refer to the Service Manual for information about replacing the battery* 

NOTE 

You can still use all the features of the Signal Generator except for Storing 
and Recalling front-panel set-ups, when the battery needs replaced. However, 
it is recommended that you replace the battery as soon as the error occurs. 
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2-19. STORAGE AND SHtPMENT 
Environment 

The Signal Generator should be stored in a clean, dry environment. The following environmental 
limitations apply to both storage and shipment. 



Temperature -40“ C to + 70° C 

Humidity 95% relative 

Altitude 15,300 meters (50,000 feet) 



Packaging 

OriQlitsI Packaging. Containers and materials identical to those used in factory packaging are 
available through Hewlett-Packard oflices. If the Signal Generator is being returned to Hewlett- 
Packard for servicing, attach a tag indicating the type of service required, return address, model 
number, and full serial number. Also, mark the container FRAGILE to assure careful handling. In 
any correspondence, refer to the Signal Generator by model number and full serial number. 

Other Packaging. The following general instructions should be used for repackaging with 
commercially available materials. 

a. Wrap the Signal Generator in heavy paper or plastic. (If shipping to a Hewlett-Packard office 
or service center, attach a tag indicating the type of service required, return address, model 
number, and full serial number.) 

b. Use a strong shipping container. A double-wall carton made of 2.4 MPa (350 psi) test material 
is adequate. 

c. Use enough shock-absorbing material (75 to 100 millimeter layer; 3 to 4 inches) around all sides 
of the Signal Generator to provide a firm cushion and to prevent movement in the container. 
Protect the front-panel with cardboard. 

d. Seal the shipping container securely. 

e. Mark the shipping container FRAGILE to assure careful handling. 
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Section 3 
OPERATION 



3-1. INTRODUCTtON 

This sectioQ provides complete operating information for the Signal Generator. The information 
contained in this section i$ detailed below. 

3-2. LOCAL OPERATION 

Information covering front-panel operation of the Signal Generator is contained in this section and 
in the sepeiate Qui^ Reference Guide. 

Quick Reference Gidde This seperate booklet aims to get you ready to use the Signal Generator. 
It takes you tbrou^^ switch-on, introduces the Signal Generator’s features and how to set them and 
provides simple procedures to demonstrate how easy the Signal Generator is to use. 

Detailed Operating instructions (refer to page 3*1 7). The detailed operating instructions provide 
comprehensive information about all of the Signal Generator functions and features. Table 3-8 is an 
index (in functional order) to the detailed operating instructions. 

3-3. REMOTE OPERATION (HP-IB) 

If you have a suitable controller, the Signal Generator can be operated remotely via the Hewlett- 
Packard Interfoce Bus (HP-IB). If you are not familiar with the HP-IB, you may want to refer to the 
document "Tutorial Description of the HP-IB", HP part number 5952-0156. 

HP-IB information for the Signal Generator is contained in the following areas of this section: 

a. General HP-IB information begins with paragraph 3-5. 

b. A summary of HP-IB capabilities is provided in Table 3-7. 

c. A summary of program codes is provided in Tables 3-4 and 3-5. 

<L Detailed information relating to the Signal Generator HP-IB programmable features together 
with tables and examples of associated program codes, are provided in the detailed operating 
instructions at the end of this section. 

3-4. USER CONFIDENCE TESTS 

The User Confidence Tests provide procedures to allow you to check that the Signal Generator is 
operating correctly, in both local and remote modes. Refer to page 3-71. 
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3-5. REMOTE OPERATION, HEWLETT-PACKARD INTERFACE BUS 

The Signal Generator can be operated through the Hewlett-Packard Interface Bus (HP-IB), Bus 
compatibility, programming, and data formats are described in the following paragraphs. 

All front-panel functions (except for DSPL, DSPL in conjunction with SEQ, display Amplitude 
Offset, Backspace (<=), COARSE TUNE, FINE TUNE, clearing the NVM and displaying the HP-IB 
address) are programmable through HP-IB. 

A quick check of the Signal Generator HP-IB input/output capability is described in paragraph 3-12, 
Functional Checks. These checks can be used to verify that the Signal Generator responds 
correctly to the HP-IB messages described in Table 3-7. 

HP-IB Compatibility 

The Signal Generator has an open-collector, TTL, HP-IB interface. The Signal Generator can be 
used with any HP-IB computing controller or computer for automatic system applications. The 
Signal Generator is fully programmable via the HP-IB, The Signal Generator programming capability 
is described by the 13 HP-IB messages listed in Table 3-7, Foremost'among these messages is the Data 
message. Data messages contain the program codes that control the Signal Generator output signal. 
The Signal Generator’s complete compatibility with HP-IB is further defined by the following list of 
interface functions: SHO, El, AHl, TO, L2, SRO, RLl, PPO, DCl, DTO, and CO. A more detailed 
explanation of these compatibility codes can be found in the IEEE Standard 488 (and the identical 
ANSI Standard MCI. I). For more information about HP-IB, refer to the Hewlett-Packard Electronic 
Instruments and Systems catalog and the booklet titled “Tutorial Description of the HP-IB” (HP nart 
number 5952-0156). 

Remote Operation 

Remote Capability. In remote operation, the front-panel keys are disabled (except for the POWER 
switch and the LOCAL key). The Signal Generator can only be addressed to listen. When addressed 
to listen, the Signal Generator responds to the following messages: Data, Clear, Remote, Local, Local 
Lockout, Clear Lockout/Set Local, and Abort. Each is discussed in detail further on in this section. 

Local-tO’Remote Change. The Signal Generator switches to remote operation when the Remote 
message is received. The Remote message is comprised of two parts. They are: 

• Remote Enable bus control line (REN) set true. 

• Device listen address received once (while REN is true). 

The Signal Generator RMT and ADRS annunciators will both light, and its output signal and all 
preselected functions remain unchanged when the local-to-remote transition occurs. 

Local Operation 

Local Capability. In local operation, the Signal Generator front-panel is fully operational, and will 
respond to the Remote message. Whether addressed or not, the Signal Generator also responds 
to the Clear, Local Lockout, Clear Lockout/Set Local, and Abort messages. It will not, however, 
respond to the Data message unless it has been previously addressed. 

Remote-tO-Local Change. The Signal Generator returns to local operation when the Local message 
(GTL) or Clear LockouVSet Local message is received. The Clear Lockom/Set Local sets 

the Remote Enable bus control line (REN) false. The Signal Generator can always be set to local 
operation by pressing the front-panel LOCAL key, provided that local lockout is not set. The output 
signal remains unchanged, and all preselected functions remain unchanged when the remote-to-local 
transition occurs. 
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Local Lockout. When a data transmission is interrupted, which can happen if the Signal Generator 
is returned to local operation by pressing the LOCAL key, the data could be lost. This would leave 
the Signal Generator in an unknown state. To prevent this, a local lockout is recommended. Local 
lockout disables the LOCAL key and allows return*to-local only under program control. 

NOTE 

Retum-to~local can also be accomplished by setting the POWER switch to 
STBY, and then back to ON, This technique, however, has some potential 
disadvantages. 

It defeats the purpose and advantage of local lockout, since the system 
controller will lose control of the Signal Generator. 

Some HP-JB conditions are reset to their default state during turn on. 



Addressing 

The Signal Generator interprets the byte of information on its eight data input/output bus lines as 
either an address or a bus command. Whenever the bus is in the command entry mode, the Attention 
bus control line (ATN) is true and the Interface Clear bus control line (IFC) is false. Whenever the 
Signal Generator is being addressed (whether in local or remote operation), the front-panel ADRS 
annunciator will light. 

The Signal Generator listen address is set by an internal switch. The address selection procedure is 
described in Section 2, Installation. The decimal equivalent of the listen address can be displayed 
in the MODULATION Display by pressing the SHIFT key first and then pressing and holding the 
LOCAL key. Refer to Table 3-1 for a list of the valid decimal (listen address) values and their 
equivalent ASCII characters. 



Table 3—1, Valid Decimal Values vs. Equivalent ASCII Charaaers 



Equivalent 
Decimal Value 
(Listen) 


Equivalent 
ASCII Character 
(Ucten) 




Equivalent 
Decimal Value 
(Listen) 


Equivalent 
ASCII Character 
(Listen) 


00 


SP 




16 


0 


01 


! 




17 


1 


02 






18 


2 


03 


# 




19 


3 


04 


$ 




20 


4 


05 


% 




21 


5 


06 


& 




22 


6 


07(^1 






23 


7 


06 


( 




24 


8 


09 


) 




25 


9 


10 


-* 




26 




11 


4 - 




27 


t 


12 


1 




28 


< 


13 






29 




14 






30 


> 


15 


/ 








U) Factory-set address. 
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Data Messages 

The Signal Generator communicates on the interface bus with Data messages. Each Data messagt 
consists of one or more bytes of information sent over the ei^t data input/output bus lines DIOl 
through DIGS during the data entry mode. The data entry mode is established when the Attentior 
bus control line (ATN) is false. Data messages include the program codes listed in Tables 3-^ 
and 3-5. These program codes contain the necessary information to program virtually all of th< 
Signal Generator functions available in local operation. The only exceptions are DSPU DSPL ir 
conjunction with SEQ, display Amplitude Offset, Backspace, COARSE TUNE, FINE TUNE, anc 
display HP-IB ADRS. 

Receiving the Data Message 

The Signal Generator must be in remote operation and addressed to listen before it can respond tc 
Data messages. The Signal Generator remains addressed to listen until it receives an Abort message 
or a universal unlisten command from the controller. 

The paragraph entitled Switching Characteristics, shows how the Signal Generator responds to Date 
Messages. Timing considerations and other characteristics pertinent to operation are included. 

Data Message input Format. Data messages contain the controUer’s talk address, the Signa! 
Generator listen address, a string of program codes, and an End of String message (EOS). The string 
of program codes follows the same protocol as a front-panel keystroke sequence in local operation 
The EOS message can be a Line Feed (LF), a bus END message (EOl and ATN bus control line; 
both set true), or an internally produced EOS. 

The following paragraphs explain other key elements of the program code strings. Figure 3-1 provide; 
some examples of Data messages. 







CONTROLLER’S 
TALK ADDRESS 

SIGNAL 
GENERATOR’S 
LISTEN ADDRESS 



'' 'V 

CONTROLLER’S 
TALK ADDRESS 

SIGNAL 
GENERATOR’S 
LISTEN ADDRESS 
V J 



EXAMPLE 1 



FR123.4M2 


AP-10DM 


AMS4 J 


r END-OF- ^ 
STRING 1 


Set frequency 


Set Amplitude 


Set Amplitude 


MESSAGE 


to 123.4 MHz 


to -10 dBm 


Modulation Off 


L J 



EXAMPLE 2 



APIS10D6 

Set Amplitude 
Increment 
to 10 d& 



T 



Set Up 
(In this case, 
one increment 
of amplitude). 



UPUP...UP 



Step Up 
(In this case. 

multiple 
increments of 
amplitude). 



ENO-OF- 
STRING ^ 
MESSAGE 






Figure S—1. Data Message Example. 
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NOTE 

After any function terminator (UNITS entry) is sent to the Signal Ceneratpr, 
the Signal Generator is unable to respond to the interface bus until the 
microprocessor has completed execution of the particular task. Any attempt 
to send data to the Signal Generator delays bus operation until the execution 
is complete. The normal terminators carriage-return, and line-feed are 
considered further data. Data cannot be sent on the bus until the Signal 
Generator has processed the carriage-return, and line-feed. The bus is free, 
however, for communication between controller and other equipment. It is 
recommended that the carriage-return, and line-feed be omitted from data 
messages sent to the Signal Generator by using a semicolon after the function 
terminator. 



Keyboard'to-Program Code Correlation. There is a program code that corresponds to nearly every 
front-panel key. The exceptions are DSPL, DSPL in conjunction with SEQ, display Increment Set, 
^cfepac^ COARSE TUNE, FINE TUNE, and display HP-IB ADRS. In addition, the program code 
IE IS available for earner frequency entries, RP is avadable to reset the reverse power protection 
OTcmtry after the source of reverse power has been removed, and RO and R1 are available to place 
the Signal Generator in the STBY and ON states, respectively. 

Value-Selectable Parameters. Carrier parameters are set using a Function-Data-Units sequence of 
program codes, while modulation parameters are set using a Source-Function-Data-Units sequence 
of program codes. Single-value parameters; such as, INT 400 Hz, INT 1 kHz, and so forth, are set 
with a single program code sequence. 

Data. The term “Data” in each program sequence refers to the numeric value and not to the entire 
Data m^ge. Data can be any number of arbitrary length in fixed point notation. Digits that exceed 
the maximum data length for the particular function will be truncated. This maximum limit includes 
any embedded decimal points. In Ae case of the Amplitude function, this maximum limit also 
includes the minus sign. The minus sign is only applicable during Amplitude Data entries. Table 3-2a 
and Table 3-2b summarizes these input data restrictions. A complete list of ASCII characters with 
conversions to binary, octal, decimal, and hexadecimal is provided in Table 3-6. 



Table 3-2a. Input Data Restrictions (HP 8656B/57A) 



Function 


Maximum 
Data Length 


Decimal Point 
Allowed 


Minus Sign 
Allowed 


Frequency 


9 Digits 


Yes 


No 


Amplitude 


9 Digits (1 ) 


Yes 


Yes 


AM 


2 Digits 


Yes 


No 


FM 


2 Digits 


Yes 


No 


Increment Set 


Same as for selected function 


Yes 


No 


NOTES: 








1. In the Amplitude function, leading leros are not counted. 
2* Unused or unidentifiable characters are Igrtcred. 




3. ather upper or lower case letters can be used m Data messages. 




4, Only the toUowing ASCII characters are recognized by the HP B€S€B/57A: 


a*z 0-9 LF - 

AB other characters, including spaces, are ignored. 


% 
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Table S-^2b. Input Data Restrictions (HP 8657B) 



Function 


Maximum 
Data Length 


Decimal Point 
Allowed 


Minus Sign 
Allowed 


Frequency 


10 Digits 


Yes 


No 


Amplitude 


9 Digits (1) 


Yes 


Yes 


AM 


3 Digits 


Yes 


No 


FM 


3 Digits 


Yes 


No 


Increment Set 


Same as for selected function 


Yes 


No 


NOTES; 

1 . In the Amptitude function, fading zeros are not counted. 

2. Unused or unidentifiable characters are ignored, 

3. Either upper or lower case letters can be used In Data messages, 

4. Only the following ASCII characters are recognized by the HP BS578: 

A-Z a-z 0-9 LF - . % 

AN other characters, including spaces, are ignored. 





Sending the Data Message 

TTie Signal Generator does not have the capability to talk; therefore, it cannot send Data messages. 

Receiving the Trigger Message 

The Signal Generator does not have the capability to respond to the trigger message. 



Receiving the Clear Message 

The Signal Generator responds to a Clear message by setting each function parameter to the valut 
listed in Table 3-3. The Signal Generator responds equally to the Selected Device Clear (SDC) bu; 
command when addressed to listen, and to the Device Clear (DCL) bus command whether addressee 
or not. 



Table 3—S. Response to Clear Message. 



Parameter 


Vafue 


Carrier Frequency 


100.00000 MHz 


Output Amplitude 


-143.5 dBm^ 


AM Depth 


0% 


FM Peak Deviation 


0,0 kHz 


Carrier Frequency Increment 


10.00000 MHz 


Output Amplitude increment 


10.0 dB 


AM Depth Increment 


1% 


FM Peak Deviation Increment 


1.0 kHz 


Coarse and Fine Tyne Pointer 


10.00000 MHz 


Sequence Counter 


0 


100 Saved Set Ups 


Remain unchanged 


^HP 8656B will set to -127 dBm. 



3-6 Remote Operation, Hewlett-Packard Interface Bus 



Model 8656B/8657A/8657B 



Operation 



Receiving the Remote Message 

Remote message is comprised of two parts. First, the Remote Enable bus control line (REN) 
IS held true, then the device listen address is sent by the controller. These two actions combine to 
place the Signal Generator into remote operation. Therefore, the Signal Generator is enabled to go 
into remote operation when the controller begins the Remote message, but it does not actually make 
the transition until it is addressed to listen for the first time. All Signal Generator settings remain 
unchanged when the transition from local-to-remote operation occurs. The front-panel RMT and 
ADRS annunciators will both light once the Signal Generator has received the Remote message and 
is addressed to listen. 

Receiving the Local Message 

The Local message is the means by which the controller sends the Go to Local (GTL) bus command. 
If addressed to listen, the Signal Generator returns to local operation (full front-panel control) when 
it receives the Local message. If the Signal Generator is in local lockout when the Local message is 
received, full front-panel control is returned, but local lockout remains in effect. Unless the Signal 
Generator receives the Clear Lockout/Set Local message, it returns to local lockout the next time 
It receives a Remote message. All Signal Generator settings remain unchanged when the transirion 
from rernote-to-local operation occurs. 

The front-panel RMT annunciator turns off when the Signal Generator switches to local operation. 
However, the front-panel ADRS annunciator remains lit if the Signal Generator is still being 
addressed to listen (whether in remote or local operation). 

The front-panel LOCAL key can also be used to return the Signal Generator to local operation. 
However, pressing the LOCAL key (when the Signal Generator is not in local lockout) might interrupt 
a Data message being sent to the Signal Generator. This would leave the Signal Generator in a state 
unknown to the controller. This situation is undesirable and can be avoided by sending the Local 
Lockout message to disable the LOCAL key. 

Receiving the Local Lockout Message 

The Local Lockout message is the means by which the controller sends the Local Lockout (LLO) bus 
comman d. If the Signal Generator is in remote operation, it responds to the Local Lockout message 
by disabling the front-panel LOCAL key. Local lockout prevents the loss of data or system control 
due to someone accidentally pressing any of the front-panel keys. If the Signal Generator is in local 
operation when it is enabled to remote operation (that is, REN is set true) and it receives the Local 
Lockout message, it switches to remote with local lockout operation the first time it is addressed to 
listen. Once in local lockout, the Signal Generator can only be returned to local operation by the 
controller or by unplugging or switching the Signal Generator to STBY and then back to ON. 

Receiving the Clear Lockout/Set Local Message 

Clear Lockout/Set Local message is the means by which the controller sets the Remote Enable 
bus control line (REN) false. The Signal Generator returns to local operation (full front-panel 
control) when it receives the Clear UckouVSet Local message. All Signal Generator settings remain 
unchanged when the transition from remote with lockout to local operation occurs. 

The front-panel RMT annunciator is turned off when the Signal Generator switches to local 
operation. 
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Receiving the Pass Controi Message 

The Signal Generator does not respond to the Pass Control message because it cannot act as 
controller. 



Sending the Require Service Message 

The Signal Generator does not have the capability to require service by setting the Service Reques 
bus control line (SRQ) true. 

Sending the Status Byte Message 

The Signal Generator does not have the capability to respond to a Serial Poll Enable (SPE) bu' 
command; therefore, it cannot send the Status Byte message. 

Sending the Status Bit Message 

The Signal Generator does not have the capability to respond to a Parallel Poll Enable (PPE) bu< 
command; therefore, it cannot send the Status Bit message. 

Receiving the Abort Message 

the controller sets the Interface Clear bus control line 
(IFC) true. When the Abort message is received, the Signal Generator becomes unaddressed anc 
stops listening. 



Table 3~4. HP-IB Program Codes (Alphabetical Order) 



Program 

Code^ 


Parameter 


Comments 


AM 


Amplitude Modulation 


Function Entry 


AO 


Amplitude Offset 


Function Entry 


AP 


Amplitude (carrier) 


Function Entry 


DB 


dB 


Units Entry 


DF 


dBf 


Units Entry 


DM 


dBm 


Units Entry 


DN 


Step Down (’B) 


Function Feature 


EM 


EMF 


Units Entry 


FM 


Frequency Modulation 


Function Entry 


FR 


Frequency (carrier) 


Function Entry 


GT 


Flexible Sequence 


Feature 


HI 


HI ALC^ 


Function Feature 


H2 


Hz 


Units Entry 


IS 


Increment Set 


Function Qualifier 


K2 


kHz 


Units Entry 


LO 


LO ALC^ 


Function Feature 


MV 


mV 


Units Entry 


MZ 


MHz 


Units Entry 


ProgfHam cod€^$ can be either upper or lower case. 




^ Not available on the HP 66565. 
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Table 3—4. HP-IB Program Codes (Alphabetical Order Cont'd) 



Program 

Code^ 


Pammeter 


Comments 


PC 


Percent ® 


Units Entry 


PD 


Phase Decrement 


Function Feature 


PF 


Pulse Modulation (Fast Mode) ® 


Function Entry 


PI 


Phase Increment 


Function Feature 


PM 


Pulse Modulation ® 


Function Entry 


QS 


Reverse Sequence 


Feature 


RC 


Recall (0-9) 


Feature 


RL 


Recall (0-39) 


Feature 


RP 


Reverse Power Protection Reset * 


Feature 


RO 


Standby 


Feature 


R1 


On 


Feature 


R2 


RF OFF 


Function Feature 


R3 


RFON 


Function Feature 


R6 


RF DEAD® 


Function Feature 


SQ 


Sequence 


Feature 


ST 


Save (0-9) 


Feature 


SV 


Save (0-99) 


Feature 


S1 


External Modulation Source 


Source Qualifier 


S2 


Internal 400 Hz Modulation Source 


Source Qualifier 


S3 


Internal 1 kHz Modulation Source 


Source Qualifier 


S4 


Modulation Source Off 


Source Qualifier 


S5 


DC FM 


Function Entry 


UP 


Step Up (17) 


Function Feature 


uv 


p\f 


Units Entry 


VL 


Volts 


Units Entry 


0-9 


Numerals 0-9 


Data Entries 


- 


Minus Sign 


Data Entry 




Decimal Point 


Data Entry 


% 


Percent^ 


Units Entry 


^ Program codes can be either upper or bwer case. 

® Other PC or % can be used. 

The source of reverse power must be removed. 

^ You car> select 2 modes for Pulse Modulation. 

^ Switches In all attenuator pads for reduced spurs (HP 3657B only). 
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Table 3—S. HP-IB Program Codes (Functional Order) 



Parameter 


Program 

Code^ 




Parameter 


Program 

Code^ 


Frequency 






Units (Cont’d) 




Frequency (carrier) 


FR 




mV 


MV 








PV 


UV 


Amplitude 






Hz 


HZ 


Ampittude (carrier) 


AP 




kHz 


KZ 


Amplitude Offset 


AO 




MHz 


M2 








Percent® 


PC 


Modulation 






Percent® 


% 


Amplitude Modulation 


AM 








Frequency Modulation 


FM 




Other 




External Modulation Source 


SI 




HI ALC® 


HI 


Internal 400 Hz Modulation Source 


B2 




LO ALC® 


LO 


Internal 1 kHz Modulation Source 


S3 




Step Up (U) 


UP 


Modulation Source Off 


S4 




Step Down (-0) 


DN 


DC FM 


ss 




Increment Set 


IS 


Pulse Modulation 


PM® 




Phase Increment 


Pf 


Pulse Modulation (Fast Mode) 


PF® 




Phase Decrement 


PD 








Standby 


RO 


Data 






On 


R1 


Numerals 0-9 


0-9 




RF OFF 


R2 


Minus Sign 


— 




RF ON 


R3 


Decimal Point 


♦ 




RF DEAD® 


R5 








Save (0-9) 


ST 


Units 






Recall (0-9) 


RC 


dB i 


DB 




Save (0-99) 


sv 


dBf 


DF 




Recall (0-99) 


RL 


dBm 


DM 




Sequence 


SEQ 


EMF 


EM 




Flexible Sequence 


GT 


Volts 


VL 




Reverse Sequence 


QS 








Reverse Power Protection Reset® 


RP 


^ Program codes can be either upper or lower case. 






^ Not available on the HP 0656B. 








^ Either PC or % can be used. 








^ The source of reverse power must be removed. 






^ There are two modes you can select for Pulse Modulation. 




® This function switches in all attenuator pads for reduced spurs (HP 8657B only). 





NOTE 

Pidse Modulation is available as an option on the HP 8657B only. 



3-10 



Model 8656B/8657A/8657B 



Operation 



Table 3—61 Commonly Used Code Conversiotts 



ASCII 


Bifiarr 


(kill 


Dedmil 


Heitdedfflal 




ASCII 


Nnsiy 


Octal 


Doctniil 


HexaMmal 


HUL 


00 000 000 


000 


0 


00 




@ 


01 000 000 


100 


64 


40 


SOH 


ooooo oot 


001 


1 


01 




A 


01 000 001 


101 


65 


41 


STX 


00 000 010 


002 


2 


02 




B 


01 000 010 


102 


66 


42 


ETX 


00 QOO 011 


003 


3 


03 




C 


01 000 oil 


103 


67 


43 


EOT 


00 000 100 


004 


4 


04 




D 


01 000 too 


104 


68 


44 


ENQ 


00 000 101 


005 


5 


05 




E 


01 000 101 


105 


69 


45 


ACK 


00 000 110 


006 


G 


06 




F 


01 000 no 


loe 


70 


46 


BEL 


00 000 111 


007 


7 


07 




0 


01 000 111 


107 


71 




BS 


00 001 000 


010 


8 


08 




H 


01 001 ooo 


110 


72 


48 


HT 


00 001 001 


on 


9 


09 




1 


01 001 001 


m 


73 


49 


LF 


00 oot 010 


012 


10 


OA 




J 


01 001 010 


112 


74 


4A 


VT 


00 0O1 on 


013 


11 


OB 




K 


01 001 on 


113 


75 


43 


FF 


00 001 too 


014 


12 


OC 




i. 


01 001 100 


114 


7$ 


4C 


CR 


00 oot 101 


015 


13 


OD 




M 


01 001 101 


115 


77 


40 


SO 


00 001 no 


016 


14 


OE 




N 


01 oot no 


116 


78 


4E 


St 


00 001 111 


017 


15 


OF 




0 


01 001 111 


117 


79 


4F 


OLE 


00 010 000 


020 


16 


10 




P 


01 010 000 


120 


ao 


SO 


DC1 


00 010 001 


021 


17 


11 




Q 


01 010 001 


121 


81 


St 


OC2 


00 010 010 


022 


18 


12 




R 


01 010 010 


122 


82 


52 


OC3 


00 010 oil 


023 


19 


13 




S 


01 010 011 


123 


63 


53 


DC4 


00 010 too 


024 


20 


14 




T 


01 010 100 


124 


84 


54 


NAK 


00 010 101 


025 


21 


IS 




U 


01 010 101 


125 


65 


SS 


SYN 


00 010 110 


026 


22 


16 




V 


01 010 110 


126 


86 


56 


ETS 


00 010 nt 


027 


23 


17 




w 


01 010 lit 


127 


87 


57 


CAN 


00 on 000 


030 


24 


16 




X 


01 oil 000 


130 


88 


58 


EM 


00 on 001 


031 


2S 


19 




Y 


01 on 061 


131 


89 


59 


SUB 


00 011 010 


032 


26 


1A 




z 


m on 010 


132 


90 


5A 


esc 


00 on on 


033 


27 


ie 




[ 


01 on oil 


, 133 


91 


5B 


FS 


00 on 100 


034 


28 


1C 




\ 


01 oil 100 


134 


92 


SC 


GS 


00 011 101 


035 


29 


ID 




; 1 


01 oil 101 


135 


93 


50 


RS 


00 on no 


036 


30 


IE 




A 


01 oil 110 


136 


94 


5E 


US 


00 on 111 


037 


31 


1F 




- 


01 011 111 


137 


95 


5F 


SP 


00 100 000 


040 


32 


20 




* 


01 100 000 


140 


96 


60 


! 


00 100 001 


041 


33 


21 




m 


01 100 001 


141 


97 


61 


- 


00 too 010 


042 


34 


22 




b 


01 100 010 


142 


98 


62 


# 


00 too on 


043 


35 


23 




c 


01 100 011 


143 


99 


63 


$ 


00 100 100 


044 


36 


24 




d 


01 100 100 


144 


100 


64 


% 


00 100 101 


045 


37 


25 




« 


01 100 101 


145 


101 


65 


A 


00 100 110 


046 


38 


26 




f 


61 100 116 


146 


102 


66 




00 100 111 


047 


39 


27 




9 


01 too 111 


147 


103 


67 


( 


00 101 000 


050 


40 


28 




h 


01 101 ooo 


ISO 


104 


68 


) 


00 101 001 


OSl 


41 


29 




i 


01 101 001 


151 


105 


69 




00 101 010 


052 


42 


2A 




j 


01 101 010 


152 


106 


6A 


+ 


00 101 oil 


053 


43 


2B 




k 


01 101 011 


1S3 


107 


6B 




00 101 100 


054 


44 


2C 




j 


01 101 100 


154 


T03 


6C 


_ 


00 101 101 


OSS 


45 


2D 




m 


01 101 101 


155 


10$ 


60 




00 101 no 


056 


46 


2i 




It 


01 101 110 


156 


110 


6E 


/ 


00 101 111 


057 


47 


2F 




o 


01 101 in 


157 


111 


6F 


0 


00 110 DOG 


060 


48 


30 




P 


01 no ooo 


160 


112 


70 


1 


00 110 001 


061 


49 


31 




q 


01 110 001 


161 


113 


71 


2 


00 110 010 


062 


50 


32 




r 


01 no 010 


162 


114 


72 


3 


00 110 oil 


063 


51 


33 




5 


01 110 oil 


163 


115 


73 


4 


00 no 100 


064 


52 


34 




t 


01 no too 


164 


116 


74 


& 


00 110 101 


065 


53 


1 ^ 




1 U 


01 110 161 


165 


117 


75 


6 


00 no 110 


066 


54 


36 




V 


01 110 110 


166 


118 


76 


7 


00 no 111 


067 


55 


37 




w 


01 110 111 


167 


119 


77 


e 


00 111 000 


070 


56 


38 




K 


61 111 ooo 


170 


120 


76 


9 


00 111 001 


071 


57 


39 




y 


01 111 001 


171 


121 


79 


- 


00 in 010 


072 


58 


3A 




z 


01 111 cno 


172 


122 


7A 




00 111 011 


073 


59 


3B 




1 


01 in on 


173 




i 


< 


00 111 100 


074 


60 


X 




1 


01 111 100 


174 


124 


7C 




00 111 101 


075 


61 


3S 




I 


01 111 101 


175 


125 


70 


> 


00 111 no 


076 


; 62 


3E 






61 111 110 


176 


126 


7E 


? 


00 tit lit 


077 




3F 




DEL 


01 111 111 


177 


127 


7F 
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Table 3~7, HP~1B Message Reference Table 



HP-IB 

Capability 


Applicable 


Response 


Related 

Commands 

and 

Controls* 


Interface 

Functions* 


Data 


Yes 


All Front^Panel functions* except for DSPL, DSPL in 
conjunction with SEQ* display Amplitude Offset, Backspace, 
COARSE TUNE, FINE TUNE, and display HP-IB ADRS are 
programmable. The front panel ADRS annunciator lights when 
the Signal Generator is addressed to listen. 




TO. 12 . 
AH1, SHO 


Trigger 


Mo 


The Signal Generator does not have a device trigger (DTO) 
capability. 


GET 


DTO 


Clear 


Yes 


Resets the Signal Generator to a carrier frequency of 
too MHz, an output amplitude of -143.5 dBm. and no 
modulation. Responds equally to Device Clear (DCL) and 
Selected Device Clear (SOC) bus commands. 


DCL, SDC 


DC1 


Remote 


Yes 


Remote operation is entered when the Remote Enable (REN) 
bus control line ts true and the Signal Generator is first 
addressed to listen. The front-panel RMT and ADRS 
annunciators both light when remote operation is entered, all 
front-panel keys are disabled (except for the LOCAL key and 
the POWER switch), and the output signal remains unchanged. 


REN 


RL1 


Local 


Yes 


The Signal Generator returns to local operation (full 
front-panel control) when either the Go to Local (GTL) bus 
command is received or the front-panel LOCAL key is pressed. 
The output signal remains unchanged. 


GTL 


RL1 


Local Lockout 


Yes 


Disables the front-panel LOCAL key so that only the controller 
can return the Signal Generator to local operation. 


LLO 


RLl 


Clear 

Lockout/Set 

Local 


Yes 


The Signal Generator returns to local operation and local 
lockout is cleared when the REN bus control line goes false. 


REN 


RL1 


Pass 

Control/Take 

Control 


No 


The Signal Generator has no control capability. 




CO 


Require Service 


No 


The Signal Generator does not have the capability to request 
service. 




SRO 


Status Byte 


No 


The Signal Generator does not have the capability to respond 
to a serial poll. 




TO 


Status Bit 


No 


The Signal Generator does not have the capability to respond 
to a parallel poll enable. 




PPO 


Abort 


Yes 


The Signal Generator stops listening. 


IFC 


TO, L2 


Driver 

Electronics 


Yes 


The Signal Generator has an open-collector, TTL, interface. 




El 


• Comm*ndt, Corrtrel lin« and Interface Fu^>ctk>^ts are defined in IEEE Std 488 {and the identical ANSI Standard MCl.R Knowledge of the** mjoht nc 
lioST programming in ternu of the twelve HPJB Mesiages tihown ky the Jett wiuinn. Complete HP-IB capability as defim 

498 {and the identical ANSI Standard ic SHO. Et. AH1, TO. U. SRO, RL1. PPO 0C1 OTO and CO 


tt be necesAry 
vi ki IEEE Std 
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3^. SWITCHING CHARACTERISTICS 

The Signal Generator switching characteristics are an important consideration in applications 
involving a computer controller. If the timing requirements are not taken into account in the 
controller’s program, it will be impossible in many situations to make meaningful measurements on 
a device driven by the Signal Generator, 

Switching times for frequency, modulation, and amplitude have several characteristics in common. 
In each case a finite amount of time passes from the command (manual or computer generated) 
until the required output occurs. Software execution time is required for the microprocessor and 
related digital circuits to process the data. This begins with a valid final terminator (keystroke or 
data entry) and ends with the execution in the hardware. The software time may vary considerably 
depending on the function. Examples are internal instructions to more than one hardware location, 
(may be serial, parallel, or both) and differing amounts of control data and calculations. 

Hardware execution time will also vary considerably. This depends on the number of circuits 
affected, the length of time each t^es to change, and whether the changes occur one at a time 
or concurrently. 

When the frequency of the HP 8656B is changed, RF is present at the output at all times during 
frequency switching 

When the frequency of the HP 8657A or HP 8657B is changed, the RF OUTPUT is turned off, then 
turned back on to ensure no power spikes. The RF OUTPUT off period is approximately 15 ms. 

The 15 ms RF power drop-out can be disabled by selecting SHIFT then t (FM), that is, the up-arrow 
located below the FM button. This will leave the power output constant during frequency changes, 
that is, power transients are avoided by using a high bandwith ALC (HI ALC) in the output section. 
Selecting SHIFT then (FM), that is, the down-arrow located below the FM button, will return the 
HP 8657A or HP 8657B to normal operation (low bandwith ALC (LO ALC), 15 ms RF drop out 
during frequency switching). 

The HI ALC mode (no drop-out mode) is volatile and cannot be saved as part of a storage register, 
however, recalling a register or sequence wiO not change the current ALC mode. Power up condition 
is LO ALC, 

Frequency Switching, The Signal Generator will typically be within 100 Hz of the final frequency 
and 1 dB of the required level within 25 ms after recei\dng the valid units data (terminator). Figure 
3-2 shows the sequence of events and the typical error frequency relative to time. Area I shows the 
software execution time. Areas II through IV make up the hardware execution time. 

At times certain events in the frequency switching cycle may be bypassed. For example, small 
frequency changes will often eliminate event II, the loop settling time or event III, the FM calibration 
cycle. However, the frequency change that allows these events to be bypassed depends on an 
involved algorithm that is a function of frequency. Therefore, it is best to assume that the entire 
sequence of events shown in Figure 3-2 occurs every time a frequency change is made. 

To minimize the effects of variety in frequency switching times (especially near the frequency band 
edges), switch to the desired frequency from the same direction each time, that is, from either above 
or below the desired frequency. Ideally, the frequency change should be made from the same preset 
frequency. 

During the FM calibration cycle caused by a frequency change, FM modulation is disabled (if it was 
enabled). This also applies to mixed modulation such as FM from two sources, or simultaneous AM 
and FM. After the frequency change and FM calibration is complete, FM modulation is turned back 
on. 
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Amplitude Switching. During an RF amplitude change, the final level is always approached from 
a lower level. This means that a critical amplitude level is never exceeded in the course of normal 
Signal Generator operation. 

Software correction of amplitude with respect to frequency may cause the amplitude to be 
uncalibrated while a frequency change occurs. 

The basic unit for amplitude in the Signal Generator is dBm. An input in other units requires 
^Iculations. This tends to increase the software execution time considerably. For example, an 
input in dBm generally will take about 30 ms from the terminator to the end of software execution. 
Examples of a change with calculations involved are: 

• a preset level in mV with a change in dB, 30 ms 

• a preset level and change in mV, 300 ms 

• a preset level in dBm with a change in mV, 340 ms 

A 10 dB change without modulation (narrowband Automatic Level Control-ALC) may take up to 
50 ms in the vernier hardware circuits. With modulation (wideband ALC) the switching time is 
typically 40 ms. The step attenuator switching time is on the order of 12 ms. 

Total time required for simple amplitude inputs or changes, that is, minimal software and hardware 
execution time is 40 to 50 ms. The most complex change may take up to 400 ms. 

Modulstion Switching. If the RF OUTPUT is modulated, depending on the type of modulation 
selected, the switching time may be increased. There are applications where it is necessary to turn 
modulation on or off, or to change to another modulation level. It takes about 400 ms for the 
modulation accuracy (AM or FM) to be within tolerance from the time the modulation (audio 
oscillator) is initially turned on. An FM deviation change typically occurs 60 ms after the final 
terminator (Units Key) triggers the change. Turning the FM off takes about 20 ms. Amplitude 
modulation normally takes about 120 ms to turn off or to change to a new depth. 




Figure 3—2. Frequency Switching Characteristics 
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3-7. SELECTING THE CORRECT PULSE MODULATION MODE 

NOTE 

Pulse Modulation is available as an option on the HP 8657B only. 

If you want to use Pulse Modulation at a frequency > 1030 MHz, then read the following information 
to help determine which mode of Pulse Modulation you should select for your application. 

You can select two modes of Pulse Modulation: 

• Pulse Modulation. 

• Pulse Modulation (Fast Mode). 

For both modes, if the carrier frequency is >1030 MHz, when Pulse Modulation is selected, or 
the carrier frequency or amplitude is changed with Pulse Modulation selected, then the HP 8657B 
performs an internal calibration. 

The calibration routine turns Pulse Modulation off, switches the RF output on and then calibrates 
the RF output level. When the calibration is complete, the RF output is switched off, and Pulse 
Modulation is switched back on. 

The implementation of this calibration is different for each mode of Pulse Modulation. 

Pulse Modulation Calibration. During the calibration routine, the HP 86S7B*s attenuator is switched 
in to prevent the calibration signal from appearing at the RF OUTPUT. This means that in high cycle 
applications, where the frequency or amplitude of the HP S657B is constantly modihed, then the 
life of the attenuator may be reduced. 

Pulse Modulation (Fast Mode) Calibration. During the calibration routine, the calibration signal or 
pulse will appear at the RF OUTPUT. The pulse duration is approximately 15 ms at the same level 
as the CW level. This might present a problem if the Device Under Test is only designed to accept 
pubes in the ps range. 



CAimON 

The HP 8657B performs a calibration on the output level when Pulse 
Modulation (Fast Mode) is first selected, or when the Amplitude or Frequency 
IS modified with Pulse Modulation (Fast Mode) selected. 

During this calibration, a calibration pulse appears at the RF OUTPUT for 
approximately 15 ms at the same level as the CW level. 

Check the specifications of any equipment which the HP 8657B is being used 
to test, to ensure that the calibration pulse will not cause any damage. 



Impedance Mismatching 

Impedance mismatch b an important consideration in deciding which mode of Pulse Modulation 
to select for applications using a frequency >1030 MHz. 

Pulse Modulation (Fast Mode) calibrates directly into your load. Therefore, the level difference 
between CW RF and pulsed RF will be typically < ±0. 1 dB. 

Pulse Modulation calibrates into the attenuator. This means that any mismatch between your load, 
and the attenuator impedance of 50 ohms, will cause a level difference between CW RF and pulsed 
RF. Typically, for a 50 ohm load, the error will be < ±0.25 dB. 
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NOTE 

77iw error mil only be significant for RF levels > +3,9 dBm, Below this level 
the HP S657B’s attenuator minimizes the effect of any mismatch. 



Summary 

Use Pulse Modulation for; 

a. General purpose bench use, 

b. To test sensitive loads. 

Use Pulse Modulation (Fast Mode) for: 

a. Non SO ohm loads. 

b. When you require best level accuracy. 

c. In ATE applications where attenuator lifespan needs to be maximised. 
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3-9. DETAILED OPERATING INSTRUCTIONS 

The information contained in this section is presented as follows: 

Title: Lists the main feature or function to be discussed. 

Description: Describes the feature or tunction. 

Keystroke Sequence: Provides information to allow you to use the feature or function. 

Example: Describes the necessary steps required to accomplish one or more of the features or 

functions discussed in the “Keystroke Sequence.” 

Keys and Program Codes: Us& a table with the associated keys and HP-IB program codes for 

controller execution of that feature or function. 

Indications: Describes the response of the Signal Generator when the keystroke sequence is 

performed; which annunciators will light, and which displays are used. 

Comments: Describes any miscellaneous information or information to clarify the feature or 

function capabilities. 

Related Instructions: lists other features or functions which are related. 



NOTE 

Pulse Modulation is available as an option on the HP 8657B only. 



Table 5— S. Index of Detailed Operating Instructions 



Instruction Page Instruction Page 



Frequency 3-28 

Frequency, Coarse and Fine Tune 3-30 

Frequency, Phase Up/Down 3-32 

Frequency, Up/Down 3*33 

Amplitude 3-16 

Amplitude Conversion 3-20 

Amplitude Offset 3-22 

Amplitude, Up/Down 3-23 

Modulation, AM 3*42 

M^ulation, AM Up/Down 3-44 

Modulatton, DC FM 3-46 

Modulation, DC FM Up/Down 3-48 

Modulation, External Source 3-50 

Modulation, FM 3-51 

Modulatioa FM Up/Down 3-53 

Modulation, Mixed 3*55 

Modulation, Off 3-60 

Modulation, Pulse 3-62 

Modulation, Pulse (Fast Mode) 3-64 



Increment Value Change 3-37 

Increment Value Display 3-39 

Display 3-26 

Display Amplitude Offset 3-25 

Display Sequertce 3-27 

Instrument Preset 3-41 

Recall 3-66 

RF OFF/ON 3-67 

Sequence 3-69 

Save 3-68 

HP-IB Address Display .3-36 



The detailed operating Instructions are arranged in alphabetical order starting on the next page. 
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Amplitude 



Description 

This instruction details how to set the output amplitude. 

Keystroke Sequence 

Press the AMPTD Function key, the desired Data keys, and a valid Units key or combination of 
valid Units keys. 

Exam pies 

Set the output amplitude to —12.3 dBm. 



LOCAL 


FUNCTION 


DATA 


UNITS 








(keys) 




Qm dia m 


a 


(program 

codes) 


AP -12.3 DM 



Set the output amplitude to —2.0 dB EMF ^V. 





FUNCTION 


DATA 


UHtTS 


LOCAL 








(keys) 


(a 


[zimczis 


S S GD 


(program 

codes) 


AP -2,0 00 EM UV 



Keys and Program Codes 



Keys 


Codes 


AMPTD 


AP 


dBm 


DM 


dSf 


DF 


dB 


OB 


EMF 


EM 


V 


VL 


mV 


MV 


fN 


UV 
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Indications 

The selected output amplitude (with sign and units) will be displayed in the AMPLITUDE Display. 



Comments 

Digits selected beyond the specified resolution of the AMPLITUDE Display are truncated. 

Leading zeros are blanked. 

Calibrated level for the HP 8656B is from -124 dBm to +7.0 dBm with underrange to - 127 dBm and 
overrange to +17 dBm. 

Calibrated level for the HP 8S57A is from -127 dBm to +7.0 dBm with underrange to -143.5 dBm 
and overrange to +17 dBm. 

Calibrated level for the HP 8657B is from -127 dBm to +3.5 dBm with underrange to -143.5 dBm 
and overrange to +17 dBm. 

Minus sign may be entered at any time before the final terminator. 

Amplitude Data entries that would cause the peak envelope power of the Signal Generator to exceed 
+17 dBm are rejected. 

Amplitude function remains selected until: 

a. One of the three remaining functions is selected (AM, FM, or FREQuency), 

b. One of the SAVE, RECALL, SEQuence keys or Display (SHIFT, DSPL) is pressed. 

c. The Signal Generator is preset, unplugged, or switched to standby. 

Fourteen valid units entries are possible which will cause one or more AMPLITUDE annunciators 
to light. They are as follows: 



dBm 

dBf 

dBV 

dBmV 



dBpV V 

dB EMF V mV 

dB EMF mV pV 

dB EMF pV EMF V 



EMF mV 
EMFpV 



Whenever a reverse power condition is detected, all segments and all LED annunciators associated 
with the AMPLITUDE Display flash until the source of reverse power is removed and the AMPTD 
key is pressed. 

Related Instructions 

Amplitude Conversion 
Amplitude, Up/Down 



Amplitude 



3-19 



Operation 



Model 8656B/8657A/86S7B 



Amplitude Conversion 



Description 

This instruction details how to change the AMPLITUDE Display from power units in dBm to any 
one of 13 other valid unit configurations. This feature does not affect the actual output amplitude 
of the Signal Generator. 



Keystroke Sequence 

Press any valid Units key or combination of valid Units keys with the amplitude function selected. 

Example 

The AMPLITUDE display shows 10.0 dBm. Change the display to units of dB pV. (The resulting 
display will be 117.0 dB pV.) 



LOCAL 

(keys) 


PREFIX TERMINATOR 


FINAL TERMINATOR 




GD 


(program 

codes) 


DB UV 



Keys and Program Codes 



Keys 


Codes 


dBm^ 


DM^ 


dBf^ 


DF^ 




D8^'^ 


BMP® 


EM® 


V" 


vO 


mV^ 


MV^ 


pV^ 


UV^ 


^ Rnal Terminator. 


^ Prefix Terminator. 


^ F%iai Terminator for 


IfKjrement Set. 



Indications 

The AMPLITUDE Display changes to reflect the newly selected units, and the corresponding 
annunciator(s) will light. 
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Comments 

The Amplitude function must be selected before the conversion entry or entries are made. 

Logarithmic Data entries (dBm or dBf) will be displayed in the AMPLITUDE Display with 0.1 dB 
resolution. 

The dBm or dBf Units terminator overrides a dB or EMF terminator. 

If a dB or EMF Units terminator is selected, the AMPLITUDE Display is blanked, the corresponding 
annunciator lights, and the Signal Generator waits for a final terminator to be entered. 

Linear Data entries (V, mV, or fiV) are displayed in the three most significant digits of the 
AMPLITUDE Lfisplay, and the linear terminator is autoranged (or adjusted) to comply with this 
condition. 

Conversion formulas used are as follows: 



dB = dBm 



dBf = dBm+ 120.0 
dBV = dBm- IZ.Q 
dBmV = dBm + 47.0 
dB ftV = dBm+ 107.0 
dB EMF V = dBm - 7.0 
dB EMF mV = dBm + 53.0 
dB EMF pV = dBm+ 113.0 

mV = 



EMF V = xo(dS"*-T.o)/30 
EMF mV = io('^™+®3-o)/20 
EMF (iV = 



Related Instructions 

Amplitude 

Amplitude, Up/Down 
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Amplitude Offset 



Description 

This instruction details how to use the Amplitude Offset feature. This feature can be used to 
compensate the output amplitude for gains or losses in a test system due to cables, mixers, etc. 

Keystroke Sequence 

Press the SHIFT key, the AMPTD key, then use the Data keys to select the offset you want. Enter 
the offset by pressing the dB key. 

Keys and Program Codes 



indications 

The RF OUTPI^ amplitude is increased or decreased by the value of the offset, and the OFFSET 
annunciator lights. The displayed amplitude does not change. 

Comments 

To check the value of offset, press the SHIFT key then press and hold the AP OFS key. 

To reset the output amplitude to the displayed value, enter an offset of 0 dB. The Amplitude Offset 
initializes to 0 dB when the Signal Generator is PRESET. 

A change in RF OUTPUT amplitude that would make the sum of the amplitude and offset to be 
above or below the operating limits of the Signal Generator, will cause the Signal Generator to output 
only a maximum or minimum output limit. 

Performing this feature clears any previously selected function. 

Related instructions 

Display Amplitude Offset 



Keys 


Codes 


AMPTD 

dB 


AO 

DB 
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Amplitude, Up/Down 

Description 

This instruction details how to change the output amplitude by the stored value of amplitude 
increment. 

Keystroke Sequence 

Press the AMPTIH or AMPTDl^ 

Keys and Program Codes 



key. 



Keys 


Codes 


AMPTD 


AP 


0 


UP 


0 


DN 



NOTE 

During remote operation, repeated UP or DN codes can be sent over the bus 
once the amplitude Junction is selected. 



Indications 

The output amplitude changes by the stored value of amplitude incremenL 

Comments 

Keeping either key pressed continues to change the output amplitude. 

If the output amplitude increment is set to a value that would cause the Signal Generator to exceed its 
amplitude range (+17 dBm to - 143.5 dBm for the HP 8657 A HP 8657B and +17 dBm to - 127 dBm 
for the HP 8656B), the AMPTDfr or AMPTD((. key becomes inoperative (this is determined by which 
amplitude limit would be exceeded). A correct decrease in the increment setting re-enables the 
AMPTDO or AMPTDO key. 

Performing ttis feature places the Signal Generator in the Amplitude Data entry mode, and clears 
any previously selected function. 

Increment entries are checked against maximum and minimum allowable increment limits. If a limit 
is exceeded, the increment entry is either truncated or rejected. 

TnitialiTeH value and limits of the output amplitude increment are as follows: 



Model 


IfiitiaHzed Value 


Minimum Value 


Maximum Value 


HP &656B 


1 kHz 


0.1 dB 


< 144.0 dB 


HP 8S57A 


1 kHz 


0.1 dB 


< 160.5 dB 


HP BS57B 


1 kHz 


0.1 dS 


< 160.5 dB 



Amplitude, Up/Down 
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Related Instructions 

Amplitude 

Amplitude Conversion 
Increment Value Change 
Increment Value Display 
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Display Amplitude Offset 



DESCRIPTION 

This instruction details how to display the value of the Amplitude Offset 

Keystroke Sequence 

Press the SHIFT key, then press and hold the AMPTD key. 

Indications 

The Amplitude Offset value is shown in the AMPLITUDE display as long as the AMPTD key 
remains pressed. 

Comments 

The Amplitude Offset initializes to a value of 0 dB when the Signal Generator is preset. 

If RF ON/OFF is switched to OFF, you can still check the value of Amplitude Offset. 

Performing this feature: 

• Clears any previously selected function, 

• Does not affect the original AMPLITUDE display setting. 

• Keeps the Signal Generator in the Amplitude Offset mode until another function key is pressed. 

Related Instructions 

Amplitude Offset 
Display 

Ehsplay Sequence 
HP'IB Address Display 
Increment Value Display 
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Display 



Description 

This instruction details how to review a saved front-panel set-up. 

Keystroke Sequence 

Press the SHIFT key then press the DSPL key. Use the Data keys to select the set-up you want to 
review (press and hold the second Data key). 

Example 

Review the front-pane! set-up saved in memory location 02. 



LOCAL 

(keys) 




05^ 

Q 




CD 


(program 

codes) 


This feature is not accessible via HP-IB. 



Indications 

The selected set-up is displayed as long as the last Data key remains pressed and will remain for 
1 second after the second Data key is released. 

Comments 

You can save up to 100 (0-99) front-panel set-ups (exclusive of increment settings). 

Performing this feature; 

• Does not affect the current set-up of the Signal Generator. 

• Does not change the position of the sequence counter. 

• Clears any previously selected function. 

AH displays are restored to the current Signal Generator set-up when the Data key is released. 

Related Instructions 

Display Amplitude Offset 

Display Sequence 

Recall 

Sequence 

Store 
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Display Sequence 



Description 

This instruction details how to display the current position of the sequence counter. 

Keystroke Sequence 

Press the SHIFT key, press DSPL, and then press and hold the SEQ key. 

indications 

The amplitude and modulation displays will blank and the frequency display will appear as XX.... YY, 
XX is the current active register and YY is the next register the Signal Generator will jump to 
when the SEQUENCE key is pressed. This display will remain for 1 second, or for as long as the 
SEQUENCE key is held, whichever is the longer. 

Comments 

Performing this feature: 

• Clears any previously selected function. 

• Does not affect the actual output of the Signal Generator, 

The AMPLITUDE Display is restored to reflect the actual Signal Generator output when the SEQ 
key is released. 

Related Instructions 

Display 

Display Amplitude Offset 
Sequence 
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Frequency 



Description 

This instruction details how to set the carrier frequency. 

Keystroke Sequence 

Press the FREQuency Function key, the desired Data keys, and a valid Units key. 

Example 

Set the carrier frequency to 123.45 MHz. 



LOCAL 

(keys) 


RINCTION 


DATA 


UNITS 




□D [I] QD □ [I] IXI 




(program 

codes) 


FR 123.45 MZ 



Keys and Program Codes 



Keys 


Codes 


FREQ 


FR 


MHz 


MZ 


kHz 


KZ 


No key 


HZ 



Indications 

The selected carrier frequency is displayed in megahertz in the FREQUENCY Display, 

Comments 

Digits selected beyond the specified resolution of the FREQUENCY Display are truncated. 
Leading zeros are blanked. 

Carrier frequencies below 100 kHz will result in an uncalibrated output amplitude. 
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Operation 



If you select a carrier frequency that makes the currently selected FM Peak Deviation outside the 
Signal Generator operating limits, then the MODULATION Display flashes. To clear this error 
condition enter a new carrier frequency in the correct band for the selected Peak Deviation, To 
automatically select the maximtim permitted Peak Deviation for the carrier frequency, press the FM, 
FM-fr or FM^ key* 



HP 8656B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode ' 


(the lesser of) 


0.1 to 123.5 


99 kHz or 4000 X rate (Hz) 


93 kHz 


123.5 to 247 


50 kHz or 1000 X rate (Hz) 


50 kHz 


247 to 494 


99 kHz or 2000 X rate (Hz) 


99 kHz 


494 to 990 


99 kHz or 4000 x rate (Hz) 


99 kHz 



HP 8657A Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to 130 


99 kHz or 4000 x rate (Hz) 


99 kHz 


130 to 260 


50 kHz or 1000 x rate (Hz) 


50 kHz 


260 to 520 


99 kHz or 2000 X rate (Hz) 


99 kHz 


520 to 1040 


99 kHz or 4000 x rate (Hz) 


99 kHz 



HP 8657B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to 130 
130 to 260 
260 to 520 
520 to 1040 
1040 to 2060 


200 kHz or 4000 X rate (Hz) 
50 kHz or 1000 x rate (Hz) 
100 kHz or 2000 x rate (Hz) 
200 kHz or 4000 X rate (Hz) 
400 kHz or 8000 x rate (Hz) 


200 kHz 
50 kHz 
100 kHz 
200 kHz 
400 kHz 



The Frequency function remains selected until: 

a. One of the three remaining functions is selected (AM, FM, or AMPTD), 

b. One of the SAVE, RECALL, SEQuence keys or Display (SHIFT, DSPL) is pressed. 

c. The Signal Generator is preset, unplugged, or switched to standby. 

Related instructions 

Frequency, Coarse and Fine Tune 
Frequency, Up/Down 
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Frequency, Coarse and Fine Tune 



Description 

This instruction details how to quickly tune the carrier frequency in decade steps using the step-up 
and step-down keys associated with the carrier frequency function. 

Keystroke Sequence 

This feature is enabled fay pressing either the COARSE TUNE or FINE TUNE key. 

Pressing either key will increase (COARSE TUNE) or decrease (FINE TUNE) the carrier frequency 
tuning value by a factor of 10. 

Pressing the step-up key increases the carrier frequency by the newly selected carrier frequency 
tuning value, while pressing the step-down key decreases the carrier frequency. 

This feature is disabled and the original carrier frequency increment value is enabled by pressing the 
INCR SET key (with the frequency function selected). 

Example 

Enable a carrier frequency tuning value of 10 kHz (assuming a starting value of 10 MHz). 



LOCAL 

(keys) 


d] 

t 


d) 

1-101 


rTi!i] 


(program 

codes) 


This feature is not accessible via HP*SS. 



Indications 

Whenever the COARSE TUNE or FINE TUNE key is pressed and held, the frequency digit that 
corresponds to the carrier frequency tuning value will flash. 

When the COARSE TUNE key is pressed again, the next digit to the left will flash to indicate the 
new tuning value. 

When the FINE TUNE key is pressed again, the next di^t to the right will flash to indicate the new 
tuning value. 

Comments 

This feature only applies to the carrier frequency function. 

COARSE TUNE and FINE TUNE keys are always available to change the carrier frequency tuning 
value by a factor of 10. 
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Operation 



Performing this feature: 

• Places the Signal Generator into the frequency Data entry mode, and clears any previously 
selected function, once either the step-up or step-down key is pressed. 

• Enables the last valid carrier frequency increment value when the INCR SET key is pressed. 

Related Instructions 

Frequency 

Frequency, Up/Down 
Increment Value Change 



Frequency, Coarse and Fme Tune 
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Frequency, Phase Up/Down 



Description 

This instruction details how to change the carrier frequency phase in one-degree increments or 
decrements with respect to the internal or external dmebase. 

Keystroke Sequence 

Press the SHIFT key, then press the step-up or step^own keys associated with the carrier frequency 
function. 

Keys and Program Codes 



Keys 


Codes 


$ fr 


Pt 


$ J3, 


PD 



NOTE 

During remote operation, repeated PI or PD codes can be sent over ike bus. 



Indications 



The carrier frequency phase changes in I degr ee steps each time the keystroke sequence is followed. 

Comments 

The earner frequency phase continues/to increment or decrement in 1 degree steps, if either key 
remains pressed. 

Selecting this feature does not affect any previously selected functior 
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Frequency, Up/Down 

Description 

This instruction details how to change the carrier frequency by the stored value of frequency 
increment. 

Keystroke Sequence 

Press the FREQ-ft^ or FREQ-0- key. 

Keys and Program Codes 



Keys 


Codes 


FREQ 


FR 




UP 


0 


ON 



NOTE 

During remote operation, repeated UP or DN codes can be sent over the bus 
once the frequency function is selected. 



Indications 

The carrier frequency changes by the stored value of frequency increment. 

Comments 

Performing this feature: 

• Places the Signal Generator in the Frequency Data entry mode, and clears any previously 
selected function. 

• Continues to change the carrier frequency by the stored value of frequency increment if either 
key remains pressed. 

Increment entries are checked against maximum and minimum allowable increment limits. If a limit 
is exceeded, the increment entry is either truncated or rejected. 

If the carrier frequency increment is set to a value that would cause the Signal Generator to exceed 
its frequency range, then either the FREQfr or FREQll key is made inactive (determined by which 
frequency limit would be exceeded). Decreasing the frequency increment reactivates the key. 
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If you select a carrier frequency that makes the currentiy selected FM Peak Deviation outside the 
Signal Generator s operating limits, then the MODULATION Display flashes. To clear this error 
condition enter a new carrier frequency in the correct hand for the selected Peak Deviation. To 
automatically select the maximum permitted Peak Deviation for the carrier frequency, press the FM, 
FMft or FMl^ key. 



HP 8656B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to 123.5 


99 kHz or 4000 X rate (Hz) 


99 kHz 


123.5 to 247 


50 kHz or 1000 X rate (Hz) 


50 kHz 


247 to 494 


99 kHz or 2000 x rate (Hz) 


99 kHz 


494 to 990 


99 kHz or 4000 X rate (Hz) 


99 kHz 



HP BBB7A Carrier 
Frequency 
(MHz) 


Maximum Peak Devtation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to 130 


99 kHz or 4000 x rate (Hz) 


99 kHz 


130 to 260 


50 kHz or 1 000 X rate (Hz) 


50 kHz 


260 to 520 


99 kHz or 2000 x rate (Hz) 


99 kHz 


520 to 1040 


99 kHz or 4000 X rate (Hz) 


99 kHz 



HP 8657B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to 130 


200 kHz or 4000 x rate (Hz) 


200 kHz 


130 to 260 


50 kHz orlOOO x rate (Hz) 


50 kHz 


260 to 520 


100 kHz or 2000 x rate (Hz) 


100 kHz 


520 to 1040 


200 kHz or 4000 x rate (Hz) 


200 kHz 


1040 to 2060 


400 kHz or 8000 x rate (Hz) 


400 kHz 
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Operation 



Initialized value and limits of the carrier frequency increment are as follows: 



Model 


InHIaltzed Value 


Minimum Value 


Maximum Value 


HP 8656B 


1 kHz 


0.01 kHz 


< 989.999999 kHz 


HPS657A 


1 kHz 


0.01 kHz 


< 999.999999 kHz 


HP 8657B 


1 kHz 


0.001 kHz 


< 999.999993 kHz 



Related Instructions 

Frequency 

Frequency, Coarse and Fine Tune 
Increment Value Change 
Increment Value Display 



Frequency, Up/Down 
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HP-IB Address Display 



Description 

This details how to display the Signal Generator’s decimal HP-IB address. 

Keystroke Sequence 

Press the SHIFT key, then press and hold ADRS. 

Indications 

The internally set, decimal HP-IB address is displayed in the MODULATION Display as long as 
ADRS remains pressed. 

Comments 

The HP-IB address is factory-set to 07 decimal. (In binary, this is 00111, the equivalent ASCII 
character is an apostrophe). 

The HP-IB address is updated only when the Signal Generator is powered up. 

To change the HP-IB address, refer to HP-IB Address Selection in Section 2. 

The MODULATION Display is restored to reflect the actual output when ADRS is released. 

Related Instructions 

Display Amplitude Offset 
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Operation 



Increment Value Change 



Description 

This instniction details how to change the stored value of increments which are controlled by the 
step-up and step-down keys associated with each of the four main functions. Increment values for 
the carrier frequency, output amplitude, AM depth, and FM peak deviation can be stored. The 
initialized value of each stored increment for the Signal Generator is listed below: 



Functions 


InHialtzecl Value 


Carrier Frequency 


10 MHz 


Output Amplitude 


10 dB 


AM Depth 


1% 


FM Peak Deviation 


1.0 kHz 



Keystroke Sequence 

Press a Function key, the INCR SET key, the desired Data keys, and a valid Units Key. 

Example 

Set a carrier frequency increment of I MHz. 



LOCAL 

(keys) 


FUNCTION 


INCREMENT SET 


WTA 


UNITS 




d] 


d] 




(program 

codes) 


FR IS 1 MZ 



Keys and Program Codes 



Keys 


Codes 


Keys 


Codes 


INCR SET 


IS 


% 


%or PC 


FREQ 


FR 


dBM 


DM 


AMPTD 


AP 


dBF 


DF 


AM 


AM 


dB 


DB 



Indications 



The value of the increment appears in the display associated with the selected function as the data 
is entered. 



Increment Value Change 3-37 



Operation 



Model S656B/8657A/8657B 



Comments 

FM peak deviation increments are selected in units of kHz only. AM depth is selected without 
fractional digits. All fractional digits are truncated. 

If die increment value change is set to a value that would cause the Signal Generator to exceed a 
minimum or maximum range, the step-up and step-down key associated with that function become 
inoperative. A correct decrease in the increment setting re-enables the step-up and step-down keys, 

Increment entries are checked against maximum and minimum allowable increment limits. If a limit 
is exceeded the increment entry is either truncated or rejected. 

Minimum and maximum allowable increment values for each of the four main functions are listed 
below. 





Functioii 


Minimum Value 


Maximum Value 




Carrier Frequency 


0.01 kHz 


< 989.999999 MHz 




Output Amplitude 


0.1 dB 


< 144.0 dB 


HP 8656B 




0.001 (iV 


<1.57 V 




0.001 EMF fjN 


< 3.15 EMF V 




AM Depth 


1% 


< 99% 




FM Peak Deviation 


0.1 kHz 


< 99 kHz 





Function 


Minimum Value 


Maximum Value 




Carrier Frequency 


0.01 kHz 


< 999.999999 MHz 




Output Amplitude 


0.1 dB 


< 160.5 dB 


HP 8657 A 




0.001 AiV 

0.001 EMF fiV 


< 1.57 V 
< 3.15 EMF V 




AM Depth 


1% 


<99% 




FM Peak Deviation 


0.1 kHz 


< 99 kHz 





Function 


Minimum Value 


Maximum Value 




Carrier Frequency 


0.001 kHz 


< 999.999999 MHz 




Output Amplitude 


0.1 dS 


< 160.5 dB 


HP 8657B 




0.001 ^tV 
0.001 EMF mV 


< 1,57 V 
< 3.15 EMF V 




AM Depth 


1% 


< 100% 




FM Peak Deviation 


0,1 kHz 


< 200 kHz 



All displays are restored to reflect the actual Signal Generator output as soon as a valid increment 
terminator is selected. 

Related Instructions 

Amplitude, Up/Down 
Frequency, Coarse and Fine Tune 
Frequency, Up/Down 

Increment Value Display Modulation, AM Up/Down 
Modulation, DC FM 
Modulation, FM Up/Down 



3-38 Increment Value Change 



Model 8656B/8657A/8657B 



Operation 



Increment Value Display 



Description 

This instruction details how to display the stored value of the increments which are controlled by 
the step-up and step-down keys associated with each of the four main functions. Increment values 
for the carrier frequency, output amplitude, AM depth, and FM peak deviation can be displayed. 

Keystroke Sequence 

Press a function key, then press and hold the INCR SET key. 

Example 

Display the stored carrier frequency increment. 



LOCAL 

(keys) 


RJHCTiaN 


INCREMENT SET 




[ WO? 1 


(program 

codes) 


FR IS 



Keys and Program Codes 



Keys 


Codes 


AM 


AM 


FM 


FM 


INCR SET 


IS 


FREQ 


FR 


AMPTD 


AP 



indications 

The stored value of the increment is ctisplayed in the display associated with the selected function 
as long as the INCR SET key remains pressed. 



Increment Value Display 



3-39 



Operation 



Model 8656B/8657A/8657B 



Comments 

The initialized value of each stored increment is listed as follows: 



Functions 


Initialized Value 


Carrier Frequency 


10 MHz 


Output Amplitude 


10 dB 


AM Depth 


1% 


FM Peak Deviation 


1.0 kHz 



The display is restored to reflect the actual Signal Generator output when the INCR SET key is 
released. 

Related Instructions 

Amplitude Up/Down 
Display Amplitude Offset 
Frequency, Up/Down 
Increment Value Change 
Modulation, AM Up/Down 
Modulation, DC FM 
Modulation, FM Up/Down 



3-40 Increment Value Display 



Model 8656B/8657A/8657B 



Operation 



Instrument Preset 



Description 

This instruction details how to preset the Signal Generator. 

Keystroke Sequence 

Press the SHIFT key, and then the 0 units key. 

NOTE 

Sending the aeor message via HP-IB is equivalent to performing an instru- 
ment preset. 



Indications 

When a preset is performed, the Signal Generator resets to the following: 

Carrier Frequency and Amplitude: 

• iOO MHz, - 127.0 dBm for the HP 8656B. 

. 100 MHz, - 143.5 dBm for the HP 8657A and HP 8657B. 

Carrier Frequency Increment: 10 MHz 
Output Amplitude Increment: 10 dB 
Output Amplitude Offset; 0 dB 
AM Depth: 0% 

AM Depth Increment: 1% 

FM Peak Deviation: 0.0 kHz 
FM Peak Deviation Increment: 1 kHz 
Sequence Counter: Resets to 0 

Comments 

Performing this feature does not affect any saved front panel set-ups. 



Related Instructions 

None 



Instrument Preset 



3-41 



Operation 



Model 8656B/8657A/8657B 



Modulation, AM 



Description 

This instruction details how to select Internal Amplitude Modulation. 

Keystroke Sequence 

Press an Internal Source key, the AM function key, the desired Data keys, and a valid Units key. 
(You do not need to press an Internal Source key if you require a 1 kHz modulation rate). 

Example 

Select Internal AM with a modulation depth of 75% and a modulation rate of 400 Hz. 



LOCAL 

(keys) 


SOURCE 


FUNCTION 


DATA 


UNITS 


NmHj] 




QD CD 


m 


(program 

codes) 


S2 AM 75 PC or % 



Keys and Program Codes 



Keys 


Codes 


INT 400 Hz 
INT 1 kHz 
AM 

% 


52 

53 
AM 

PC or 7o 



Indications 

Selected AM depth is displayed in the MODULATION Display, and the source annunciators (INT 
AM, 400 Hz, and %) will light 

Comments 

Digits selected beyond the specified resolution for AM depth are truncated. 

Leading zeros are blanked. 

AM depth Data entries that would cause the peak envelope power of the Signal Generator to exceed 
+ 17 dBm are rejected. 

The External Source key may be selected in place of the Internal Source key. 



3-42 Modulation, AM 



Model 8656B/8657A/86S7B 



Operation 



AM function remains selected until: 

a. One of the three remaining functions is selected (AMPTD* FM, or FREQuency). 

b. One of the SAVE, RECALL, SEQuence keys or Display (SHIFT, DSPL) is pressed. 

c. The Signal Generator is preset, unpluggecL or switched to standby, 

A one key sequence acts as a select between the two internal modulation sources. 

Only one internal modulation source can be selected at any time either 400 Hz or 1 kHz. 

Related Instructions 

Modulation, AM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, OfT 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



Modulation, AM 



3-43 



Operation 



Model 8656B/8657A/8657B 



Modulation, AM Up/Down 



Description 

This instruction details how to change the percentage of AM depth by the stored value of AM depth 
increment. 

Keystroke Sequence 

Press the AM-fr or AM^ key. 

Keys and Program Codes 



Keys 


Codes 


AM 


AM 


0 


UP 




DN 



NOTE 

In remote operation, repeated UP or DN codes can be sent over the bus once 
the A M function is selected. 



Indications 

The percentage of AM depth changes by the stored value of AM depth increment. 

Comments 

Performing this feature: 

• Places the Signal Generator in the AM Data entry mode, and clears any previously selected 
function. 

• Selects default modulation source (internal 1 kHz) if no other source is selected. 

• Will automatically stop incrementing when the maximum percentage of AM depth permitted 
for a selected output amplitude is reached, 

• Continues to change the percentage of AM depth by the value stored in the AM depth 
increment register if either key remains pressed. 

If the AM depth increment is set to a value that would cause the Signal Generator to exceed a 
modulation depth of 1 to 99% (for the HP 8656B and HP 8657A) or 1 to 100% (for the HP 8657B), 
either the AMf or AMI) key becomes inoperative (determined by which limit would be exceeded). 
A correct decrease in the increment setting re*enables the AM-f) or AM.^ key. 



3-44 Modulation, AM Up/Down 



Model 8656B/8657A/8657B 



Operation 



Increment entries are checked against maximum and minimum allowable increment limits. If an 
AM depth increment limit is exceeded the entry is truncated. 

Initialized value and limits of the AM depth increment are as follows: 



Model 


Initialized Value 


Minimum Value 


Maximum Value 


HP 865eB 


1% 


1% 


<99% 


HP S657A 


1% 


1% 


< 99% 


HP 8657B 


1% 


1% 


< 100% 



Related Instructions 

Increment Value Change 
Increment Value Display 
Modulation, AM 
Modulation, Off 
Modulation, DC FM Up/Down 
Modulation, FM Up/Down 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



Modulation, AM Up/Down 



3-45 



Operation 



Model 8656B/8657A/8657B 



Modulation, DC FM 



Description 

This instructions details how to select DC FM modulation. 

CAUTION 

Maximum allowable input level is ±J5 Vdc. Exceeding this limit may cause 
damage to the Signal Generator. 



Keystroke Sequence 

Press the SHIFT key, the FM function key, the desired Data Keys and a valid Units key. 

Example 

Select DC FM with a peak deviation of 50 kHz. 



LOCAL 

(keys) 


FWiCnOM ^ 


DATA 


UN^TS 


(3 H 


mm 




(prograin 

codes) 


S5 50 KZ 



Keys and Program Codes 



Keys 


Codes 


DC FM 


S5 


kHz 


KZ 



Indications 

Selected DC FM peak deviation are displayed in the MODULATION Display, and the Modulation 
annunciators {DC FM, EXT FM, and LO EXT) will light 



3-46 Modulation, DC FM 



Model 8656B/8657A/8657B 



Operation 



Comments 

Selecting DC FM automatically enables the front-panel MOD INPUT/OUTPUT connector for an 
external modulation source. 

The LO EXT Modulation annunciator remains on regardless of the dc input level applied to the 
MOD INPUT/OUTPUT connector. 

The LO EXT Modulation annunciator turns off if external AM or FM is selected along with DC 
FM, and the external source has been adjusted to 1 Vpk (0.707 Vrras ±5%). 

Di^ts selected beyond the specified resolution for DC FM peak deviation are truncated. 

Leading zeros are blanked. 

DC FM peak deviation Data entries that would be out-of-range for the selected carrier frequency 
are rejected. 

If you select a carrier frequency that makes the currently selected FM Peak Deviation outside the 
Signal Generator operating limits, then the MODULATION Display flashes. To clear this error 
condition enter a new carrier frequency in the correct band for the selected Peak Deviation. To 
automatically select the maximum permitted Peak Deviation for the carrier frequency, press the FM, 
FMi^ or FMi; key. 

DC FM function remains selected until: 

a. One of the three remaining functions is selected (AM, AMPTD, or FREQuency). 

b. One of the SAVE, RECALL, SEQuence keys or Ksplay (SHIFT, DSPL) is pressed. 

c. The Signal Generator is preset, unplugged, or switched to standby. 

Related Instructions 

Modulation, DC FM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, Off 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



Modulation, DC FM 



3-47 



Operation 



Model 8656B/8657A/8657B 



Modulation, DC FM Up/Down 



Description 

This instruction details how to change the DC FM peak deviation by the stored value of FM peak 

deviation increment. 

Keystroke Sequence 

Press the FM^ or FM-V- key. 

Keys and Program Codes 



Keys 


Codes 


DC FM 


S5 


0 


UP 


0 


ON 



NOTE 

During renufte operation, repeated UP or DN codes can be sent over the bus 
once the DC FM function is selected. 



Indications 

The DC FM peak deviation changes by the stored value of FM peak devaition increment. 

Comments 

Performing this feature: 

• Continues to change the DC FM peak deviation by the stored value of FM peak deviation 
increment if either key remains pressed. 

■ Will automatically stop incrementing when the maximum FM peak deviation permitted for a 
selected carrier frequency is reached. 

If an out-of-range condition exists (MODULATION Display flashing) pressing either the FM, FM-() 
or FM(l key automatically selects the maximum FM peak deviation permitted for the currently 
selected carrier frequency. 

Initialized value and limits of the FM peak deviation increment 
are as follows; 



Model 


Initialized Value 


Mmimum Value 


Maxiinum Value 


HP ms$B 


1 kHz 


0.1 kHz 


< 99 kHz 


HP 8S57A 


1 kHz 


0.1 kHz 


<99 kHz 


HP 8657B 


1 kHz 


0.1 kHz 


< 400 kHz 



3-48 Modulation, DC FM Up/Down 



Model 8656B/8657A/8657B 



Operation 



NOTE 

The maximum value of FM peak deviation increment you can select is 
determined by the Carrier Frequency selected. 



Related Instructions 

Increment Value Change 
Increment Value Display 
Modulation, AM Up/Down 
Modulation, DC FM 
Modulation, FM XJp/Down 
Modulation, Off 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



Modulation, DC FM Up/Down 3-49 



Operation 



Model 8656B/8657A/8657B 



Modulation, External Source 



Description 

This instruction details how to apply an external modulation signal via the front-panel MOD 
INPUT/OUTPUT connector. 

Keystroke Sequence 

Press the EXT key to enable the front-panel MOD INPUT/OUTPUT connector, then set the signal 
level of the external modulation source to 1 Vpk (0.707 Vrms) for calibrated internal control of the 
AM depth or FM peak deviation. 

Keys and Program Codes 



Keys 


Codes 


AM 


AM 


FM 


FM 


EXT 


S1 


% 


% Of PC 


kHz 


KZ 



Indications 

The HI EXT annunciator lights if the external modulation signal is greater than 1.02 Vpk 
(0,721 Vrms), and the LO EXT annunciator lights if the signal is less than 0.98 Vpk (0.693 Vrms). Both 
annunciators are off when the input level is LOO ±0.02 Vpk (0.707 Vims), except when exclusively 
in the DC FM Mode in which case the LO EXT annunciator remains on, 

NOTE 

If greater accuracy is required, use a calibrated vobmeter to measure the 
external modulation signal. 



Comments 

The 400 Hz or 1 kHz modulation signal is available at the MOD INPUT/OUTPUT connector when 
INTernal modulation is selected (level 1 Vpk - 0.707 Vrms). 

For AM or FM the front-panel MOD INPUT/OUTPUT connector is ac coupled. For DC FM the 
front-panel MOD INPUT/OUTPUT connector is dc coupled. 

Related Instructions 

Modulation, AM 
Modulation, DC FM 
Modulation, FM 
Modulation, Mixed 
Modulation, Off 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



3-50 Modulation, External Source 



Model 8656B/8657A/8657B 



Operation 



Modulation, FM 



Description 

This instruction details how to select Internal Frequency Modulation. 

Keystroke Sequence 

Press an internal Source key, the FM Function key, the desired Data keys, and a valid Units key 
(you do not need to press an Internal Source key if you require a 1 kHz modulation rate). 

Example 

Select Internal FM with a peak deviation of 25 kHz and a modulation rate of 400 Hz. 



LOCAL 

(keys) 


SOURCE 


FUNCnON 


DATA 






s 


□D cm 




(program 

codes) 


S2 FM 25 KZ 



Keys and Program Codes 



Keys 


Codes 


FM 


FM 


\m 400 Hz 


S2 


INT 1 kHz 


S3 


kHz 


KZ 



Indications 

The FM peak deviation is displayed in the MODULATION Display, and the source annunciators 
(INT FM and 400 Hz) light 



Modulation, FM 



3-51 



Operation 



Model 8656B/8657A/8657B 



Comments 

Digits selected beyond the specified resolution for FM peak deviation are truncated* 

Leading zeros are blanked* 

A one-key sequence acts as a select between the two internal modulation sources* 

The External Source key may be selected in place of the Internal Source key* 

Only one internal modulation source can be selected at any time, either 400 Hz or 1 kHz. 

FM peak deviation Data entries are rejected if they would cause the selected carrier frequency to 
be out-of-range. 

If you select a carrier frequency that makes the currently selected FM Peak Deviation outside the 
Signal Generator operating limits, then the MODULATION Display flashes* To clear this error 
condition enter a new carrier frequency in the correct band for the selected Peak Deviation* To 
automatically select the maximum permitted Peak Deviation for the carrier frequency* press the FM, 
FMfl' or FMl^ key* 

The FM function remains selected until: 

a. One of the three remaining functions is selected (AM, AMPTD, or FREQueocy). 
b* One of the SAVE, RECALL, SEQuence keys or Display (SHIFT, DSPL) is pressed* 
c* The Signal Generator is preset, unplugged, or switched to standby* 

Related instructions 

Modulation, FM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, Off 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



3-52 Modulation, FM 



Model 8656B/8657A/8657B 



Operation 



Modulation, FM Up/Down 



Description 

This instruction details how to change the FM Peak Deviation by the stored value of FM Peak 

Deviation increment 

Keystroke Sequence 

Press the FM-^ or FMll key. 

Keys and Program Codes 



Keys 


Codes 


FM 


FM 




UP 


0 


DN 



NOTE 

In remote operation, repeated UP or DN codes can be sent over the bus once 
the FM function is selected. 



Indications 

The FM peak deviation changes by the stored value of FM peak deviation increment. 

Comments 

If the FM peak deviation increment is set to a value that would cause the Signal Generator to exceed 
its peak deviation range, the step-up and step-down keys become inoperative. A correct decrease in 
the increment setting re-enables the step-up and step-down keys. 

Performing this feature: 

• Places the Signal Generator in the FM Data entry mode, and clears any previously selected 
function. 

• Selects default modulation source (internal 1 kHz) if no other source is selected. 

• Continues to change the FM peak deviation by the value stored in the FM peak deviation 
increment register if either key remains pressed. 

• Will automatically stop incrementing when the maximum FM peak deviation permitted for a 
selected carrier frequency is reached. 

If an out-of-range condition exists (MODULATION Display flashing), pressing either the FM, FMO 
or FMl) key automatically selects the maximum FM peak deviation permitted for the currently 
selected carrier frequency. 

Increment entries are checked against maximum and minimum allowable increment limits. If a limit 
is exceeded, the increment entry is either truncated or rejected. 



Modulation, FM Up/Down 3-53 



Operation 



Model 8656B/86S7A/S657B 



Initialized value and limits of the FM peak deviadon increment are as follows: 



Model 


Initialized Value 


Minimum Value 


Maximum Value 


HP 965$B 


1 kHz 


ai kHz 


< 99 kHz 


HP 8657A 


1 kHz 


0.1 kHz 


<99 kHz 


HP 8657B 


1 kHz 


0.1 kHz 


< 400 kHz 



NOTE 

The maximum value of FM peak deviation increment you can select is 
determined by the Carrier Frequency selected. 



Related Instructions 

Increment Value Change 
Increment Value Display 
Modulation, AM Up/Down 
Modulation, FM 
Modulation, DC FM Up/Down 
Modulation, Off 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



3-54 Modulation, FM Up/Down 



Model 8656B/8657A/8657B 



Operation 



Modulation, Mixed 



Description 

These instructions detail the selection of mixed modulation. Modulation is selected in one of six 

ways, 

1. Simultaneous AM and FM is selected using common or separate modulation sources (rate). 

2. Simultaneous AM or FM at two rates is selected by using internal and external modulation 
sources. Only one AM depth or one FM deviation can be selected. 

3. Three simultaneous modulation signals, AM and FM using a common source (rate) and either 
am or FM from a separate source, may be selected. 

4. Four simultaneous modulation signals, two AM and two FM, may be selected. Bach AM/FM 
pair must have a common modulation source (rate). Only one AM depth and one FM deviation 
can be selected. 

5. DC FM may be selected and entered along with any of the four ways mentioned in statements 
1 to 4. 

6. Pulse Modulation may be selected along with AM and FM {Internal and/or External) and/or 
DC FM Modulation (Option 003 only). Pulse Modulation is available as an option on the 
HP 8657B only. 

Keystroke Sequence 1 

To select amultaneous AM and FM, press the Source key to provide the desired AM rate, the AM 
Function key, the desired Data keys, and the % Units key. Then press the Source key to provide the 
deared FM rate, the FM Function key, the desired Data keys, and the kHz Units key. (The Source 
key need not be pressed for FM if the AM and FM rate is the same. Only one internal rate can be 
used at a time.) 

Example 1 

Simultaneously select AM with a depth of 70% and FM with a peak delation of 3 kHz using the 
internal 400 Hz source, and an external 1 kHz source respectively. 



LOCAL 

(keys) 


SOURCE 


FUNCTION 


mu 


UNITS 




0 0 


CD CD 
CD 


0 0 


4iEii^ 

(program 

codes) 


S2 AM 70 PC or % 

St FM 3 KZ 

L — ■ 



Keystroke Sequence 2 

To select simultaneous AM or FM, press the deared Source key, the desired Function key, the 
desired Data keys, and a valid Units key. Then press the other Source key, and the same Function 

key that was selected previously. 



Modulation, Mixed 3-55 



Operation 



Model 8656B/8657A/8657B 



Example 2 

Select FM with a peak deviation of 5 kHz uang both an internal 1 kHz modulation source and an 
external 150 Hz modulation source. 





SOURCE 


FUNCTION 


DATA 


UNITS 


LOCAL 

(keys) 


Ga 




□j 


B 


CED 


GD 






(program 

codes) 


S3 FM 5 KZ 
SI FM 



Keystroke Sequence 3 

To select three simultaneous modulation signals, AM and FM using a common source (rate) and 
AM or FM from a separate source, press the Source key to pro^dde the common AM and FM rate. 
Then press a Function key, the desired Data keys, and the valid Units key. Press the other Function- 
key, the desired Data keys, and the valid Units key. Press the other Source key, the appropriate 
Function key, the desired Data keys, and the valid Units key. 

Example 3 

Simultaneously select AM with a depth of 90% and FM with a peak deviation of 25 kHz using the 
internal 400 Hz source, and AM with a depth of 90% using an external 6 kHz modulation source. 





SOURCE 


FUNCTION 


DATA 


UNITS 


LOCAL 




B 


in(T] 


B 


(keys) 




B) 


mm 


B 




B 


B 










S2 AM 90 PC or % 




(program 




FM 25 KZ 




codes) 




S1 AM 





Keystroke Sequence 4 

To select four simultaneous modulation signals, press the appropriate Source key, a Function key, 
the desired Data keys, and the valid Units key. Press the other Function key, the desired Data keys 
and valid Units key. Press the other Source key, and then both Function keys. 



3-56 Modulation, Mixed 



Model 8656B/8657A/8657B Operation 

Example 4 

Simultaneously select AM with a depth of 10% and FM with a peak deviation of 50 kHz using the 
internal I kHz modulation source. AM and FM with the same depth and deviation as selected 
previously are also selected using an external 5 kHz source. 





SOURCE 


FUNCTION 


DATA 


mm 






B 


BB 


B 


LOCAL 

(keys) 




B 


B B 


(B 


B 


tB 








B 


B 






(program 

codes] 


S3 AM 10 PC or % 
FM 50 KZ 
SI AM 
SI FM 



Keys and Program Codes 



Keys 


Codes 


AM 


AM 


FM 


FM 


EXT 


S1 


INT 400 Hz 


S2 


INT 1 kHz 


. S3 


DC FM 


S5 


PULSE 


PM 


PULSE (Fast) 


PF 



Indications 

The last selected AM depth or FM peak deviation is displayed in the MODULATION Display, and 
the source annunciators will light. In the case where an external modulation source is used, the 
HI EXT and LO EXT annunciators will also light until the signal level of the external source is 
adjusted to I Vpk (0.707 Vrms) ±5%. 

Comments 

Di^ts selected beyond the specified resolution for AM depth or FM peak deviation are truncated. 
Leading zeros are blanked. 

AM depth Data entries that would cause the peak envelope power of the Signal Generator to exceed 
+ 17 dBm are rejected. 

FM peak delation Data entries that are out-of-range for the selected carrier frequency are rejected. 



Modulation, Mixed 



3-57 



Operation 



Model 8656B/8657A/S657B 



If you select a carrier frequency that makes the currently selected FM Peak Deviatjon outside the 
Signal Generator operating limits^ then the MODULATION Display flashes. To clear this error 
condition enter a new carrier frequency in the correct band for the selected Peak Deviation, To 
automatically select the maximutn permitted Peak Deviation for the carrier frequency, press the FM, 
FMH or FM4 key. 



HP 8656B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(tite lesser of] 


0.1 to 123.5 


99 kHz or 4000 x rate (Hz) 


99 kHz 


123.5 to 247 


50 kHz or 1000 X rate (Hz) 


50 kHz 


247 to 494 


99 kHz or 2000 X rate (Hz) 


99 kHz 


494 to 990 


99 kHz or 4000 X rate (Hz) 


99 kHz 



HP 8657 A Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of} 


0.1 to 130 


99 kHz or 4000 X rate (Hz) 


99 kHz 


130 to 260 


50 kHz or 1000 X rate (Hz) 


so kHz 


260 to 520 


99 kHz or 2000 x rate (Hz) 


99 kHz 


520 to 1040 


99 kHz or 4000 x rate (Hz) 


99 kHz 



HP 8657B Carrier 
Frequency 
(MHz) 


Maximum Peak Deviation 


AC Mode 


DC Mode 


(the lesser of) 


0.1 to ISO 


200 kHz or 4000 X rate (Hz) 


200 kHz 


130 to 260 


50 kHz or 1000 X rate (Hz) 


50 kHz 


260 to 520 


100 kHz or 2000 x rate (Hz) 


100 kHz 


520 to 1040 


200 kHz or 4000 X rate (Hz) 


200 kHz 


1040 to 2060 


400 kHz or 8000 x rate (Hz) 


400 kHz 



The AM or FM function remains selected until: 

a. One of the three remaining functions is selected. 

b. One of the SAVE, RECALL, SEQuence keys or Display (SHIFT, DSPL) is pressed. 

c. The Signal Generator is preset, unplugged, or switched to standby. 

Setting the level of the external modulation source is described under Modulation, External Source. 



3-58 Modulation, Mixed 



Model 86S6B/8657A/8657B 



Operation 



Related Instructions 

Modulation, AM 
Modulation, DC FM 
Modulation, External Source 
Modulation, FM 
Modulation, OFF 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 



Modulation, Mixed 3-59 



Operation 



Model 8656B/8657A/8657B 



Modulation, Off 



Description 

This instruction details how to selectively turn off Modulation functions and sources. 

Keystroke Sequences 

To turn off a modulation function {AM or FM), press the Function key, then the OFF key. 

To turn off a modulation source (internal 400 Hz, internal 1 kHz, or external), press the associated 
Function key. Source key, then the OFF key. 

To turn off Pulse Modulation, when only Pulse Modulation is selected, press the OFF key. To turn 
off Pulse Modulation, when Pulse Modulation is selected with AM or FM, press the PULSE then 
the OFF key. 

To turn off Pulse Modulation (Fast Mode), when only Pulse Modulation (Fast Mode) is selected, 
press the OFF key. TO turn off Pulse Modulation (Fast Mode), when it is selected with AM or FM, 
press the SHIFT key, then the () key below the AM function key, then the OFF key. 

NOTE 

Pulse Modulation is available as an option on the HP 8657B only. 



Examples 



Selectively turn off AM modulation function with only one modulation source in use. 



LOCAL 

(keys) 


FUNCTION 


SOURCE 


Q 




(program 

codes) 


AM S4 



Selectively turn off internal 400 Hz source. 



LOCAL 

(keys) 


FUNCTION 


SOURCE 






4330^ 

(program 

codes) 


AM S2 S4 
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Keys and Program Codes 



Keys 


Codes 


AM 


AM 


FM 


FM 


EXT 


S1 


tNT 400 Hz 


S2 


INT 1 kHz 


S3 


OFF 


S4 


DC FM 


35 


PUtSE 


PM 


PULSE (Fast) 


PF 



Indications 

The current MODULATION Display is blanked or the modulation source (including its annunciator) 
is turned off when the OFF key is pressed. Subsequently pressing a modulation key switches on the 
modulation and recalls the previous modulation value. 

Comments 

The currently selected modulation function (AM or FM) is turned off when the OFF key is pressed, 
provided only one source (internal 400 Hz or 1 kHz, or external) is selected for use. Subsequently 
pressing this modulation key switches on the modulation and recalls the previous modulation value. 

If more than one source is selected, then a Source key (INT 400 Hz, INT 1 kHz, or EXT) has to 
be pressed before the OFF key is pressed. In this case, the currently selected modulation function 
remains selected, and only the chosen source (including its annunciator) is turned off. 

If both modulation functions are simultaneously selected and share the same source, then; only 
the currently selected modulation function is turned off when the OFF key is pressed, and the 
MODULATION Display is restored to show the modulation parameters of the remaining function. 

Related Instructions 

Modulation, AM 
Modulation, AM Up/Down 
Modulation, DC FM 
Modulation, DC FM Up/Down 
Modulation, FM 
Modulation, FM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, Pulse 
Modulation, Pulse (Fast Mode) 
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Modulation, Pulse 



Description 

This instruction details how to select Pulse Modulation. 

NOTE 

Pulse Modulation is available as an option on the HP 8657B only. 



CAUTION 



Maximum allowable input level is ±15 Vdc. Exceeding this limit may cause 
damage to the HP S657B. 



Keystroke Sequence 

Press the SHIFT key then the AM function key. Connect the external modulation source to the 
PULSE INPUT. When the pulse waveform from the external source goes high, the pulse output 
from the HP 8657B turns on. Vary the external pulse rate, amplitude and width to simulate the 
pulse modulated signal you require. 



Keys and Program Codes 



Keys 


Codes 


PULSE 


PM 



Indications 

The PULSE annunciator lights. 
Comments 

The Pulse Input Impedance can 
high impedance. If you want 







4 






ted for 50 ^ms or high impedance. The factory setting is 
50 ohms^jgjer to paragraph 2-15, 

When the carrier frequency is >1930 MHz, and the Amplitude or Frequency is changed when 
Pulse Modulation is selected, the HP 8657B performs a calibration on the output level. During 
this calibration the attenuator is switched in to prevent the calibration signal from appearing at the 



RF OUTPUT. 
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If the HP 8657B is being used in an automated test system where the Frequency or Amplitude 
is modified when Pulse Modulation is selected and the carrier frequency is > 1030 MHz, then 
attenuator life can be extended by selecting Pulse Modulation (Fast Mode). 

Refer to paragraph 3-7 for more information about selecting the best mode of Pulse Modulation for 
your application. 



CAUTION 

For carrier frequencies >1030 MHz, the HP 8657B performs a calibration on 
the output level when Pulse Modulation (Fast Mode) is first selected, or when 
the A mpUtude or Frequency is modified with Pulse Modulation (Fast Mode) 
selected. 

During this calibration, a calibration pulse appears at the RF OUTPUT for 
approximately 15 ms. 

Check the specifications of any equipment which the HP 86S7B is being used 
to test, to ensure that the calibration pulse will not cause any damage. 



Related Instructions 

Modulation, AM 
Modulation, AM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, Off 
Modulation, Pulse (Fast Mode) 



Modulation, Pulse 
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Modulation, Pulse (Fast Mode) 



Description 

This instruction details how to select Pulse Modulation (Fast Mode). 

NOTE 

Pulse Modulation is available as an option on the HP 8657B only. 



CAiniON 



Maximum allowable input level is ±15 Vdc. Exceeding this limit may cause 
damage to the HP 8657B. 



Keystroke Sequence 

Press the SHIFT key then the ■fr key below the AM function key. Connect the external modulation': 
source to the PULSE INPUT, When the pulse waveform from the external source goes high, the 
pulse output from the HP 8657B turns on. Vary the external pulse rate, amplitude and width to 
simulate the pulse modulated signal you require. 



Keys and Program Codes 



Keys 


Codes 


FAST PULSE 


PF 



Indications 

The PULSE annunciator lights. 

Comments 

The Pulse Input Impedance can be selected for 50 ohms or high impedance. The factory setting is 
high impedance. If you want to select 50 ohms, refer to paragraph 2-15. 
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CAUTION 



For frequencies >1030 MHz, the HP 8657B performs a calibration on the 
output level when Pulse Modulation (Fast Mode) is first selected, or when 
the A mplitude or Frequency is modified with Pulse Modulation (Fast Mode) 
selected. 

During this calibration, a calibration pulse appears at the RF OUTPUT for 
approximately 15 ms. 

Check the spedfications of any equipment which the HP 8657B i5 being used 
to test, to ensure that the calibration pulse will not cause any damage. 

If the calibration pulse will cause damage, then select Pulse Modulation. However, in high cycle 
applications using frequencies >1030 MHz, fliis may reduce the life of the HP 8657B attenuator. 
This is because when the Amplitude or Frequency is changed when Pulse Modulation is selected, 
the HP 8657B performs a calibration on the output level. During this calibration the attenuator is 
switched in to prevent the calibration signal from appearing at the RF OUTPUT. 

Refer to page 3-15 for more information about selecting the best mode of Pulse modulation for your 
application. 

Related Instructions 

Modulation, AM 
Modulation, AM Up/Down 
Modulation, External Source 
Modulation, Mixed 
Modulation, Off 
Modulation, Pulse 



Modulation, Pulse {Fast Mode) 
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Recall 



Description 

This instruction details how to recall a saved front-panel set-up. 

Keystroke Sequence 

Press the RECALL key, and then use the Data keys to recall the set-up you want. 

Example 

Recall the front-panel set-up saved in memory location 02. 



LOCAL 

(keys) 


[recall] 


CD 


CD 


(program 

codes) 


RC 02 



Keys and Program Codes 



Keys 


Codes 


RECALL 


RL 



Indications 

The front-panel display will flash after the second numeric value is entered and the front-panel 
set-up saved in memory location 02 is recalled and the Signal Generator output is changed to the 
new set-up. 

Comments 

You can save up to 100 (0-99) complete front-panel set-ups (exclusive of increment settings). 

NOTE 

If the Non-Volatile memory battery needs replaced (frequency display shows 
decimal points on the HP 8656B and HP 8657 A or CLEARING on the 
HP 8657B at power on), then you cannot use the recall feature. For 
information about the battery refer to Section 2. 

To clear alt your front-panel set-ups from memory, press and hold the key at switch on. The 
FREQUENCY display will show decimal points (on the HP 8656B and HP 8657 A) or CLEARING 
(on the HP 8657B) to confirm that the memory is being cleared. 

Related Instructions 

Display 

Save 

Sequence 
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RF ON/OFF 



Description 

TTiis instruction details how to turn OFF and ON the carrier frequency at the RF OUTPUT of the 
Signal Generator. 



Keystroke Sequence 

Press the RF ON/OFF key. 



Keys and Program Codes 



Keys 


Codes 


RF OFF 


R2 


RF ON 


R3 


SHIFT RF OFF 


R5(^) 


HP8657B only 



Indications 

The AMPLITUDE Display, and Amplitude annunciators are blanked when RF ON/OFF is 
off. Pressing RF ON/OFF again turns on the RF and restores the AMPLITUDE Display and 

annunciators. 

Comments 

The RF ON/OFF key turns off the carrier frequency to the output without affecting the attenuators. 

HP 8657B ONLY : ff your application includes measuring equipment sensitive to noise (i*e receivers), 
pressing the SHIFT key and then the RF ON/OFF key will reduce spurious noise by switching in all 
the attenuator pads. 

Performing this feature does not affect the current set-up. 

Related Instructions 

None 



RF ON/OFF 
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Save 



Description 

This instruction details how to save complete front-panel set-ups (exclusive of increment settings) in 
Non-Volatile Memory. 

Keystroke Sequence 

Press the SAVE key, then two Data keys sequentially to identify the memory location of the set-up. 

Example 

Save the current front-panel set-up in memory location 02, 



LOCAL 

(toys) 




m 


m 


(program 

codes) 


SV 02 



Keys and Program Codes 



Keys 


Code 


Save 


SV 



indications 

The current instrument state will be saved in register XX (register 02 in the above example). The 
display will also flash after the second numeric value is entered. The sequence pointer associated 
with register XX will default to XX+1 (register 03 in the above example). 

Comments 

You can save up to 100 (0-99) front-panel set-ups. 

NOTE 

If the Non-Volatile memory battery needs replaced (frequency displays shows 
decimal points on the HP 8656B and HP 8657 A or CLEARING on the 
HP 8757B ai power on), then you cannot use the recall feature. For 
information about the battery refer to Section 2, 

To clear all your front-panel set-ups from memory, press and hold the <= key at switch on. The 
FREQUENCY display will show decimal points (on the HP 8656B and HP 8657A) or CLEARING 
(on the HP 8657B) to confirm that the memory is being cleared. 

Related Instructions 

Display 

Re^ 

Sequence 
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Sequence 



Description 

This instruction details how to recall a sequence of saved front-panel set-ups. 

Keystroke Sequence 

Use the SAVE and DATA keys to save the set-ups you want. Press the RECALL and DATA keys 
to recall the set-up you want the sequence to start at Press the SEQ key to recall the next set-up. 



Keys and Program Codes 



Keys 


Codes 


SEQ 


SQ 


Flexible^ 


GT 


Reverse^ 


QS 


M sge comments. 



Indications 

Each time you press the SEQ key, the next front-panel set-up is recalled and the Signal Generator is 
changed to the new set-up. 

Comments 

You can save up to 100 (0-99) complete front-panel setups (exclusive of increment settings). 

NOTE 

If the Non- Volatile memory battery needs replaced (frequency displays show 
decimal points on the HP 8656B and HP 86 57 A or CLEARING on the 
HP 8757B at power on), then you cannot use the recall feature. For 
information about the battery refer to Section 2, 

To clear all your front-panel set-ups from memory, press and hold the <= key at switch on. 
The FREQUENCY display will show a line of decimal points (HP 8656B/57A) or CLEARING 
(HP 8657B) to confirm that the memory is being cleared. This will set all memory location pointers 
to thw default locations (i.e location 00 will point to location 01). 



Sequence 
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To create a flexible sequence, recall the last set-up in your sequence. Then press SHIFT, SAVE and 
XXYY where XX is the memory location of the current set-up and YY is the location of the set-up 
you want to sequence to. For example, to create a flexible sequence of 00 =#• 01 ^ 02 =*■ 03 00, 

recall set-up 03. To see where this set-up is currently pointing to, press SHIFT. SEQ and hold the 
SEQ key. The default display will be 0304. To create the flexible sequence, press SHIFT, SAVE and 
0300, Storage re^ster 03 will now sequence back to register 00 instead of going on to register 04. 

To reverse the sequence, press SHIFT, SEQ and RECALL, When the Signal Generator reaches set- 
up 00. the next keystroke sequence will recall set-up 03. Repeatedly keying SHIFT, SEQ, RECALL 
will result in the sequence 03 02 ^ 01 00 =>• 03 being carried ouL 

There can be a conflict when reverse sequencing if more than one register is pointing to the current 
sequence register. For example, if the current sequence register is 05 and re^sters 10 and 15 both 
point to 05, a reverse sequence operation could go to either register 10 or 15. When this conflict 
arises, the register which is recalled is the first one found by searching forward in the sequence table. 
In this case, register 10 would be recalled. 

Both the flexible and reverse sequencing can be controlled via the HPIB codes shown. Code GT is 
used to flexibly sequence forward and code QS is used for reverse sequencing. 

Related Instructions 

Display 

Display Sequence 

Recall 

Store 
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3-10. USER CONFIDENCE TESTS 

The User Confidence Tests provide procedures to allow you to check that the Signal Generator is 
operating correctly. Two sets of tests are provided; Basic Functional Checks and HP-IB Functional 
Checks 

3-11. BASIC FUNCTIONAL CHECKS 
Description 

This procedure requires a frequency counter, a spectrum analyzer, a power supply, and the 
interconnecting cables and adapters. It provides assurance that most of the front-panel controlled 
functions are being executed by the Signal Generator. 



r 



OUTPUT 



i^TCPS_ 22^^ 

MOD ~ 
INPUT/OUTPUT 



POWER SUPPLY 



10 MHi OUTPUT 



= [ 



O IC3 o 
D O Q 
da a 

C3 


o o 
dad 
add 
a 





D 3 oa t3 Dl 



TIME BASE 
INPUT 



INPUT 



STEPS 3-7 



FREQUENCY COUNTER 



RF OUTPUT 



^ STgS 6-28 __ 

rf"wput 



SPECTRUM ANALYZER 



SIGNAL GENERATOR 



Figure 3—3. Test Setup for Basic Functional Checks 



Equipment 

Frequency Counter HP 5328A Option 03 1 

Spectrum Analyzer HP 8668B/182T 

Power Supply HP 6235A 

Procedure 

1. Ensure that the power cable is plugged into a suitable source of Mains jjower (refer to 
paragraph 2-4). 

2. Switch -on the Signal Generator by presing the POWER key. The Signal Generator automati- 
cally performs a self-test check at power on (this takes approximately 6 seconds). During this 
time all front panel indicators and displays will light 

When the self-test is complete, the Signal Generator is set to the same conditions as when it 
was switched off. 



NOTE 

If the Signal Generator is switched off vdth RF ON/OFF set to OFF. then it 
will power-on with RF set to ON. 



User Confidence Tests 3-7 i 



Operation 



Model 8656B/8657A/8657B 



If any of the self-tests fail at power-on, an error code is diplayed in the FREQUENCY window. 
TThe error code remains displayed until any front panel key is pressed. 

3. Connect the RF OUTPUT of the Signal Generator to the input of the frequency counter, and 
the 10 MHz reference output from the frequency counter to the TIME BASE INPUT located 
at the rear of the Signal Generator as shown in Figure 3-2. 

Connecting the 10 MHz reference output of the frequency counter to the TIME BASE INPUT 
of the Signal Generator phase locks the two instruments to the same time base reference. 

NOTE 

If ike Signal Generator is equipped with the high stability time base (Option 
001), disconnect Us cable from the TIME BASE INPUT before performing 
this step. 



Frequency Check 

4. Set the output amplitude of the Signal Generator to —10.0 dBm and the carrier frequency to 
the values listed in the following table. The values are suitable for any Signal Generator unless 
otherwise stated in the table. 



Carrier Frequency (MHz) 



100.000000 

140.000000 

200.000000 

300.000000 

400.000000 
6CK).000000 

800.000000 

990.000000 

1030.000000^ 

1040.000000* 

2060,000000® 



*HP 8657A/B only. 
®HP 86578 only. 



Verify that the FREQUENCY Display on the Signal Generator agrees with the frequency 
displayed on the frequency counter (except for the resolution of the frequency counter being 
used). 

5. Set the carrier frequency of the Signal Generator to 111.111111 MHz and the frequency 
increment value to 111.11 1111 MHz. Leave the output amplitude set at — lO.O dBm. 

Verify that the FREQUENCY display on the Signal Generator agrees with the frequency 
displayed on the frequency counter. 

6. Quickly press and release the frequency step-up key to Increase the carrier frequency. 
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Verify that the FREQUENCY Display on the Signal Generator agrees with the frequency 
displayed on the frequency counter. 

Continue to increase the carrier frequency to the maximum value listed in the following table: 



Carrier Frequency (MHz) 



111*111111 

OOP 

333*333333 

555.555555 

666.666666 

m.TTTm 

886.888888 

999.999999^ 

1111 . 111110 ® 



^HP 8657A/B only. 
®HP 8657B only. 



Verily that the FREQUENCY Display on the Signal Generator agrees with the frequency 
displayed on the frequency counter each time the carrier frequency is increased. 

7. Quickly press and release the frequency step-down key to decrease the carrier frequency. 

Verify that the FREQUENCY Display on the Signal Generator agrees with the frequency 
displayed on the frequency counter. 

Continue to decrease the carrier frequency to the minimum value listed in the previous table. 

Verify that the FREQUENCY Display on the Signal Generator agrees with the frequency 
displayed on the frequency counter each time the carrier frequency is decreased. 

Output Level Checks 

8. Connect the RF OUTPUT of the Signal Generator to the input of the spectrum analyzer as 
shown in Figure 3-3. 

9. Set the output amplitude of the Signal Generator to 0,0 dBm, carrier frequency to 0.1 MHz, 
and frequency increment value to 10 MHz. 

10. Set the amplitude scale of the spectrum analyzer to display 1 dB/division, and make the 
necessary adjustments to properly display the output signal from the Signal Generator. 

NOTE 

This check only verifies level fiatness, it does not verify absolute level accuracy. 

11. Slowly increase the carrier frequency through its entire calibrated frequency range (0.1 to 
2060 MHz) and observe the level rHspIayed on the spectrum analyzer. The level should not 
vary more than a total of 2 dBm (± 1.0 dB from 0.0 dBm). 
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12. Set the carrier frequency of the Signal Generator to 600 MHz, output amplitude to 4-13 dBm, 
and output amplitude increment value to LO dB* 

13. Adjust the spectrum analyzer as necessary to duplay the output signal from the Signal Generator. 
The displayed carrier should be positioned in the center of the graticule with its maximum level 
positioned near the top of the graticule. 

14. Slowly decrease the output amplitude down to ^4.0 dBm and observe the level displayed on 
the spectrum analyzer. The level should decrease in relatively uniform 1 dB steps. 

15. the output amplitude of the Signal Generator to -10.0 dBm and the output amplitude 
increment value to 5 dB. Leave the carrier frequency set to 600 MHz. 

16. Set the amplitude scale of the spectrum analyzer to display 10 dB/di vision and make the 
necessary adjustments to properly display the output signal from the Signal Generator. The 
displayed earner should be positioned in the center of the graticule with its maximum level 
positioned near the top of the graticule. 

17. Slowly decrease the output amplitude down to -80 dBm and observe the level displayed on 
the si>ectrum analyzer. The level should decrease in relatively uniform 5 dB steps. 



18. Set the output amplitude of the Signal Generator to 0.0 dBm. Leave the carrier frequency set 
to 600 MHz. Select FM with a peak deviation of 99 kHz using the internal 1 kHz source. Set 
the FM peak deviation increment value to 1 kHz, 

19, Set the spectrum analyzer for a 50 kHz frequency span/division, a resolution bandwidth of 
3 kHz, and a reference level of 0 dBm. The waveform displayed should be similar to that 
shown in Figure 3-4, 



20. Slowly decrease the FM peak deviation to zero. The deviation displayed on the spectrum 
analyzer should decrease in relatively uniform steps. 

21, Press FM, then OFF to turn off the FM function. 



FM Check 




Figure 3—4* FM Functional Check Waveform 
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DC FM Check 

22 , Leave the output amplitude of the Signal Generator set to 0*0 dBm, and the carrier frequency 
set to 600 MHz. Select external DC FM with a peak deviation of 60 kHz, 

23, Set the spectrum analyzer for a 200 kHz frequency span/division and a reference level of 0 dBm. 
Adjust the spectrum analyzer as necessary to display the output signal from the Signal Generator 
in the center of the display* 

24, Connect a power supply to the MODulation INPUT/OUTPUT Connector of the Signal 
Generator as shown in Rgure 3-3* Set the power supply for a +1 Vdc output and switch 
the voltage line on. Notice the LO EXT annunciator will remain on. The carrier frequency 
displayed on the Spectrum Analyzer should move three divisions to the right* The carrier 
frequency is offset by 60 kHz* 

25, Press FM, then OFF to turn off the DC FM function, 

AM Check 

26* Leave the carrier frequency set to 600 MHz, and the output amplitude set to 0.0 dBm. Select 
AM with a depth of 50% using the internal 400 Hz source* 

27. Set the spectrum analyzer to the linear amplitude mode* Set a frequency span/division of zero. 
Increase the resolution bandwidth, then fine tune for the maximum level of the demodulated 
signal* The displayed demodulated signal should be a sine wave with a period of 2,5 ms (400 Hz). 

28. Press the INT 1 kHz key to change the frequency of the internal modulation source from 
400 Hz to 1 kHz. The displayed demodulated signal should be a sine wave with a period of 
1 ms (! kHz), 

3-12, HP-IB FUNCTIONAL CHECKS 
Description 

The following procedures check the Signal Generator’s ability to recognize its own HP-IB (listen) 
address, properly make remote/local transitions, and process all the applicable HP-IB messages 
described in Table 3-7. During the process, all of the Signal Generator HP-IB data input/output bus, 
control, and handshake lines are checked, except for DI08 (the roost significant data input/outpul 
bus line which is not used by the Signal Generator). Only the Signal Generator, a bus controller, and 
an HP-IB interface with appropriate cabling are required to perform these procedures. The checks 
are intended to be as independent of one another as possible, since each begins with the Signal 
Generator being reset to its initialized condition. Nevertheless, it is suggested that the first four checks 
be performed in order before any other check. Any special initialization steps or requirements for a 
^ven check are provided at the beginning of the check. 

The validity of these checks is based on the following assumptions: 

• The Signal Generator performs properly when operated via the front-panel keys (that is, in 
local operation). This can be verified by performing the basic functional checks as outlined in 
paragraph 3-11. 

• The bus controller properly executes HP-IB operations, 

• The bus controller’s HP-IB interface properly transfers the controllers instructions* 

• The select code of the bus controller’s interface is set to 7. 

• The HP-IB address of the Signal Generator is set to 07 (the factory-set address). 

• The select code address combination (that is, 707) is not necessary for these checks to be valid, 
however, the program lines presented in the following procedures would have to be modified 
for any other combination. 
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If the Signal Generator appears to fail any of the remote functional checks, the validity of the 
preceding assumptions should be confirmed before attempting to service the Signal Generator, 

If all of these checks are performed successfully, the Signal Generator HP-IB capability can be 
considered to be operating properly. These procedures do not check whether or not all of the Signal 
Generator program codes are being properly interpreted and executed by the Signal Generator, 
however, if the front-panel operation is confirmed to be working properly and its HP-IB capability 
operates correctly, then there is a high probability that the Signal Generator will respond properly 
to all of its program codes. 

Initial Setup 

The test setup is the same for all of the checks. That is, the Signal Generator is connected to the 
bus controller through the bus controller’s HP-IB interface via the appropriate cable. 

Equipment 

Use any HP Controller and HP-IB Interface to implement HP-IB functional checks. 

Procedure 

Address Recognition 

This check determines whether or not the Signal Generator recognizes when it is being addressed 
and when it is not. It is assumed that the Signal Generator is in local operation and that it can 
properly handshake on the bus. Before beginning this check, verify that the Signal Generator is in 
local o]>eration and unaddressed by the controller. 



Description 


BASIC 


Set the Remote Enable (REN) bus controJ line false. 
Send the listen address to the Signal Generator. 


LOCAL 7 
OUTPUT 707 



1. Verify that the Signal Generator RMT annunciator remains off, and that its ADRS annunciator 
lights. 



Description 


BASIC 


Unaddress the Signal Generator by sending a different address. 


OUTPUT 715 



2- Verify that the Signal Generator RMT and ADRS annunciators are both off. 
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Remote and Local Messages and the LOCAL Key 

This check determines whether the Signal Generator properly switches from local to remote 
operation, switches from remote to local operation, and whether the LOCAL key can return the 
Signal Generator to local operation. It is assumed that the Signal Generator is able to both handshake 
and recognize its own address. Before beginning this check verify that the Signal Generator U in local 
operation and unaddressed by the controller. 



Description 


BASIC 


Send the Remote message which sets the Remote Enable (REN) bus 
control tine true and addresses the Signal Generator to listen. 


REMOTE 707 



1. Verily that the Signal Generator RMT and ADRS annunciators both light 



Description 


BASIC 


Send the Locaf message to the Signal Generator. 


LOCAL 707 



2 . Verify that the Signal Generator RMT annunciator turns off, and that its ADRS annunciator 
remains on. 



Description 


BASIC 


Send the Locaf message to the Signal Generator, 


REMOTE 707 



3. Verify that the Signal Generator RMT and ADRS annunciators are both on. Press the LOCAL 
key on the front-panel of the Signal Generator and verify that the RMT annunciator turns off, 
and that the ADl^ annunciator remains on. 

Data Message 

This check determines whether or not the Signal Generator properly receives Data messages. Because 
the Signal Generator is only a listener, it can only receive Data messages, but never send them. It 
is assumed that the Signal Generator is able to handshake, recognize its own address, and properly 
make remote/local transitions. The Data message that is sent will cause the 7 least significant HP-IB 
data lines to be placed in both their true and false states. Before beginning this check, verify that the 
Signal Generator is in local operation and unaddressed by the controller. 



Description 


BASIC 


Send first part of the Remote message (enables the Signal Generator 


REMOTE 707 


remote operating mode). 




Address the Signal Generator to listen (which completes the Remote 


OUTPUT 707; 


message) and send the Data message (which tunes the Signal 


'TRSOOMZ^* 


Generator to 500 MHz). 





I. Verify that the Signal Genea-ator RMT and ADRS annunciators both light, and that the 
FREQUENCY Display shows a carrier frequency of 500.0000 MHz. 
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Local Lockout and Clear Lockout/Set Local Messages 

This check determines whether or not the Signal Generator properly receives the Local Lockout 
message which disables all of the front-panel keys* In addition, this check determines whether or not 
ftc Clear Lockout/Set Local message is properly received and executed by ttie Signal Generator. It 
is assumed that the Signal Generator is able to handshake, recognize its own address, and properiy 
make remote/local transitions* Before beginning this check, verify that the Signal Generator is in 
local operation and unaddressed by the controller* 



Description 


BASIC 


Send first part of the Remote message (enables the Signal Generator 


REMOTE 707 


remote operating mode). 




Send the Local Lockout message. 


LOCAL LOCKOUT 7 


Address Signal Generator to listen (completes the Remote message). 


OUTPUT 707 



L Verify that the Signal Generator RMT and ADRS annunciators both light* Press the LOCAL 
key on the front-panel of the Signal Generator, and verify that its RMT and ADRS annunciators* 
both remain on* 



Description 


BASIC 


Send the Clear Lockout/Set Local Message. 


LOCAL 7 



2. Verify that the Signal Generator RMT annunciator is turned off, and that its ADRS annunciator 
remains on. 

Clear Message 

This check determines whether or not the Signal Generator properly responds to the Qear message. 
It is assumed that the Signal Generator is able to handshake, recognize its own address, properly 
make remote/local transitions, and receive Data messages. Before beginning this check, verify that 
the Signal Generator is in local operation, and unaddressed by the controller. 



Description 


BASIC 


Send first part of the Remote message (enables the Signal Generator 


REMOTE 707 


remote operating mode). 




Address the Signal Generator to listen (which completes the Re- 


OUTPUT 707; 


mote message) and send the Data message (which sets the output 


"APD3DBMV' 


amplitude of the Signal Generator to 3,0 dB mV). 
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Operation 



1, Verify that the Signal Generator RMT, ADRS, dB, and mV annunciators all light, and that the 
AMPLITUDE Display shows an output amplitude of 3.0 dBmV. 



Description 


BASIC 


Send the Clear message. 


CLEAR 707 



2. Verify that the Signal Generator RMT and ADRS annunciators remain on, and that the 
AMPLITUDE Display now shows frequency as 100 MHz and amplitude as -127.0 dBm (for 
an HP 8656B) or —143.5 dBm (for an HP 8657A or HP 8657B). The dB and mV annunciators 
will now he off and the dBm annunciator will be on. 

Abort Message 

This check determines whether or not the Signal Generator becomes unaddressed when it receives 
the Abort message. It is assumed that the Signal Generator is able to handshake, recognize its own 
address, and properly make remote/local transitions. Before beginning this check, verify that the 
Signal Generator is in local operation and unaddressed by the controller. 



Description 


BASIC 


Send the complete Remote message. 


REMOTE 707 



1. Verify that the Signal Generator RMT and ADRS annunciators both light 



Description 


BASIC 


Send the Abort message {which unaddresses the Sigrial Generator to 
listen*) 


ABORTIO 7 



2. Verify that the ADRS and RMT annunciators turn off. 
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General Operating Instructions 



Warning 

e 



Before the Signal Generator is switched on, ail protective earth terminals, 
extension cords, autotransformers, and devices connected to it should be 
connected to a protective earth grounded socket Any inlerruption of the 
protective earth grounding will cause a potential shock hazard that could result 
in personal injury or loss of life. 

For continued protection against fire hazard, replace the line fuse only with a 
250V fuse of the same rating. Do not use repaired fuses or short circuited fuse 
holders. 



Caution Before the Signal Generator is switched on, it must be set to the same line 

• voltage as the power source being used, and a correctly rated line fuse must be 

fitted. 

The Signal Generator is protected against reverse power applications up to 50 
watts. However, for maximum protection of expensive internal components, 
ensure that you do not apply any reverse power to the RF OUTPUT 
connector. 



Power ON instructions 

1. Ensure that the Signal Generator has the correct line voltage selected and that the correct 
fuse has been installed. (Refer to Section 2) 

2. Plug in the power cable. (The Option 001 High Stability Timebase is turned on when the 
power cable is plugged in.) 

3. Press the POWER switch to the ON position. (All front-panel annunciators and LED 
segments momentajily turn on for a visual inspection.) 

4. The Signal Generator is now ready for use. 
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Power STBY Instructions 

Press the POWER switch to the STBY position. 

AU Signal Generator settings and storage register contents are saved in RAM. When the 
Signal Generator is turned back ON, the instrument functions laist displayed will be active, 
even if the plug has been disconnected. 



Note 

4 



If the Signal Generator is switched to STBY with RF ON/OFF set to off, the 
RF will be turned on when the Signal Generator is turned back ON. 



Detailed Operating Instructions 

Dlnstrations in this section of the manual, provide you. with detailed operating instructions for 
setting the following Signal Generator features: 

■ Setting Frequency (page 3-3). 

■ Setting Amplitude (page 3-4). 

■ Setting Modulation, AM and FM (page 3-5). 

■ Setting Modulation, Pulse (HP 8657B only) (page 3-6). 

■ Storing or Recalling Front-Panel Settings (page 3-8). 

■ Creating and Recalling Sequences (page 3-9). 

■ Modifying Front- Panel Settings (page 3-10). 

■ Miscellaiieous Operating Features (page 3-12). 

Each illustration is accompanied with directions and comments to provide further information. 
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Setting Frequency 



HP 8656B 

I rHEOuENCT I 

HP 8657A/B 

IZID 



[T][^ rn 
CniIDQ] 
□JCJ3 LD 
CHEZ! 



jsn 



Setting Frequency 

Directions: 

1. Press the t frequency 1 key on the HP 8656B or the [ freq 1 key on the 8657 A/B. 

2. Enter the numeric frequency value. 

t 

3. Complete the entry in MHz or kHz. 

Comments: 

■ Skip step I (above) for subsequent frequency changes. 

■ Carrier frequencies below 100 kHz result in an uncalibrated output amplitude, 

■ The MODULATION display fleishes if you enter a carrier frequency outside of the Signal 
Generator’s operating limits for the selected FM peak deviation. Change the carrier 
frequency or the FM peak deviation to correct the error. 
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Setting Amplitude 



EEI 




Setting Amplitude 



Directions: 

1. Press the (amptd) key. 

2. Enter the numeric amplitude value. 

3. Complete the entry in any one of the following 14 entries; 



dBm 


dB/iV 


V 


EMF mV 


dBf 


dB EMF V 


mV 


EMF fiV 


dBV 


dB EMF mV 


pV 




dBmV 


dB EMF pV 


EMF V 





Comments: 

■ Minus sign may be entered at any time before completing the entry, 

■ Digits selected beyond the specified resolution of the AMPLITUDE display are truncated. 

■ Whenever a reverse power condition is detected, the AMPLITUDE display and its 
associated annunciators hash until the source of reverse power is removed and the (amptd ] 
key is pressed. 
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Setting Modulation, AM and FM 



i I 



CZHHD 

LULL] 

CDLD 

LDEZ] 




Setting Modulation, AM and FM 



Directions: 

1. Press one of the MODULATION SOURCE keys (for either internal or external source). 

2. Press either the [am ) or (FM) key. 

3. Enter the numeric modulation depth or deviation value. 

4. Complete the entry in percent for AM, or kHz for FM. 

(Turn modulation off by first pressing the (am) or [fm] key, and then the MODULATION 
SOURCE (off) key). 



Comments: 

■ DCFM is turned on by first pressing the blue [shift) key, and then the [fm] key. 



Caution Maximum Allowable input level for DCFM is ±15 Vdc. Exceeding this limit 
may cause damage to the Signal Generator. 




■ Only one internal modnlation source can be selected at any time, dther 400 Hz or 1 kHz, 

■ The modulation value is retained when modulation is switched off. 
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Setting Modulation, Pulse (HP 8657B only) 

There are two Pulse modulation modes: 

m Pulse modulation (normal mode), and 

m Pulse modulation (fast mode). 

Use Pulse modulation (normal mode) for: 

General purpose bench use. 

Testing sensitive loads. 

Use Pulse modulation (fast mode) for: 

Non-50 fl loads. 

Best levd accuracy. 

ATE applications to maodmize the attenuator’s lifespan. 

For both Pulse modulation modes, if frequency or amplitude is changed when the carrier 
frequency is >1030 MHz, the HP 8657B performs an internaldeveiing routine creating a 15 ms 
(approximately) pulse at the same output level as the RF output. 

Based upon the following information about each Pulse modulation mode (normal and fast), 
decide if the 15 ms internal- leveling pulse should appear at the RF output: 

Pulse Modulation (normal mode). This mode switches in all of the attenuator pads to prevent 
the internal-leveling pulse from appearing at the RF OUTPUT. In high-cycle applications 
where frequency or amplitude is constantly modified^ the attenuator^s lifetime may be reduced. 

With Pulse Modulation (normal mode), the internal-leveling routine is calibrated into the 
attenuator. This means that any impedance mismatch between the load and the attenuator’s 
impedance of 50fl, will cause a level difference between the CW RF output and the Pulsed RF 
output. Typically, for a 50fl load, the error will be <±0,25 dB. 



Note The impedance mismatch error is only significant for RF output levels >+3.9 

dBm, Below this level, the HP 8657B’s attenuator minimizes the effect of any 
impedance mismatch. 




Pulse Modulation (fast mode). This mode allows the internal-leveling pulse to reach the RF 
OUTPUT. This mode would present a problem with any device under test that is designed to 
accept pulses only in the ps range. 



The HP 8657B also generates an internal -leveling pulse whenever Pulse 
modulation (fast mode) is first selected. This happens regardless of the carrier 
frequency setting. Ensure that the pulse does not cause any damage to the 
device under test. 



With Pulse modulation (fast mode), the internal-leveling routine is calibrated directly into the 
load. Therefore, the level difference between the CW RF output and the Pulsed RF output is 
typically <±0.1 dB. 



Caution 
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Directions: 



1. Por Pulse Modolation (noTtnal mode), press the blue tsHiFTl key and then the [am] key. 

For Pulse Modulation (fiist mode), press the blue [shift] key and then the ■[]• key below the 
[am] key. 

2. Connect an external modulation source to the PUISE INPUT connector. When a pulse 
waveform from the external modulation source goes high, the Pulse output from the 
HP 8657B turns on. 

3. Vary the external pulse’s waveform rate, amplitude, and width to simulate the pulse signal 
you require. 



Caution The maximum allowable input level for Pulse modulation is ±15 Vdc. 
Exceeding this limit may cause damage to the KP S657B. 




Comments: 

■ Pulse spedfications are described Section 1 of the Operation and Calibration Manual. 

n The PULSE INPUT impedance can be selected for 50fi, or for high impedance. The HP 
8657B is set at the factory for high impedance, refer to section 2 of the Operation and 
Calibration Manual if you want to set the input impedance to 50S1. 
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Storing/Saving and Recalling Front-Panel Set-Ups 




Directions for Storing/Saving: 

1- Set the Signal Generator to the set-up you want to Store/ Save 

2. Press the Istore] key (for the HP 8656B) or the fs^ key (for the HP 8657A/B). 

3. Enter the memory location number (0-99). 

Directions for Recalling: 

• Press the 1 "recall 1 key. 

■ Enter the memory location number (0-99). 

Comments: 

> The Signal Generator has 100 memory locations (0-99), for storing/saving front-panel 
set-ups (exclusive of increment settings). 
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Creating and Recalling Sequences 




Sequence 




Flexible Sequence 




Reverse Sequence 

Creating and Recalling Sequences 



Directions for Creating a Sequence 

1. Set the Signal Generator to the set-up you want. 

2. Press the [store 1 key (for the HP 8656B) or the key (for the HP 8657A/B). Enter 
the memory location number (0-99). 

3. Repeat step 1 and 2 until all the set-ups are saved. 

Directions for Recalling a Sequence 

1. Use the [ recall! key and the data keys to recall the set-up you want the sequence to start 
at. 

2 . Press the (seqI key to recall the next set-up. 

3. To reverse the sequence, press the [^ift 1 , [SEQ] then the [recall! keys. 

Directions for Creating a Flexible Sequence 

1. Use the the [recall! key and the data keys to recall the last set-up in the sequence. 

2. Press the [shift 1 key then four data keys. In the above example the keys would be (ij, (^, 
0 and 0. 
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Modifying Front-Panel Settings 



MODUL ATIO N'I 



FREQUENCY 



I I Oft [ f«£DUEMCt"| 
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Modifying Front-Panel Settings 



Drections to Modify Modulation: 

1* Press the [amI or key. 

2. Press the "(1 or key as inany times as needed* The AM depth or FM deviation changes 
each time you press the it or ^ key by the value in its increment register. 



Directions to Modify Frequency: 

1* Press the Ifrequency) or (freq) key (depending upon your Signal Generator). 

2. Press the 'fj' or key as many times as needed* The frequency changes each time you press 
the ti' or ^ key by the value in its increment register* 

3, Press the [coarse tune] or [fine tuneI key and change the Signal Generator's frequency 
using the fl' or )Jr keys, ( [coarse tune 1 and [rne tune] value settings are lost when an 
instrument preset is done.) 



Directions to Modify Amplitude: 

m Press the [amptdI key. 

■ Press the ff or key as many times as needed. The amplitude value of the RF output 
changes each time you press the t or 4 key by the value in its increment register* 
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Comments to Modifying Front-Panel Settings: 



■ Press and hold the [iwcR SET 1 key to view the contents of the increment register. You can 
modify the contents of the increment register after it has been pressed, 

■ Increment entries are checked against maximum and minimum allowable increment limits. If 
a limit is exceeded, the increment entry is either truncated or rejected. 

■ If the increment register is set to a value that would cause the Signal Generator to exceed 

its operating range for modulation, frequency, or amplitude, the jl and keys would become 

inoperative. A correct decrease in the increment setting re-enables the and ^ keys. 
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Miscellaneous Operating Features 

The Signal Generator has the following miscellaneous operating features: 

■ Amplitude offset. 

■ Display a memory location. 

■ Display the HP-IB address. 

■ Frequency phase up and down. 

■ HP-IB to local. 

■ Instrument preset. 

■ RF on and off. 

Directions for Amplitude Offset: 

The following directions show you how to change the RF output amplitude without altering 
the valued shown in the AMPLITUDE display. 

1. Press the blue {shift) key, and then press the (amptd (ap OFSi) key. 

2. Enter the numeric amplitude offset value, and then press the (dsl key. 

3. You can verify the amplitude offset value by first pressing the blue [shift) key, and then 
pressing and holding the [amptd] key. 

Directions to Display a Memory Location: 

The following directions show you how to display the contents of any memory location 
without affecting the actual output of the Signal Generator. 

1. Press the blue f SHIFT ) key, and then the (seq (dspu) key. 

2. Press the first data key then press and hold the second data key. 

Directions to Display the HPdB Address: 

The following directions show you how to display the internally set, decimal HP-IB address. 

1. Press the blue [shift 1 key, and then press and hold the [local (adrs)) key. 

2. The decimal HP-IB address is shown in the MODULATION display for as long as you In 
the [local fADR$)l key. 



12 HP 8S5SB/57A/57B Quick Reference Guide 



Directions for Frequency Phase Up and Down: 

The following directions show yon how to change the carrier frequency’s phase in one-degree 
steps, referenced to the internal or external timebase. 

1. Press the blue [shift 1 key, and then either the or the ^ associated with the 
(frequency! key on the HP 8656B or the [freqI key on the HP 8657A/B. 

2. Holding the ^ or key down continually changes the carrier frequency in one-degree 
steps. 

Directions to go from HP-IB to Local Controb 

Simply press the [local I key to make the Signal Generator go from HP-IB to local control 
(that is, front-panel control). You’ll notice that the RMT annunciator turns off when local 
control is returned. 

Directions for Performing an instrument Preset 

Simply press the blue [shift! key, and then press the [o (preset) 1 key. All front-panel 
annunciators and LED segments will momentarily light up for a visual inspection. 

Direcltons to Turn the RF On and Off: 

Simply press the (rf on /off! key to turn the carrier frequency at the RF OUTPUT connector 
on and off. 
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Performance Tests 



Section 4 

PERFORMANCE TESTS 



4-1. INTRODUCTION 

The procedures in this section test the Signal Generator electrical performance using the specification 
tables in Section I as the performance standards. All tests can be performed without access to the 
interior of the instrument, A simpler operational test is included in Section 3 under User Confidence 
Tests. 



NOTE 

If the performance tests are to be considered valid, the following conditions 
must be met: 

a. The Signal Generator must have a 30-minute warmup. 

b. The line voltage must be 100, 120, 220, or 240 Vac (+5%, —10%) from 
48 to 440 Hz. Vie Voltage Selector Cam must be in the proper position. 
Refer to Figure 2-1. 

c. The ambient temperature must bed to 55“ Cfor the Level Accuracy and 
Flatness Test. 



4-2. EQUIPMENT REQUIRED 

Equipment required for the performance tests is listed in Table 1-4, Recommended Tert Equipment. 
Any equipment that satisfies the critical specifications ^ven in the table may be substituted for the 
recommended model(s). 

4-3. PERFORMANCE TEST RECORD 

You can record the results of the performance tests in the Performance Test Record, located at the 
end of this section. The Test Record lists all of the tested specifications and their acceptable limits. 
The results recorded at incoming inspection can be used for comparison in periodic maintenance 
and troubleshooting and after repairs or adjustments. 

4-4. CALIBRATION CYCLE 

The Signal Generator requires periodic verification of performance. Depending on the use and 
environmental conditions, the Signal Generator should be checked using the following performance 
tests at least once each year. 

4-5. ABBREVIATED PERFORMANCE TESTING 

In most cases, it is not necessary to perform all of the tests in this section. Table 4-la and Table 4- lb 
show which tests are recommended for various situations. The User Confidence Tests in Section 3 
should be the first step in all testing situations. 
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4-6. TEST PROCEDURES 

It is assumed that if you are performing the following tests, that you know how to operate the 
specified test equipment Equipment settings, other than those for the Signal Generator, are stated 
in general terms. For example, a test might require that a spectrum analyzer’s resolution bandwidth 
be set to 100 Hz; however, the time per division setting would not be specifled and you would set 
that control so that the analyzer operates correctly. 

It is also assumed that you will supply whatever cables, connectors, and adapters are necessary. 



Table 4— Jo, Abbreviated Performance Tests for HP 8656B and HP 8657A 





Section 3 
Confidence Tests 


Perfonnance Test Number and Name 


Testing Situatk»is 






1 


2 


3 


4 


5 


Basic 


HP-m 


Spectral 

Purity 


Output Level 
Accuracy 
And Flatness 


Modulation 


Output 

Leakage 


SWR 


Incoming ln«p«ctbii or 
















Overali Poffoimince 


X 


X 


X 


X 


X 


X 


X 


Vedfication 
















After Comptoto 
Adju*tnwnt 


X 




X 


X 


X 


X 


X 


Aftftr Ropaifi to 
















AMembiy: 
















A1 


X 














A2 


X 














A3A1 


X 




X 




FM 






A3 


X 














A3 


X 




X 




FM 






A3 


X 




X 










A3 


X 




X 










A3 


X 




X 




FM 






A3 


X 




X 




FM 






A3 


X 




X 




FM 






A3 


X 




X 










A4 


X 




X 










A4 


X 




X 










A6 


X 




X 


X 


AM 






A6 


X 




X 


X 








AS 


X 




X 










A9 


X 




X 


X 




X 


X 


A10 


X 














A11 


X 






X 


X 






A15 


X 














A16 


X 














FL1 


X 




X 
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Performance Tests 



Table 4-~3b. Abbreviated Performance Tests for HP 8657B 





Section 3 
Confidence Tests 


Performance Test Number and Name 


Testing SHuations 


Basic 




1 


z 


3 


4 


S 


HP'IB 


Spectral 

Purity 


Output Level 
Accuracy 
And Ratness 


Modulation 


Output 

Leakage 


SWR 


Incoming Inspoctkm or 
















Overall Pariormance 


X 


X 


X 


X 


X 


X 


X 


VerfHcalioii 
















After Compfete 


X 




X 


X 


X 


X 


X 


Adluetment 
















After Bepaire to 
















Ataembty: 
















A1 


X 














A2 


X 














A3A1 


X 




X 




FM 






A3 


X 














A3 


X 




X 




FM 






A3 


X 




X 










A3 


X 




X 










A3 


X 




X 




FM 






A3 


X 




X 




FM 






A3 


X 




X 




FM 






A3 


X 




X 










A4 


X 




X 










A4 


X 




X 










A3 


X 




X 


X 


AM 






A6 


X 




X 


X 








AB 


X 




X 










A10 


X 




X 


X 


PULSE 




X 


A11 


X 








AM/FM 






A12 


X 




X 


X 


X 




X 


A13 


X 


X 




X 


i ^ 






A14 


X 














A15 


X 














A16 


X 














FL1 


X 




X 








1 
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Performance Test 1 



SPECTRAL PURITY TESTS 

• Spurious Signals 
■ Residual AM 

• Residual FM 

• SSB Phase Noise (1 Hz Bandwidth) 

HP 8656B Specifications 



Electrical Characteristics 


Performance Umlts 


Conditions 


Spurious Signafs: 






Harmonics 




< +7 dBm output levels 




< -30 dBc 


0.1 to 990 MHz 


Non-harmonics 




> 5 kHz from carrier in CW mode 




< -60 dBc 


0.1 to 990 MHz 


Sub-harmonics 


None 




Residual Modulation CW Mode: 






AM 


-30 dBc 


0.1 to 990 MHz 


{0.5 to 15 kHz Post Detection 
Noise Bandwidth) 

FM 


< 7 Hz rms 


0.1 to 123.5 MHz 


(0.3 to 3 kHz Post Detection 


< 2 Hz rms 


123.5 to 247 MHz 


Noise Bandwidth) 


< 4 Hz rms 


247 to 494 MHz 




< 7 Hz rms 


494 to 990 MHz 


FM 


< 15 Hz rms 


0.1 to 123.5 MHz 


(0.05 to 15 kHz Post Detection 


< 4 Hz rms 


123.5 to 247 MHz 


Noise Bandwidth) 


< 8 Hz rms 


247 to 494 MHz 




< 15 Hz rms 


494 to 990 MHz 


SSB Phase Noise 




20 kHz offset from carrier 




< -114 dBc/Hz 


0.1 to 123.5 MHz 




< -126 dBc/Hz 


123.5 to 247 MHz 




< -120 dBc/Hz 


247 to 494 MHz 




< -114 dBc/Hz 


494 to 990 MHz 
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HP 8657A Specifications 



Electrical Characteristics 


Performance Limits 


Conditions 


Spurious Signals: 






Harmonics 




< +7 dBm output levels 




< -30 dBc 


0.1 to 1040 MHz 


Non-harmonics 




> 5 kHz to 2 MHz from carrier in 
CW mode 




< -60 dBc 


0.1 to 130 MHz 




< -72 dBc 


130 to 260 MHz 




< -66 dBc 


260 to 520 MHz 




< -60 dBC 


520 to 1040 MHz 


Sub-harmonics 


None 


0.1 to 1040 MHz 


Residual Modulation CW Mode: 






AM 


< 0.04% 


0.1 to 1040 MHz 


(0.5 to 15 kHz Post Detection 
Noise Bandwidth) 






FM 


< 4 Hz rms 


0.1 to 130 MHz 


(0.3 to 3 kHz Post Detection 


< 1 Hz rms 


130 to 260 MHz 


Noise Bandwidth) 


< 2 Hz rms 


260 to 520 MHz 




< 4 Hz rms 


520 to 1040 MHz 


FM 


< 6 Hz rms 


0.1 to 130 MHz 


(0.05 to 15 kHz Post Detection 


< 1.5 Hz rms 


130 to 260 MHz 


Noise Bandwidth) 


< 3 Hz rms 


260 to 520 MHz 




< 6 Hz rms 


520 to 1040 MHz 


SS B Phase Noi se 




20 kHz offset from carrier 




< —124 dBc/Hz 


0.1 to 130 MHz 




< -136 dBc/Hz 


130 to 260 MHz 




< -130 dBc/Hz 


260 to 520 MHz 




< -124 dBc/Hz 


520 to 1040 MHz 
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HP 86578 Specifications 



Electrical Oiaradenstics 


Performance Umlte 


Conditions 


Spurious Signals: 






Harmonics 




< +7 dBm output levefs 




< -30 dBc 


0-1 to 1030 MHz 




< -25 cJBc 


1030 to 2060 MHz 


Non-harmonics 




> 5 kHz to 2 MHz from carrier In 
CW mode 




< -63 dBc 


0*1 to 130 MHz 




< -75 dBc 


130 to 260 MHz 




< —66 dSc 


260 to 520 MHz 




< -63 dBC 


520 to 1030 MHz 




< -57 dBC 


1030 to 2060 MHz 
> 2 MHz from carrier in CW mode 




< -60 dBC 


0*1 to 1030 MHz 




< -54 dBC 


1030 to 2060 MHz 


Sub-hariTionics 


None 


0.1 to 1030 MHz 




< -^0 dBC 


1030 to 1800 MHz 




< -35 dBC 


1800 to 2060 MHz 


Residual Modulation CW Mode; 






AM 


< 0*04% 


0.1 to 2060 MHz 


(0.5 to 15 kHz Post Detection 
Noise Bandwidth) 






FM 


< 4 Hz rms 


0.1 to 130 MHz 


(0.3 to 3 kHz Post Detection 


< 1 Hz rms 


130 to 260 MHz 


NcNse Bandwidth) 


< 2 Hz rrns 


260 to 520 MHz 




< 3 Hz rms 


520 to 1040 MHz 




< 6 Hz rms 


1040 to 2060 MHz 


FM 


< 6 Hz rms 


0*1 to 130 MHz 


(0.05 to 15 kHz Post Detection 


< 1,5 Hz rms 


130 to 260 MHz 


Noise Bandwidth) 


< 3 Hz rms 


260 to 520 MHz 




< 4 Hz rms 


520 to 1040 MHz 




< 8 Hz rms 


1040 to 2060 MHz 


SSB Phase Noise 




20 kHz offset from carrier 




< -124 dBc/Hz 


0*1 to 130 MHz 




< -136 dBc/Hz 


130 to 260 MHz 




< -130 dBc/Hz 


260 to 520 MHz 




< -124 dBc/Hz 


520 to 1040 MHz 




< -118 dBc/Hz 


1040 to 2060 MHz 
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Description 

Spurious signals are checked using a spectrum analyzer. Residual AM and FM Modulation are 
checked to 1300 MHz using a measuring receiver. SSB phase noise of the HP 8657A and HP 8657B 
is measured to 1600 MHz using a phase noise measurement system. SSB phase noise of the HP 8656B 
is measured by mixing the RF output of the Signal Generator and a Reference Signal in a double 
balanced mixer to eliminate the carrier and translate the noise spectrum to a low frequency where 
it can be viewed on a spectrum analyser. The output of the mixer is viewed on a spectrum analyser. 



Equipment 



spectrum Analyzer HP 8562B or HP 8555A/8552B/141T (Harmonics/Spurious Tests) 

Measuring Receiver HP 8902A (Option 003 for Optional Residual FM Tests) 

Sensor Module HP 11722A 

Digital Multimeter HP 3466A 

Oscilloscope • • 54501 A 

AM/FM Test Source HP 1 171 5A 



Cable (UG-21D/U type N connectors) HP 11500B 

Cable (UG-88CA3 BNC and dual banana plug connectors) HP 1 1001*60001 

Synthesized Signal Generator/(LO for Optional Residual FM Test) HP 8662A 

Phase Noise Measurement System HP 3048A 



Procedure 

Spurious Signals Test 

1. Set the spectrum analyzer as follows: 



Center Frequency 100 

Frequency Span 30 kHz 

Resolution Bandwidth 300 Hz 

Reference Level 

2. Set the Signal Generator as follows: 

Frequency. iOO kHz 

Frequency Increment 100 kHz 

Amplitude dBm 

Modulation CUT 



NOTE 

The R^erence Level of both the Signal Generator and the Spectrum Analyser 
should be +4 dBm if the HP 8657B you are using is fitted with Pulse 
Modulation. Pulse Modidation is available as an option on the HP 8657B 
only. 

3. Connect the RF OUTPUT of the Signal Generator to the input of the spectrum analyzer as 
shown in Figure 4-1. Verily that all harmonics are within the specifications shown in the 
following table. 
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Spurious Signals 






Results 




Actual 


HP S656a 


HP S657A 


HP 86S7B 


Harmonics 




< -30 dBc 


< —30 dBc 


\ < -30 dBc (0,1 to KBOMHz; 
1 < -25 dBc (1030 to 2060MH 


Non-Harmonics 

(> 2 MHz from carrier) 




< -60 dBc 


< -60 dBc 


< -60 dBc (0.1 to 1030MHz 

< -54 dBc (1030 to 2060 M( 


5 kHz to 2 MHz from 
carrier 




< dBc 


< -60 dBc (0.1 to 130MHz) | 

< -72 dBc (130 to 260MHz) 

< "66 dBc (260 to 520MHz) 

< -60 dBc, 520 to 1040MHz 


< -63 dBc (0.1 to 130MHz) 

< -75 dBc (130 to 260MHz) 

< -66 dBc (260 to 520MHz) 

< -63 dBc (520 to 1030MHz 

< -57 dBc (1030 to 2060 M! 


Sub-Harmonics 




None 


None 


None. 0.1 to 1030 MHz 

< -40 dBc (1030 to 1800 Ml 

< -M dBc (1800 to 2060.MI 



NOTE 

Adjust the Center Fretpiency, Frequency Span, and Resolution Bandwidth 
controls as required. 

Change the frequency increment from 100 kHz to 10 MHz at 10 MHz, if 
desired. 



SIGNAL GENERATOR 



RF 

OUTPUT INPUT 



Figure 4—1. Spurious Signals Test Setup 
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SPECTRUM ANALYZER 



Residual AM 

4. Verily the residual AM of the measuring receiver as follows: 

a. Connect the modulation output of the measuring receiver to the input of the digital 
multimeter and the AM output of the AM/FM test source to the input of the measuring 
receiver as shown in Figure 4*2. Nothing should be connected to the audio input of the 
AM/FM test source. 
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HP 8902A 




INPUT 


MEASURING RECEIVER 




/ 


Q ' 

0 








MODULATION 




□OPOOO “□□□□ 0— 


OUTPUT J 




OOODQ □ □□□□ _ 




AM 


OP □ □□□□ ^ 


INPUT 


OUTPUT 


a Q 0 DOODDO o DDOD O — 





DIGITAL MULTILMETER 



AW/FM TEST SOURCE 



Figure 4—2. Measuring Receiver Residual AM Verification Test Setup 



NOTE 

The residual AM spedfication of the Signal Generator is not equivalent to 
the published spedfication of the HP 8902A Measuring Receiver. To make a 
valid residual AM measurement, the residual AM of the measuring receiver 
should be at least 3 dB better than the spedfication bdng tested. The residual 
AM of the Measuring ^Receiver must be verified to be adequate to measure 
the Signal Generator residual AM spedfication to ensure the validity of the 
measurement. If residual AM is measured frequently, it is not necessary to 
verify the residual AM of the measuring receiver each time; however, it is 
recommended that it be verified monthly to ensure an accurate measurement. 

b. Set the measuring receiver as follows: 

Measurement Frequency 

c. Set the AM/FM test source as follows: 

Test Mode FM 

d. Tune the carrier frequency on the AM/FM test source for a measuring receiver reading 
of 12.5 ±0.1 MH 2 . 

e. Set the digital multimeter as follovirs: 



Function Vac 

Range 200 mV 

f. Set the measuring receiver as follows: 

Measurement AM 

HP Filter 50 Hz 

LP Filter 15 kHz 



g. The digital multimeter should indicate 1.77 mV or less for an HP 8656B and 3.28 mV or 
less for an HP 8657A or HP 8657B. 



NOTE 

To make a valid residual AM measurement, the residual AM of the measuring 
receiver should be at least 3 dB better than the spedfication bdng tested. 
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5. Set the measuring receiver as follows: 



Measurement AM 

Detector Peak+ 

HP Filter 50 H 2 

LP Filter 15 kHz 

FM De-Emphasis Off 

6. Set the Signal Generator as follows: 

Frequency * * - Any 

Amplitude 0 0 dBm 

Modulation — * . Off 



7. Set the (hgital multimeter as follows: 

Function Vac 

Range ' ^ 

X. Connect the RF OUTPUT of the Signal Generator to the input of the measuring receiver and 
the modulation output of the measuring receiver to the input of the digital multimeter as shown 
in Figure 4-3. 

9. The digital multimeter should indicate <1.77 mVrms for an HP 8656B and <3.28 mVrms for 
an HP 8657A or HP 8657B. 

Actual Maximum 

< 1 J7 mVrms 

< 3.28 mVrms 



SIGNAL GENERATOR 



RF 

OUTPUT 
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o 



a D a 


Q O 




□ O C O Cj! 
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cn 


Q □ C3 □ □ 


oa a 


Cl! □ 5Z1 


Cl 


n □ w □ □ 


jg 1 
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EJ 


P □ O □ D 



INPUT 

— 



MODULATION 

OUTPUT 



INPUT 



DIGITAL MULTILMETER 



measuring receiver 



Figure 4^5. Residual AM Test Setup 
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Residual FM 



NOTE 

A standard HF 8902A can be used to verify the residual FM specifications 
in the heterodyne band of Jrequencies. Tests performed at these frequencies 
wiU verify that in all probability, the instrument meets Us specifications. If the 
Signal Generator has been repaired or the heterodyne band of frequencies do 
not pass, the Optional Residual FM Test (steps 14-18) should be performed. 



10. Set the measuring receiver as follows: 

Measurement 

Detector 

FM De-Emphasis 

Automatic Operation 

11. Set the Signal Generator under test as follows: 

Frequency 

Amplitude 

Modulation 



. . . . FM 
. . . RMS 

Off 

Selected 



Any From Chart 

0.0 dBm 

Off 



12. Connect the RF OUTPUT of the Signal Generator under test to the input of the measuring 
receiver as shown in Rgure 4-4, 



SIGNAL GENERATOR 





RF 

OUTPUT INPUT 


MEASURING RECEIVER j 


o n 
2 ° 


D DO 
a o D 

O 2 □ 

a 


a a 
n □ C3 
c: ra o 
a 


□ 

n 

a 

a 


a n D a c n 
CL □ s a c n 
a □ □ o □ CP 

a Q o s □ 









Figure 4—4. Residual FM Test Setup 



13. Set the Signal Generator frequency and select the measuring receiver high-pass and low-pass 
filters as indicated in the following table. Verify that the measured results do not exceed the 
limits specified. 



Signal 
Gen^tor 
Frequency (MHz) 


Modulation Analyzer Filter 


Results (Hz mis) 


High Pass (Hz) 


Low Pass (kHz) 


Actual 


Maz* 


0.15 to 123.00000 


300 


3 




<4 


0.15 to 123.00000 


50 


15 




< 6 



Optional Residual FM Test 

The Residual FM Test gives confidence that the Signal Generator is passing all its Residual FM 
specifications. The Residual FM of the Signal Generator can be checked at all frequencies to 1300 
MHz with an HP 8902A Option 003 and an external local oscillator (LO). The residual FM of the 
external LO must be less than the residual FM of the Signal Generator under test 
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SIGNAL GENERATOR 



MEASURING RECEIVER 



Figure 4—5. Optional Residual Test Setup 

14. Set the measuring receiver as follows: 

Measurement 

Detector 

FM De-Emphasis 

Automatic Operation 

1 5. Set the Signal Generator under test and the LO Signal Generator as follows: 

Frequency . 

Amplitude . 

Modulation 

16. Connect the test equipment as shown in Figure 4-5. 

17. Set frequency on the Test Signal Generator and the LO Signal Generator as is shown in the 
following table. Select the measuring receiver high-pass filter for 300 Hz and the low-pass filter 
for 3 kHz. Verify that the measured results do not exceed the limits specified. 



Optional Residual FM Test Specifications 



Test 

Signal Generator 
Frequency (MHz) 


to 

Signal Generator 
Frequency (MHz) 


Restifts (Hz rms) 


HP8656E 


HP 86S7A 


HP 86S7B 


Actual 


Max 


Actual 


Max 


Actual 


Max 


120 


121.5 




7 




4 




4 


150 


1515 




2 




1 




1 


300 


301.5 




4 




2 




2 


600 


601.5 




7 




4 




3 


1300 


13015 


N/A 


N/A 


N/A 


N/A 




6 



Any From Chart 

0.0 dBm 

Off 



. . . . FM 
. . . RMS 

Off 

Selected 
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18. Set fre<iuency on the Test Signal Generator and the LO Signal Generator as is shown in the 
following table. Select the measuring receiver high-pass filter for 50 Hz and the low-pass filter 
for 15 kHz. Verify that the measured results do not exceed the limits specified. 



Optional Residual FM Test Specifications 



Test 


LO 


Results (Hz rms) 


Signal Generator 
Frequency (MHz) 


Signal Generator 
Frequency (MHz) 


HP 8656B 


HP 8$57A 


HP BBS7B 






Actual 


Max 


Actual 


Max 


Actual 


Max 


120 

150 

3i00 

600 

1300 


12t.5 

151.5 

301.5 

601.5 

1301.5 




15 




€ 




6 




4 




1.5 




1.5 




8 




3 




3 


N/A 


15 

N/A 


N/A 


6 

N/A 




4 

8 
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HP 8656B SSB PHASE NOISE (1 HZ BANDWIDTH) 

Description 

SSB phase noise is measured at Signal Generator RF Output frequencies from 200 KHz to 500 MHz 
(frequency range of the mixer) by mixing RF output and a reference in a double balanced mixer. The 
RF OUTPUT reference is set in quadrature (90x apart) so the mixer output is a dc component, and 
a high frequency component. The high frequency component is filtered out leaving the dc, which 
is proportional to the phase noise. The Signal Generator frequency is offset from the reference 
frequency by 20 KHz to set a reference on the spectrum analyzer. The Signal Generator frequency 
is then set to the reference frequency and amplitude to 0 dBm. The SSB phase noise is measured at 
the 20 KHz offset. 



NOTE 

This test measures the total SSB Phase Noise of both Generators. Therefore, 
the reference generator must have SSB Phase Noise less than or equal to the 
specifications for the Generator under test. 



1. Connect the equipment as shown in figure 4-6. 




Figure 4—6. HP 8656B SSB Phase Noise Measurement Set-up 
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NOTE 

The following symbols are used in the procedure. 

f^ m the RF output freguency where SSB phase noise will be measured. 

- the frequency offset from /rf where SSS phase noise will be measured. 



2. Set the reference generator frequency to Irr and output level to +13 dBm, Set the Signal 
Generator under test to + foff and output level to -50 dBm. 

3. On the 8S68A spectrum analyzer, set the REFERENCE LEVEL to -20 dBm, FREQUENCY 
SPAN to 1 kHz and view the signal at . 



4, Set the 8568A spectrum analyzer's reference level so the signal is 9 dB below the spectrum 
analyzer reference {-6 dB converts measured reading to SSB phase noise and -3 dB corrects for 
equal SSB phase noise RF sources). 



5. 

6 . 

7. 



Set the Signal Generator under test to f^y and 0 dBm output Amplitude. 
Set the frequency increment of the Signal Generator under test to 10 Hz. 
Set the oscilloscope as follows: 

INPUT 

VOLTS/DIV 

DISPLAY ■ 

TRIGGER 

TIME/DIV 



CHAN A 
. . 0.1, dc 
CHAN A 
CHAN A 
10 mSEC 



8, Press the Signal Generator frequency Increment UP key and view the signal on the oscilloscope. 
The signal is a low frequency signal moving around ground level. Stop the signal at ground level 
(within SO mV of ground) by pressing the frequency Increment DOWN key. The key sequence 
to increment the frequency UP and DOWN may have to be executed several times to stop the 
signal within 50 mV of ground. This sets the two input signals to the mixer in phase quadrature. 



9. Set the spectrum analyzer to measure SSB Phase Noise in a 1 Hz bandwidth, select SHIFT (M) 
NORMAL keys, and to Video Averaging, select SHIFT (G) VIDEO BW, 1, 2, Hz keys. 

10. The SSB Phase Noise is read directly from the spectrum analyzer display, -XXX dB in 1 Hz 
bandwidth plus the following correction: 



a. Take the difference between -50 dB and the spectrum analyzer reference. 

b. Add this difference to the spectrum analyser -XXX dB in 1 Hz bandwidth to correct for 
the change in the attenuator setting of the Signal Generator under test. 



II. Measured SSB Phase Noise should be at or below the specified value. 



Offset from Gamer 


HP S656B SSB Phase Noise 


Carrier 

Frequency 

(MHz) 


Miru 


Actual 


20 kHz 


-114 dBc/Hz 
-126 dSc/Hz 
-120 dBc/Hz 
-114 dBc/Hz 




0.1 to 123.5 
123.5 to 247 
247 to 494 
494 to 990 
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HP 8657A/57B SSB PHASE NOISE (1 HZ BANDWIDTH) 

NOTE 

This method of measuring Phase Noise is to be used on the HP 8657A or 
HP 86S7B only. 



Description 

Single-sideband (SSB) phase noise of the Signal Generator is measured at the offset frequency of 
20 KHz and output frequencies to 1600 MHz by the HP 3048A Phase Noise System using its Phase 
Lock Loop measurement type. The system software provides both the measurement program and 
the BASIC operating system for the controller. This procedure provides the steps for entering the 
specific measurement parameters required for this test. 

NOTE 

This test measures the total SSB phase nmse of both generators. This test 
assumes that the noise level of the reference source you are using is lower than 
or equal to the noise level of the Signal Generator being tested. If the reference 
source's phase noise level is equal to the Sigruil Generator's, the actual noise 
level for both sources ij 3 dB below the level measured by the HP 304&4. 

1. The HP 3048’s BASIC operating system and system software must be loaded, the Signal 
Generator’s HP-IB address entered, and system operation verified before this test is run. Refer 
to the HP 3048A Phase Noise Measurement System Operating Manual, Appendix A for the 
required procedures. 

2. If you are not at the HP 3048A’s Main Software Level, press the Done or Abort Softkey. The 
Main Software Level menu provides access to each of the HP 3048’s main functions. You will 
always return to this menu when you exit the selected function. 

/ *>V 



ro nflKE fl moi^ HEftsuR£r€NTi 

1 ) Define the «aiuremeni. t Press Cfefme risrant' ] 

Z) Wtfiiure The noise. 

fl* Repeat th* previous «a&orement, . . ( Preis 'Repeat Msrmnt.'l 
OR 8. Halke a iieesureewr.t ....E Preis 'New 




To describe the hardware conf igurat lon, . , . . ■ L Press 'SYStei Coofig ^ 



To access the Utesi graph of test results — t Press 'flccess Graph' J 

To load a typical *easore«fii end iis graph... [ Press Sysie* Pfeset ) 

To perform advanced "User operat ion&. ......I Press 'Spci. FtfMjt'n') 



y 

Defining the Measurement 
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3. Press the Define Msrmt Softkey to display the Measurement Definition Menu. 

4. Press the Test Files softkey. 

5. Position the curser at the file labeled HP EXAMPLE RF SYNTHESIZER (8662/3 DCFM). 

6. Press the Load File key. After the HP 3048A has completed the file loading sequence, press 
the Done key. 



NOTE 

This example file contains many of the measurement parameters required for 
this test. Table 4-2 lists the paramaiers that have been loaded from this file. 

The following steps mil guide you through the protxss of making the necessary 
changes to the parameters to meet the specific requirements of this test. 

7. Press the Instr Params key. Enter a carrier frequency of 640 E+6 Hz. Enter a Detector/Disc. 
Input frequency of 640 E+6 Hz. Enter a VCO Tuning Constant of 1 E+3 Hz/volt. Enter the 
Voltage Timing Range of VCO as 5 volts. The remaining entries do not need to be changed. 
Press the Done key. 

8. Press the CaKbr Process key. Press the Tuning Const key to select Compute from expected T. 
Constant Press the Done key. 

9. Press the Source Control key. Press the Ref. Source key as needed to select 8657B SYSTEM 
CNTRL. Press the Done key when you have completed this operation. 

NOTE 

The Signal Generator under test is configured as the reference source in this 
display to enable the HP 3048A to control it using control routines built into 
the HP 304&A 's software. The measurement resttlts will stiU reflect the noise 
level of the Signal Generator under test. If you are not able to select the Signal 
Generator as the reference source using the Ref. Sottrce key, then the Signal 
Generator has not yet been entered into the HP 304SA *s Configuration Table. 

To enter the Signal Generator, return to the Main Software Menu and press 
the System Config key. 

10. Press the Define Graph key. Enter an appropriate graph title for your test. Press the Done key 
to exit this menu, and then press the Done key again to return to the Main Software level. 

Beginning the Measurement 

11. Press the New Msrmnt key to begin the phase noise measurement. 

12. When the hardware connect diagram appears in the di^lay, connect the Signal Generator and 
reference source to the HP 3048A as shown. (Note that the reference source is labeled USERS’s 
DUT on the screen. Figure 4-7 also shows the cable connections for this measurement.) 

13. Adjust the reference source’s center frequency to 640 MHz and its amplitude to 0 dBm. (The 
Signal Generator’s setting will be adjusted by the HP 3048A via its HP-IB connection.) 
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Model 8656B/8657A/8657B 



HP 3561A DYNAMIC 
SIGNAL ANALYZER 




Figure 4— 7. Setup Diagram for SSB Phase Noise Measurement 

14. After you have connected the cables, press the Proceed key to nm the measurement. (If 
you wish to measure the phase noise level of the Signal Generator at other center frequency 
settings after this test is completed, change the center frequency on the reference source to 
the desired frequency. Enter the desired frequency as the carrier frequency and detector/disc 
input frequency in the Source and Interface Parameter Entry menu.) 

NOTE 

If the noise level measured by the HP 3048A exceeds the Signal Generator's 
specified noise level and the exact noise level of the reference source is not 
known, the exact level of eadi source should be determined by measuring each 
source against a third signal source and comparing the measurement results 
for all three measurements. 

15. The Measured SSB Phase Noise should be at or below the specified value. 



Offset from Carrier 


HP 8657A SSB Phase Noise 


Carrier 

Frequency 

{MHz) 


Min, 


Actual 


20 kHz 


-124 dBc/Hz 
-136 dBc/Hz 
-130 dBc/Hz 
-124 dBc/Hz 


— , — — 


0.1 to 129 
130 to 260 
260 to 520 
520 to 1040 
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Offset from Carrier 


KF 8657B SSB Phase Nofse 


Carrier 

Frequency 

(MHz) 


Mia 


Actual 


20 kHz 


-124 dBc/Hz 
-136 dBc/Hz 
-130 dBc/Hz 
-124 dBc/Hz 
-118 dBc/Hz 




0.1 to 129 
130 to 260 
260 to 520 
520 to 1040 
1040 to 1600 
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Table 4^2, Parameter Data Loaded from HP Example RF Synthesizer (HP 8662/3 DCFMfile) 



ParaiT^tefS 



Measurement Type 
Frequency Range 

Start Freq. 

Stop Freq. 

Averages 



Source Farametefs 
Carrier Frequency 
Detector/Dlscr. Input Frequency 
VCO Tuning Constant 
Center Voltage of VCO Tuning Curve 
Voltage Tuning Range of VCO 
VCO Tone-Port Input Resistance 

Internal Phase Detector 



Data 



Phase Noise Using a Phase Lock Loop 
1 Hz 

100E +3 Hz 
4 



Phase Detector Constant 
VCO Toning Constant 
PLL Suppression 



500 E + 6 Hz 
500 E H" 6 Hz 
25 E + 3 Hz/V 
0 Volts 
±2 Volts 
6(X) ohms 

5 MHz to 1600 MHz 



Measure the Detector Constant 
Measure the VCO Tuning Constant 
Will be verified 



Source Control 



fail 

W.E 



(0NV._ 

not \u use 



HP ii84eft 



system CNIRL 






_TmE E^E, 
Mi:iT IN 1,1' 



■1 



T«NE voltage 



Define Graph 

Title 

Minimum X 
Maximum X 
Minimum Y 
Maximum Y 

Graph Type 



RF SYNTHESIZER VERSUS HP 8662/3A 
USING DC FM. 

1 Hz 

100 E 4- 3 Hz 
-170 
0 

Single Sideband Phase Noise (dBc/Hz) 
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Performance Tests 



Performance Test 2 



OUTPUT LEVEL ACCURACY AND FLATNESS TESTS 

• Level Flatness 

• Absolute Level Accuracy 

HP 8656B Specifications 



Electrical CKaracteristIcs 


Performance Limits 


Conditions 


Output 






Level Range (into 50 ohms) 


+13 dBm to -127 dBm 


100 kHz to 990 MHz 


Resolution 


0.1 dB 




Absolute Level Accuracy 


< ±1.0 dB 


Output levels of +7 dBm to —124 dBm 
frequencies from 123.5 to 990 MHz 




< ±1.5 dB 


10(%Hz to 123.5 MHz and output levels 
> +7dBm or < -124 dBm; frequencies 
100kHz to 990 MHz 


Level Flatness 


< ±1.0 dB 


Output level setting of 0.0 dBm; 
frequencies from 100 kHz to 990 MHz 


(*) Absolute level accuracy IrK^udes aBowances tor detector linearity, temperature, flatness, attenuator accuracy, 
and measurement errors. 



HP 8S57A Specifications 



Electrical Characteristics 


Performance Limits 


Conditions 


Output 






Level Range {into 50 ohms) 


+13 dBm to —143,5 dBm 
+10 dBm to -143.5 dBm 


1 MH 2 to 1040 MHz 
100 kHz to 1 MHz 


Resolution 


0.1 dB 




Absolute Level Accuracy ^ 


< ±1.0 dB 


Output levels of +7 dBm to —127 dBm 




< ±1.5 dB 


> +7 dBm 


Level Flatness 


< ±0.5 dB 


Output level setting of 0*0 dBm; 
frequencies from 100 kHz to 1040 MHz 


M Absofute accuracy ^TCkides aUowar>ces lor ctetactor lirwarlty, temperature, flatness, attenuator accuracy, 

and measurement errors* 
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HP 8657B Specifications 



Electrical Characteristics 


Performance Limits 


Conditions 


Output 






Level Range (into 50 ohms) 


4-13 dBm to -143-5 dBm 
+10 dBm to -143-5 dBm 


100 kHz to 20e0 MHz 
Opt 003 


Resolution 


0-1 dB 




Absolute Level Accuracy 


< ±1-0 dS 


Output levels of +3.5 dBm to —127 dBm 




< ±1.5 dB 


> +3.5 dBm 


Level Flatness 


< ±0.5 dB 


Output level setting of 0.0 dBm; 
frequencies from 1 00 kHz to 2060 MHz 


Absolute level accuracy tridudes allowances for detector linearity, temperature, flatness, attenuator accuracy, 
arwJ meaaurefnent errors. 



Description 

Output level accuracy and flatness are verified using a measuring receiver and a sensor module. 



Equipment 

Measuring Receiver HP 8902A 

Sensor Module HP 11722A 



Procedure 

Level Flatness 

1. Connect the sensor module to the measuring receiver. Zero and calibrate the sensor module 
and measuring receiver. 

2. Connect the sensor module to the Signal Generator as shown in Figure 4-8. 
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Performance Tests 



3. Set the measuring receiver as follows: 



RF POWER 

LOG 

100 kHz 

4. Set the Signal Generator as follows: 



Measurement 

Display 

Frequency . . 



Frequency 100 kHz 

Amplitude 0.0 dBm 

Modulation Off 

5. Wait for the power measurement to settle and then select DISPLAY RATIO on the measuring 
receiver to set a 0.0 dB. reference. 



6. Set a Frequency Increment value on the Measuring Receiver and Signal Generator according 
to the frequency band of the measurements. Frequency Increment on the measuring receiver 
is set by entering the numeric value in kHz and pressing the kHz (up or down) keys. Upon 
entering that value the measuring receiver will also change the center frequency t(y that amount, 
the Signal Generator should be stepped to match. Dependant on the Signal Generator model 
under test, use increments of 100 kHz (100 kHz to 1 MHz), 1 MHz (1 MHz to 10 MHz), 
10 MHz (10 MHz to 100 MHz), 100 MHz (100 MHz to 2000 MHz), and 60 MHz (2000 MHZ 
to 2060 MHz). 

7, Step the Signal Generator and measuring receiver through the frequency range. Ranges are; 

• 100 kHz to 990 MHz for an HP 8656B 

• 100 kHz to 1040 MHz for an HP 8657A 

• 100 kHz to 2060 MHz for an HP 86S7B 

Record the highest and lowest power levels and their frequencies and calculate the maximum 
variation. 



Highest Reading Frequency 

Lowest Reading - Frequency 



The amplitude variation should not exceed 2.0 dB for the HP 86S6B and 1.0 dB for the 
HP 8657A/8657B. Record the maximum variation (highest reading — lowest reading). 

<2.0 dB (HP 8656B only) 

______ <1.0 dB (HP 8657A/8657B only) 
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Model 8656B/8657 A/86571 



8. Step the Signal Generator and measuring receiver through the following frequency ranges: 



Model 


Range A 


Range B 


HP 8656B 
HP 8657A 
HP 8657B 


3 MHz to 123.5 MHz 
3 MHz to 123.5 MHz 
3 MHz to 123.5 MHz 


123.5 MHz to 990 MHz 
123.5 MHz to 1040 MHz 
123.5 MHz to 2060 MHz 



Record the highest and lowest reading from both ranges to be used in the Absolute Leve 
Accuracy test below. 



HP 8656B only 



Highest Reading (Range A) 


Test Frequency 1 


Lowest Reading (Range A) 


Test Frequency ^ 


Highest Reading (Range B) 


Test Frequency i 


Lowest Reading (Range B) 


Test Frequency ^ 


HP 8G57A or HP 8657B only 




Overall Highest Reading (Ranges A & B) 


Test Frequency 2 


Overall Lowest Reading (Ranges A &, B) 


Test Frequency ^ 



Absolute Level Accuracy 

9. Set the Signal Generator as follows: 



Frequency From Step { 

Amplitude +13dBir 

Amplitude Increment 5 dBn 

Modulation Of 

10. Set the measuring receiver as follows: 

Measurement RF POWER 



11. Absolute Level Accuracy must be tested on the Signal Generator using the frequencies fron: 
step 8. Begin decrementing the Signal Generator amplitude in 5 dB steps. At each step, th« 
measuring receiver reading must be within the tolerances shown in the following Table, RF 
Output Frequencies. Step the amplitude down to -2 dBm. Change the measuring receiver’s 
measurement to TUNED RF LEVEL. If RECAL or UNCAL is displayed press and release thf 
CALIBRATE key. Continue to step the amplitude down to - 127 dBm; and each time RECAl 
is displayed press and release the CALIBRATE key. 
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JRJF Output Test Freguency 1 RF Output Test Frequency 3 

RF Output Test Frequency 2 RF Output Test Frequency 4 



All 

Models 


HP B656B Only 
( 100 kHz to 123.5 MHz ) 


HP B656B ( > 123.5 MHz ), 
HP 8657A, HP 8557B 


Amptitude 


Minimum 


Maximum 


Actual 


Minimum 


Maximum 


Actual 


Setting 


(dBm) 


(dBm) 


(dBm) 


{dBm) 


(dBm) 


(dBm) 


(dBm) 


















Freq 1 


Freq 2 






Freq 3 


Freq 4 


+13.0^ 


+11.5 


+14.5 






+11*5 


+14*5 






+6.0 


+6.5 


+9.5 






+6.5 


+9,5 






+3.0 


+1.5 


-K*5 






+2,0 


+4.0 






-2*0 


-3.5 


-0*5 






-3.0 


-1.0 






-7*0 


-8.5 


-5*5 






— 8.0 


— 6.0 






-12.0 


-13.5 


-10,5 






-13,0 


-11.0 






-17.0 


-18.5 


-15,5 






-18.0 


-16*0 






-22*0 


-23.5 


-20.5 






-23,0 


-21,0 






-27*0 


-28.5 


-25.5 






-28.0 


-26.0 






-32*0 


-33*5 


-30.5 






-33.0 


-31.0 






-37*0 


-38,5 


-35.5 






-38.0 


-36.0 






-42*0 


-43.5 


-40,5 






^3*0 


-41.0 






^7*0 


-48*5 


-45.5 






-48*0 


-46.0 






-520 


-53*5 


“50,5 






-53,0 


-51.0 






-57*0 


-58*5 


-55,5 






-58.0 


-56.0 






-620 


-63.5 


-60,5 






-63.0 


-61*0 






-67.0 


-68*5 


-65,5 






-68,0 


-66*0 






-720 


-73.5 


-70,5 






-73*0 


-71*0 






-77.0 


-78*5 


-75.5 






-78.0 


-76*0 






-62,0 


-83.5 


-80.5 






-83.0 


-81.0 






-67,0 


-88.5 


-85.5 






“88.0 


-86.0 






-920 


-93.5 


-90.5 






-93.0 


-91.0 






-97.0 


-98*5 


-955 






-98.0 


-96.0 






-102,0 


-103.5 


-100.5 






-103.0 


-101.0 






-107.0 


-108.5 


-106.5 






-108.0 


-106.0 






-1120 


-113.5 


-110,5 






-113,0 


-111.0 






-117.0 


-118.5 


-115.5 






--116.0 


-116.0 






-1220 


-123.5 


-120.5 






“123,0 


-121.0 






-127.0 


-128.5 


-125,5 






-128.0* 


-126.0^ 






-127.0 










-^128-5® 


-125.5’ 






^ +13*0 dBm doet not apply to HP 8657B with Piilea ModUatlon Ifistalled. 






* HP 8657A and HP 86S7B only. 










^ HP 8BS6B only < 


- 124,0 d8m. 
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Performance Test 3 



MODULATION TESTS 

« AC Modylatlon 

AM Indicator Accuracy 
Incidental Phase Modulation 
AM Distortion 
FM Indicator Accuracy 
Incidental AM 
FM Distortion 

• DC Modulation 

DC FM Center Frequency Accuracy 
DC FM Center Frequency Stability 

• Pulse Modulation (HP 8657B only) 

ON OFF Ratio 
Rise/Fall rime 



HP 8656B Specifications 



Electrical Characteristics 


Performance Limits 


Conditions 


Amplitude Modulation 
Depth 


0 to 99% 


Output levels < +7 dBm; frequencies from 100 kHz 
to 990 MHz 




0 to 30% 


Output levels < +10 dBm; frequencies from 100 
kHz to 930 MHz 


Resolution 


1% 




Incidental Phase Modulation 


< 0.3 radian peak 


30% AM depth and internal rates. 


Indicator Accuracy^^J 


± (4% of setting + 2%) 


Depths < 90% and internal rates and levels < +7 
dBm 


AM Rates: 






Interna! 


400 and 1 kHz. ± 3% 




External 


20 Hz to 40 kHz 


1 dB bandwidth, ac coupled 


AM Distortion 


<1.5% 


0 to 30% AM 


(internal rates) 


<3% 


31 to 70% AM 




<4% 


71 to 90% AM 


FM Modulation 






Maximum Peak Deviation 
(Afpk):(2) 






Rates >25 Hz (ac mode) 


09 kHz 


0.1 to 123.5 MHz (fc) 


Rates > 50 Hz (ac mode) 


50 kHz 


123,5 to 247 MHz (fc) 


Rates > 50 Hz (ac mode) 


09 kHz 


247 to 494 MHz (fc) 


Rates > 25 Hz (ac mode) 


90 kHz 


494 to 990 MHz (fc) 


AM D^pth Is further limited by the Indicator Accuracy specffication. 




FM deviation is further ftmited by the Indicator Accuracy specification. 
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HP 8656B Specifications (Continued) 



Electrical Characteristics 


Performance Limits 


Conditions 


FM Modulation (Confd) 

Maximum Peak Deviation 
(Afpk);(“S (Cont'd) 

Rates < 25 Hz (ac mode) 


4000 X Rate Hz 


0.1 to 123.5 MHz (fc) 


Rates < 50 Hz (ac mode) 


1000 X Rate Hz 


123.5 to 247 MHz (fc) 


Rates < 50 Hz (ac mode) 


2000 X Rate Hz 


247 to 494 MHz (fc) 


Rates < 25 Hz (ac mode) 


4000 X Rate Hz 


494 to 930 MHz (fc) 


Rates (dc mode) 


99 kHz 


0.1 to 123.5 MHz (fc) 




50 kHz 


123.5 to 247 MHz (fc) 




99 kHz 


247 to 434 MHz (fc) 




99 kHz 


494 to 990 MHz (fc) 


Cerrter Frequency 


±500 Hz 


0.1 to 123.5 MHz (fc) 


Accuracy (dc mode) 


± 125 Hz 


123.5 to 247 MHz (fc) 




±250 Hz 


247 to 494 MHz (fc) 




± 500 Hz 


494 to 990 MHz (fc) 


Stability (dc mode) 


<10 Hz/hour 




Resolution 


0.1 kHz 


Deviations < 10 kHz 




1 kHz 


Deviations > 10 kHz 


Incidental AM 




< 20 kHz peak deviation and internal rates: 




< 0.1% 


> 500 kHz (fc) 




< 1.0% 


200 to 500 kHz (fc) 




<5.0% 


< 200 kHz (fc) 


Indicator Accuracyt^l 


± 5% of reading 


At internal rates 


FM OistortNDn (Total Harmonic 


< 0.5% 


> 3 kHz peak deviations and at interna! rates 


Distortion)*^’^) 






FM Rates; 






Internal 


400 and 1 kHz, ± 3% 




External 


dc to 50 kHz 


ac coupled, ±1 dB 20 Hz to 50 kHz 




dcto 100 kHz 


±3dB 


FM deviatJon Is further Halted by the Indicator Accuracy specitication. 


FM distortion only applies at deviations up to 25 kHz for 123.5 < t^ 


< 247 MHz, and 50 kHz for 247 < f^ <494 MHz, Typical 


total FM distortion {harmonic and non-harmonic) Is less that 1 .5% for all specified deviations and external rates of dc to 


100 kHz. 

W Typically < 0,5% THD for peak deviations > 1 kHz and at intern aj rates. 
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HP 8657A Specifications 



Electrical Characteristics 


Perfcxmance Limits 


Conditions 


Amplitude Modulation 
Depth^^^ 


0 to 99% 


Output levels < +7 dBm; frequencies from 100 kHz 
to 1040 MHz 




0to30% 


Output levels < +10 dBm; frequencies from 100 
kHz to 1040 MHz 


Resolution 


1% 




Incidental Phase Modulation 


< 0.3 radian peak 


30% AM depth and internal rates. 


Indicator Aecuracy^^t 


± (6% of setting + 2%) 


Depths < 90% and internal rates and levels < +7 
dBm. ' 


AM Rates: 






Internal 


400 and 1 kHz, ± 3% 




External 


20 Hz to 40 kHz 


1 dB bandwidth, ac coupled 


AM Distortion 


< 1.5% 


0 to 30% AM 


(internal rates) 


< 3% 


31 to 70% AM 




<4% 


71 to 90% AM 


FM Modulation 






Maximum Peak Deviation 






Rates > 25 Hz (ac mode) 


99 kHz 


0.1 to 130 MHz (fc) 


Rates > 50 Hz (ac mode) 


50 kHz 


130 to 260 MHz (fc) 


Rates > 50 Hz (ac mode) 


99 kHz 


260 to 520 MHz (fc) 


Rates > 25 Hz (ac mode) 


99 kHz 


520 to 1040 MHz (fc) 


Rates < 25 Hz (ac mode) 


4000 X Rate Hz 


0,1 to 130 MHz (fc) 


Rates < 50 Hz (ac mode) 


1O00 X Rate Hz 


130 to 260 MHz (fc) 


Rates < 50 Hz (ac mode) 


2000 X Rate Hz 


260 to 520 MHz (fc) 


Rates < 25 Hz (ac mode) 


4000 X Rate Hz 


520 to 1040 MHz (fc) 


Rates (dc mode) 


99 kHz 


0.1 to 130 MHz (fc) 




50 kHz 


130 to 260 MHz (fc) 




99 kHz 


260 to 520 MHz (fc) 




99 kHz 


520 to 1040 MHz (fc) 


Cerrter Frequency 


±500 Hz 


0.1 to 130 MHz (fc) 


Accuracy (dc mode) 


±125 Hz 


130 to 260 MHz (fc) 




±250 Hz 


260 to 520 MHz (fc) 




± 500 Hz 


520 to 1040 MHz (fc) 


tt) AM Depth is further limited by the Indicator Accuracy specification. 




fM deviation Is further limited by the Indicator Accuracy spedffcation. 
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HP 8657A Specifications (Continued) 



Electric^ Characteristics 


Perfomiance Limits 


Conditions 


FM Modulation (Conf d) 






Maximum Peak Deviation 
(Afpk):(®) (Cont’d) 
Stability (dc mode) 


< 10 Hz/hour 




Resolution 


0.1 kHz 
1 kHz 


Deviations <10 kHz 
Deviations >10 kHz 


Incidental AM 


< 0.1% 


< 20 kHz peak deviation and interna! rates: 
> 500 kHz (fc) 


Indicator Accuracy 


± 5% of reading 


At internal rates 


FM Distortion (Total Harmonic 
Distortion)*®’^^ 


< 0.5% 


> 3 kHz peak deviations and at internal rates 


FM Rates: 
Internal 
External 


400 and 1 kHz, ± 2% 
dc to 50 kHz 
dc to 100 kHz 


ac coupled, ± 1 dB 20 Hz to 50 kHz 
±3dB 


FM deviation Is further Ihnited by the Indicator Accuracy specmcatlon. 

FM distortion only appltes at deviations up to 2S kHz tor 130 < < 260 MHz. and 50 kHz for 260 < fc < 520 MHz. Typical 

total FM cfistorfion (harmonic and nen-harmonfc) is less that 1.5% for aB specified deviatic^s and external rates of dc to 
100 kHz. 

Typicaity < 0J% THD for peak devlatois > 1 kHz and at Internal rates. 
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HP 8657B Specifications 



Electrlcat Characteristics 


Perfomnance Umtto 


Conditions 


Amplitude Modulation 


0 to 100% 


Output levels < +7 dBm; frequencies from 400 kHz 
to 2060 MHz 




0 t o 30% 


Output levels < +10 dBm; frequencies from 400 
kHz to 2060 MHz 


Resolution 


1% 




Incidental Phase Modulation 


< 0.3 radian peak 


30% AM depth and internal rates. 


Indicator Accuracy 


± (6% of setting + 2%) 


Depths < 90% and internal rates and levels < +7 
dBm. 


AM Hates 






Internal 


400 and 1 kHz. ± 2% 




External 


20 Hz to 40 kHz 


1 dB bandwidth, ac coupled 


AM Distortion, 1 kHz internal rate 


< 1.5% 


0 to 30% AM frequencies <1 030 


Levels > 7 dBm 


< 3% 


31 to 70% AM frequencies <1 030 




< 4% 


71 to 90% AM frequencies <1 030 




<4% 


0 to 30% AM frequencies >1 030 




<4% 


31 to 70% AM frequencies >1030 




< 7% 


71 to 90% AM frequencies >1 030 


FM Modulation 






Maximum Peak Deviation 
(Afpk):<®) 






20 Hz to 50 kHz 


200 kHz 


0.1 to 130 MHz (fc) 


1 dB Bandwidth 


50 kHz 


130 to 260 MHz (fc) 




100 kHz 


260 to 520 MHz (fc) 




200 kHz 


520 to 1040 MHz (fc) 




400 kHz 


1040 to 2060 MHz (fc) 




4000 X Rate Hz 


0.1 to 130 MHz (fc) 




1000 X Rate Hz 


130 to 260 MHz (fc) 




2000 X Rate Hz 


260 to 520 MHz (fc) 




4000 X Rate Hz 


520 to 1040 MHz (fc) 




8000 X Rate Hz 


1040 to 2060 MHz (fc) 


Rates (dc mode) 


200 kHz 


0.1 to 130 MHz (fc) 




50 kHz 


130 to 260 MHz (fc) 




100 kHz 


260 to 520 MHz (fc) 




200 kHz 


520 to 1040 MHz (fc) 




400 kHz 


1040 to 2060 MHz (fc) 


Center Frequency 


± 500 Hz 


0.1 to 130 MHz (fc) 


Accuracy (dc mode) 


±125 Hz 


130 to 260 MHz (fc) 




± 250 Hz 


260 to 520 MHz (fc) 




± 500 Hz 


520 to 1040 MHz (fc) 




± 1000 Hz 


1040 to 2060 MHz (fc) 


AM Depth is further tlirrited by the Indicator Accuracy specificatJon. 




When Opt OCQ is Installed, output level In AM Is reduced by 3 dS when Is <1030 MHz. 
FM deviation Is further llmiled by the Indicator Accuracy specif Icatlon. 
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HP 8657B Specifications (Continued) 



Electrical Characteristics 


Perfofmance Um\t& 


Conditions 


FM Modulation (Cont’d) 
Maximum Peak Deviation 
(Afpk);(®l (Cont’d) 






Stability (dc mode) 


<10 Hz/hour 




Resoliition 


0.1 kHz 


Deviations <100 kHz, fc <1030 MHz 




1 kHz 


Deviations >100 kHz, fc <1030 MHz 




0.2 kHz 


Deviations <100 kHz, fc >1030 MHz 




2 kHz 


Deviations > 100 kHz, fc >1030 MHz 


kncidentat AM 


< 0.1% 


< 20 kHz peak deviation and internal rates: 
500 kHz to 1030 MHz 




< 0.5% 


1030 MHz to 2060 MHz 


Indicator Accuracy^’^ 


± 5% of reading 


At internal 1kHz rate 


FM Distortion (Total Harmonic 
Distortion)(^l 


< 0.5% 


> 6 kHz peak deviations and at internat 1kHz rate 


FM Rates: 






Internal 


400 and 1 kHz, ± 2% 




External 


20 Hz to 50 kHz 


ac coupled, ± 1 dB. 




5 Hz to 100 kHz 


±3dB. 


External 


dc to 50 kHz 


dc coupled, ± 1 dB. 




dctolOO kHz 


di 3 dB. 


Pulse Modulation 
ON/OFF Ratio: 


>70dB 


< 1030 MHz: 




>95dB 


> 1030 MHz: 


Rise/Fall Time: 


< 35 ns 


< 1030 MHz 




< 50 ns 


> 1030 MHz 


FM cteviaifon is lurther DImIted by the Indicator Accuracy specification. 

FM distortion only appjies at deviation at 1/2 maKlmum, <520 MHx. Typical total FM distortion {harmonic and non-harmonic) 


Js less that 1.5% for all specified ctevlatiwis and external rates of dc to 100 kHz. 
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AC MODULATION 
Description 

AC modulation specifications are verified by measuring the specified parameters with a measuring 
receiver. Distortion is verified by measuring the demodulated output from the measuring receiver 
with a distortion analyzer. 

Equipment 



Measuring Receiver HP 8902A 

Sensor Module HP 1 1722A 

Audio Analyzer and Source HP S903B 

AM/FM Test Source HP 1 17 ISA 

Cable (UG-21D/U type N connectors) HP 1 ISOOB 

Cable (UG-88C/U BNC and dual banana plug connectors HP 1 1001-60001 



Procedure 

AM Indicator Accuracy 

1. Connect the RF OUTPUT of the Signal Generator to the input of the measuring receiver as 
shown in Figure 4-9. 




Figure 4—9. Modulation Test Setup 



2, Set the measuring receiver as follows: 



Measurement AM 

Detector Peak-i- and Peak - 

HP Filter 300 Hz 

LP Filter 15 kHz 

FM De-Emphasis Off 

Automatic Operation Selected 

3. Set the Signal Generator as follows: 

Frequency 100 MHz 

Amplitude (HP 8656B/8657A) +7 dBm 

Amplitude (HP 8657B) +A dBm 

Amplitude (HP 8657B (with Pulse Modulation installed)) -I- 1 dBm 

Modulation 1 kHz (Int.) AM 10% 



4, Set the AM depth to the values listed in the following table and verify that the measured results 
are within the limits specified. 
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MHz 



AM Depth 



Min. 



HP 8656B 



HP8657A 

HP8657S 



Results 



Actual 



Max. 



HP 8656B 



HP 86S7A 
HP 86S7B 



100 



10% 

30% 

70% 

90% 



7.6% 

26.8% 

65.2% 

84.4% 



7.4% 

26.2% 

63.8% 

82.6% 



12.4% 

33.2% 

74.8% 

95,6% 



12.6% 

33.8% 

76.2% 

97.4% 



240 



10% 

30% 

70% 

90% 



7.6% 

26.8% 

65.2% 

84.4% 



7.4% 

26.2% 

63.8% 

82.6% 



12.4% 

33.2% 

74.8% 

95.6% 



12 . 6 % 

33.8% 

76.2% 

97.4% 



400 



10 % 

30% 

70% 

90% 



7.6% 

26.8% 

65.2% 

84.4% 



7.4% 

26.2% 

63.8% 

82,6% 



12.4% 

33.2% 

74.8% 

95.6% 



12 . 6 % 

33.8% 

76.2% 

974% 



990 



10% 

30% 

70% 

90% 



7.6% 

26.8% 

65.2% 

84.4% 



7.4% 

26.2% 

63.8% 

8 ^ 6 % 



12.4% 

33.2% 

74.8% 

95.6% 



12 . 6 % 

33.8% 

76.2% 

97.4% 



IC^O 

(HP 8657A & 
HP8657B 
only) 



10 % 

30% 

70% 

90% 



N/A 



7.4% 

26.2% 

63.8% 

82.6% 



N/A 



12 . 6 % 

33.8% 

76,2% 

97.4% 



1040 

(HP 8657A A 
HP S657B 
only) 



10% 

30% 

70% 

90% 



N/A 



7.4% 

26,2% 

63.8% 

82.6% 



N/A 



12 . 6 % 

33.8% 

76.2% 

97.4% 



1300 

(HP 8657B 
only) 



10 % 

30% 

70% 

90% 



N/A 



7,4% 

26.2% 

63.8% 

82.6% 



N/A 



12 . 6 % 

33.8% 

76.2% 

974% 



5. Select the measuring receiver’s 50 Hz high*pas$ filter. Set the AM depth to the values listed in 
the following table and verify that the measured results are within the limits specified with the 
Signal Generator frequency at 100 MHz and internal 400 Hz AM modulation. 
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Results 


MHz 


AM Depth 


Min. 


Actual 


Max, 




HP 8SSeB 


HP8657A 

HP8657B 




HP 8656B 


HP B657A 
HP 8657B 




10% 


7.6% 


7,4% 




12.4% 


12.6% 


100 


30% 


26,8% 


26,2% 




33.2% 


33.8% 


70% 


65,2% 


63.8% 




74.8% 


76.2% 




90% 


84.4% 


82.6% 




95.6% 


97.4% 







Incidental Phase Modulation 

6. Set the measuring receiver as follows: 



Measurement Phase Modulation 

HP Filter 300 Hz 

LP Filter 15 kHz 

Detector Peak+ 

7, Set the Signal Generator as follows: 

Frequency 150 kHz 

Frequency Increment 150 kHz 

Amplitude (HP 8656B/8657A) +7 dBm 

Amplitude (HP S657B) +4 dBm 

Amplitude (HP 8657B with Pulse Modulation installed) +1 dBm 

Modulation 1 kHz (Int.) AM 30% 



8. Step the Signal Generator through the frequency range from ISO kHz and record the highest 
reading. The highest reading should not exceed the limit specified. Dependant on the Signal 
Generator model under test, use increments of SO kHz (150 kHz to 200 kHz), 100 kHz (200 kHz 
to 1 MHz), 1 MHz (1 MHz to 10 MHz), 10 MHz (10 MHz to 100 MHz), 100 MHz (100 MHz 
to 2000 MHz), and 60 MHz (2000 MHZ to 2060 MHz). 



Model 


Frequency 


Result 


Min, 


Max. 


Actual 


Max, 


HP 8656B 


150 kHz 


990 MHz 




< 0,3 radian peak 




HP 8657A 


150 kHz 


1040 MHz 




< 0.3 radian peak 




HP 8657B 


150 kHz 


1300 MHz 




< 0.3 radian peak 





AM Distortion 

9. Set the Measuring Receiver as follows: 

Measurement 

HP Filter 

LP Filter 

Detector 



AM 

300 Hz 

15 kHz 

Peak+ and Peak- 
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10. Set the Audio Analyzer as follows; 



Measurement Distortion 

1 1. Set the Signal Generator as follows: 

Frequency 10 MHz 

Amplitude (HP 8656B/8657A) +7 dBm 

Amplitude (HP 8657B) +4 dBm 

Amplitude (HP 8657B (with Pulse Modulation installed)) +1 dBm 

Modulation 1 kHz (Int.) AM 30% 



12. Set the AM depth to the values listed in the following table and verify that the measured results 
do not exceed the limits specified. 







Results 


UHz 


AM DepOi 


Actual 


Max. 








HP 865€B 


HP B657A 


HP 86S7B 




30% 




< 1*5% 


< 1 .5% 


< 1.5% 


100 


70% 




< 3*0% 


< 3.0% 


< 3.0% 


90% 




< 4*0% 


<4,0% 


< 4.0% 












30% 




<1.5% 


< 1.5% 


< 1.5% 


240 


70% 




< 3.0% 


< 3.0% 


< 3.0% 


90% 




< 4,0% 


< 4.0% 


< 4.0% 












30% 




<1*5% 


< 1.5% 


< 1.5% 


400 


70% 




<3,0% 


<3.0% 


< 3.0% 


90% 




<4.0% 


< 4.0% 


< 4.0% 












30% 




< 1.5% 


< 1*5% 


< 1,5% 


900 


70% 




<3*0% 


< 3.0% 


< 3,0% 


90% 




< 4*0% 


<4.0% 


< 4*0% 














30% 






<1.5% 


< 4*0% 


1030 


70% 




N/A 


< 3.0% 


< 4.0% 


90% 




< 4*0% 


< 7.0% 












30% 






< 1*5% 


< 4,0% 


1040 


70% 




N/A 


< 3*0% 


<4.0% 


90% 




< 4.0% 


<7*0% 










30% 








< 4.0% 


1300 


70% 




N/A 


N/A 


< 4.0% 


90% 




< 7*0% 
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FM Indicator Accuracy 

13. Set the measuring receiver as follows: 



Measurement FM 

Detector Peak+ 

HP Filter 300 Hz 

LP Filter 3 kHz 

14. Set the Signal Generator as follows: 

Frequency 100 MHz 

AmpUtude (HP 8656B/8657A) +7 dBm 

Amplitude (HP 8657B) +4 dBm 

Amplitude (HP 8657B (with Pulse Modulation installed)) +1 dBm 

Modulation 1 kHz (Int) FM 5 kHz 



15- Set FM deviation to the values listed in the following table and verify that the measured results 
are within the limits specifled. 



FM Deviation 

tor 10Q MHz 


Results 


Min. 


Actual 


Max. 


5.0 kHz 

30.0 kHz 

70.0 kHz 

99.0 kHz 


4 J5 kHz 

28.50 kHz 

66.50 kHz 
94.05 kHz 




5.25 kHz 

31.50 kHz 

73.50 kHz 
103.95 kHz 



Incidental AM 

The incidental AM specification of the Signal Generator is not equivalent to the published 
specification of the HP 8902A Measuring Receiver. To make a valid incidental AM measurement, 
the incidental AM of the measuring receiver must be four times better than the specification being 
tested. In order to verify that the incidental AM of the measuring receiver is adequate to measure the 
Signal Generator’s incidental AM specification, the incidental AM of the measuring receiver must 
be verified to ensure the validity of the measurement. If the Signal Generator’s incidental AM is 
measured frequently, it is not necessary to verify the incidental AM of the measuring receiver each 
time; however, it is recommended that it be verified monthly to ensure an accurate measurement. 

16. Verify the incidental AM of the measuring receiver as follows: 

a. Connect the FM di%ide-by*4 output of the AM/FM test source to the input of the 
measuring receiver and the 50 ohm output of the test oscillator to the audio input of 
the AM/FM test source, as shown in Figure 4-10. 

b. Set the measuring receiver as follows; 

Measurement Frequency 
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Figure 4—10. Measuring Receiver Inddenial AM Verification Test Setup 

c. Set the AM/FM test source as follows; 

Test Mode ™ 

d. Tune the carrier frequency on the AH^FM test source for a measuring receiver reading 
of 100 MHz ±0.1 MHz, 



e. Set the test oscillator as follows: 

Frequency 

Output Attenuator 

Amplitude Course 



... 1 kHz 
— 10 dBm 
Fully ccw 



f. Set the measuring receiver as follows: 

Measurement 

Detector 

HP Filter 

LP Filter 



... FM 
,Peak+ 
300 Hz 
. 3 kHz 



g. Increase the output of the test oscillator by rotating the Amplitude Coarse control 
clockwise until the measuring receiver indicates 20.0 kHz ±0.1 kHz peak deviation. 



h. Set the measuring receiver as follows: 

Measurement 

i. The modulation must be < 0.02% AM to test the incidental AM of the Signal Generator. 



17. Set the measuring receiver as follows: 



Measurement 

Detector 

HP Filter 500 Hz 

LP Filter 5 kHz 

18. Set the Siganl Generator as follows: 

Amplitude (HP 8656B/8657A) +7 dBm 

AmpUtude (HP 8657B) +4 dBm 

Amplitude (HP 8657B (with Pulse Modulation installed)) ±1 dBm 

Modulation I l^Hz (Int) FM 20 kHz 



19. Connect the equipment as shown in Figure 4-9, Modulation Test Setup. 
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20. Set the Signal Generator frequency to a value within the range specified in the following table 
and verily that the measured result does not exceed the limit specified. 



Model 


Frequency 


Result 


Min. 


Max. 


Actual 


Max. 


HP 6656B 


10 MHz 


990 MHz 




< 0,1% 




HP 8$57A 


10 MHz 


1040 MHz 




<0*1% 




HP 8657B 


10 MHz 


1030 MHz 




< 0*1% 




1030 MHz 


1300 MHz 




< 0.5% 





NOTE 

Beloyv 10 MHz. the incidental AM of the Signal Generator is less than that of 
the measuring receiver. 



FM Distortion 

21. Set the measuring receiver as follows: 



Measurement FM 

Detector Peak+ 

HP Filter 300 Hz 

LP Filter 3 kHz 

22. Set the distortion analyzer as follows; 

Function Distortion 

Analyzer Input Select Distortion 

Frequency 1 kHz 

23. Set the Signal Generator as follows: 

Frequency (HP 8656B) 100.0 MHz 

Frequency (HP 8657A and HP 8657B) 150.0 MHz 

Amplitude +4 dBm 

Modulation 1 kHz (Int) FM 



24. Connect the equipment as shown in Figure 4*9, Modulation Test Setup. 

25. Verify that the meastured Total Harmonic Distortion does not exceed 0.5%. 
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26. Set the Si gnal Generator FM deviadon to a value within the range specified in the following 
table and verify that the measured result does not exceed the limit specified 



Model 


FM Deviation 


Result 


Min. 


Max, 


Actual 


Max. 


HP 8856B 


3 kHz 


99 kHz 




<0,5% 


HP8657A 


6 kHz 


99 kHz 




<0.5% 


HP8657B 


6 kHz 


99 kHz 




<0,5% 



NOTE 

At peak deviations less than 3 kHz, residual FM and other type of FM 
distortion become a greater portion of the distortion reading. If the distortion 
falls within tolerance at or above 3 kHz, it may be steely assumed that the 
Signal Generator meets the test requirements. 
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DC MODULATION 
Description 



DC FM specifications arc verified by measuring the RF OUTPUT frequency offset with a frequency 
counter. 

Equipment 



Frequency Counter 



HP 5328B OPT 31 




Figure 4—11. DC FM Test Setup 



Procedure 



DC FM Center Frequency Accuracy and Stability 



27. Connect the RF OUTPUT from the Signal Generator to the INPUT of the frequency counter, 
and connect the Signal Generator TIME BASE INPUT to the Frequency counter TIME BASE 
OUTPUT as shown in Figure 4-1 1. 

28. Set the frequency counter as follows; 

INPUT CHANNEL A 

TRIGGER CHANNEL A 



29. Set the Signal Generator as follows: 

Frequency 

Amplitude 

Modulation 



100 MHz 
. 0 dBm 
DCFM 



30. Set the Signal Generator FM deviation to a value for the frequency range specified in the 
following table. Verify that the measured frequency does not exceed the Umits specified. 
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Model 


Frequency 


DC F M 


Accuracy 


Stability 


(MHz) 


Deviation (kHz) 


Offset (kHz) 


Drift (Hz/Hr) 




0.1 to 123.5 


1 to 99 


i500 Hz 


±10 




123.5 to 247 
247 to 494 
494 to 990 


1 to K) 
1 to 99 
1 to 99 


4- 12S H2 


±10 


HP B656B 


+ 250 H2 


±10 




±500 Hz 


±10 


HP 8657A 
and 


0.1 to 130 
130 to 268 


1 to 99 
1 to 50 


+ .500 Hz 


±10 


±125 Hz 


± 10 


HP 8657B 


260 to 520 


1 to 99 


±250 Hz 


±10 


HP 8657A 


520 to 1040 


1 to 99 


±500 Hz 


±10 


HP 8657B 


S20to 1030 


1 to 99 


± 500 Hz 


±10 


1030 to 2060 


1 to 99 


. ±1000 Hz 


±10 
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PULSE MODULATION (HP 8657B ONLY) 



NOTE 

Pulse Modulation is available as an option on the HP 8657B. 



Description 

The output of the HP 86S7B is coupled to an oscilloscope and the Rise/Fall Time of the RF pulses 
is measured. The ouput of the HP 8657B is then coupled to a spectrum analyzer and the On/Off 
Level Ratio of the RF pulses is measured. 



Equipment 



Osdlloscope HP 54100A 

OscOloscope Probe HP 54002A 

Pulse Generator HP 81 16A 

Spectrum Analyzer HP 8562B 



OUTPUT 



PULSE GENERATOR 



PULSE 

INPUT 






fBj] 



O C5 

-o „ 



O P D 
□ DP 
QP P 



O O 
poo 
doa 



□ p D a o P P 



RF OUTPUT 



HP 8657B SIGNAL GENERATOR 



TREGGER OUT 
, CHANNEL 1 



channel 2 



OSCILLOSCOPE 



Figure 4^12, Modulation Test Setup 



Procedure 

3L Connect the equipment as shown in Figure 4-12, 

32, Set the HP 8657B as follows: 

Frequency.. 

Amplitude 

Modulation 



See Table 
. , 0 dBm 
Pulse 
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33. Set the Pulse Generator as follows; 

Mode • 

Function 

Frequency 

Amplitude 

Amplitude Offset 

Pul% Width 

Ouqiut EKsable 

34. Set the Oscilloscope as follows: 



Normal 

Pulse 

50 kHz 

1 Volt 

i Volt 

10 usee 

Off (LED Off) 



Timebase 

Sec/Div 

Delay 

Delay Reference 

Trigger 

Mode 

Source 

Trigger Level 

Slope 

Display 

Mode 

I^play Time (Persistence) 

Split Screen 

Graticle 

Channel 1 

Mode 

Display 

Volts/Kv 

Offset 



. 10 ns 
100 ns 
Center 



. . Edge 
Chan 2 
. 1.25 V 
. . . Pos 



Normal 
. . 2 sec 
....Off 
. . Grid 



Normal 

On 

100 mV 
... 0 V 



Channel 2 
Mode ... 
Display . 
Volts/Div 
Offset . . . 



Normal 
....Off 
500 mV 
. 1.25 V 



Delta V 

VMarkers ....... 

Marker i Position 
Marker 2 Position 



On/Chan I 

0 Volt (To Start) 

To Maximum Settled Level 



After positioning markers to initial position, press 10%-90% 



Delta T 

On 

Start Marker (see Figure 11) At 10% Level Pulse Crossing 

Stop Marker (see Figure 11) At 90% Level Pulse Crossing 
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Pulse Modulation Rise and Fall Time (Using an Oscilloscope) 



NOTE 

Figure 4-11 shorn the RF Pulse as displayed on the oscilloscope. The Delta 
V markers are the approximate 10 and 90% Levels of the pulse envelope. The 
reading A/ is the Rise Time. 




50-0000 


nC3C 100^000 


neac 


150.000 


nesc 


Ch. 1 


B. 


100.0 mvotts/div 




- 0,000 


volts 


Timeboae 


K 


10. n»c/div 


Oatoy 


- 1Q.O00 


flsec 


Oetto T 


a 


9. COO n»c 








Start 


> 


71-600 ns«c 


Stop 


61 .200 


nsec 


Delto V 




233.6 mvolts 








Vmarkerl 


- 


29.20 mwolta 




- 262.S 


mvofts 



Figure 4—13. Oscilloscope Display 

NOTE 

If the oscilloscope does not have adequate bandwidth at the higher frequencies, 
proceed with the following steps using a crystal detector. 



35. Set the HP 8657B to the frequencies shown in the following Table. For each frequency measure 
the i0% to 90% Rise Time of the RF Pulse, The Delta V and Delta T Markers will require 
repositioning after each frequency change. To measure Fall Time will require a Shift Delay 
of +10 usee minimum on the oscilloscope to view the trailing edge of the pulse (including 
markers). Refer to Figure 4-13 for an example of the oscilloscope measurement display. The 
Rise and Fall Time should be within the limits shown in the Table. 



Frequency 

MHz 


Results 


Rise Time 
Actual 


Fail Time 
Actual 


Max 


100 






<35 ns 


300 






<35 ns 


500 






<35 ns 


1100 






<50 ns 
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Pulse Modulation Rise and Fall Time (Using a Crystal Detector) 



Additional Equipment 

Crystal Detector (Negative) 

Crystal Detector (Positive) 

Power Splitter 

15 MHz Low Pass Filter (2 Required) 



HP 423A 

HP 423A Opt 003 

HP 1 1667A 

. (See Figure 4-15) 



36. Connect the equipment as shown in Figure 4-14. Low Pass Filters can be constructed using 
the schematic in Hgure 4-15. 



37. Set the HP 8657B to the frequencies shown in the Table. For each frequency measure the 10 
% and 90 % Rise and Fall Times of the RF Pulse. The waveform on the oscilloscope now is 
the peak-detected envelope . The Rise and Fall Time should be within the limits shown in the 
Table. The oscilloscope setups are the same as in step 34. 




figure 4-14. Rise/Fall Time Test Setup yvith Peak Detectors 



IN O 



680nH 



680nH 



r~T 

X 470pF X 



-OOUT 



X 330pF X 470pF ^ 330pF 

5 V 

15 MHz LPF CtRCUfT SCHEMATIC 



Figure 4—15. Schematic for 15 MHz Low Pass Filters 
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38. Set the HP 8657B as follows: 

Frequency 

Amplitude 

Modulation 

39. Connect the equipment as shown in Figure 4-16. 



Model 8656B/8657A/8657B 



See Table 
. . 0 dBm 
.... Pulse 



r 



OUTPUT 





HP 8657B SIGNAL GENERATOR 



Figure 4—16. Pulse On/Off Ratio 7Vsi Setup 



40. Set the pulse generator as follows: 



Mode Normal 

Frequency 100 Hz 

Duty Cycle 50% 

Amplitude 1 Volt 

Offset I Volt 

41. Set the spectrum analyzer as follows: 

Center Frequency See Table 

Resolution BW . . 10 kHz 

Video BW I mHz 

Frequency Span 0 Hz 

Reference Level 0 dBm 

Reference Level/div 10 dB/div 

Trigger Video 



42. Set the HP 8657B’s frequency and the spectrum analyzer’s center frequency to the frequencies 
shown in the following Table. For each frequency measure the change in amplitude as the 
HP 8657B is pulsed on and off. The amplitude should drop at least 70 dB for frequencies below 
1030 MHz and 95 dB for frequencies above 1030 MHz as the HP 8657B is pulsed on and off. 
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Frequency 

MHz 


Results 


On/Off Ratio 
Actual 


Min 


100 




>70 dB 


300 




>70 dB 


500 




>70 dB 


1100 




>95 dB j 
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OUTPUT LEAKAGE TESTS 
Specification 

Leakage limits are within those specified in MIL STD 461B, and FTZ 1 1 15. Furthermore, less than 
1.0 /iV is induced in a two-tum, 2.5 cm (1 inch) diameter loop held 2.5 cm (1 inch) away from the 
front surface and measured into a SOQ receiver. 

Descnption 

Output leakage is verified by holding a loop antenna 2.5 cm (1 inch) from the front surface of the 
Signal Generator and measuring the resulting signal with a spectrum analyzer. 

The loop antenna is suspended in a molding so that when the molding is in contact with a surface, 
the loop antenna is one inch from the surface. 



NOTE 

The use of a screen room may be necessary to reduce external radiated 
interference. 



Equipment 



One-Inch Loop Antenna 

26 dB Amplifier 

Spectrum Analyzer 

500 Termination 



HP 08640-60501 

HP 8447D 

HP 8562B 

HP908A 



Procedure 

1. Connect equipment as shown in Figure 4-17, for the signal path shown as 1-4 below. 

NOTE 

To avoid disturbing the antenna’s field and causing measurement error, grasp 
the antenna at the end that has the BNC connector. 




Figure 4—1 7. Output Leakage Test Setup 
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2. Set the Signal Generator as follows; 



Frequency 100 MHz 

Amplitude - 107 dBm 

Modulation Off 

3. Set the spectrum analyzer as follows: 

Center Frequency 100 MHz 

Input Attenuation ~40 dB 

Reference Level -20 dBm 

Frequency Span 20 MHz 

Resolution Bandwidth 10 kHz 



4. View the signal on the spectrum analyzer and adjust the reference level controls of the spectrum 
analyzer to set the amplified - 107 dBm signal from the Signal Generator to a reference graticule 
line on the spectrum analyzer display. Set the video filter to further separate the signal from the 
noise. Disconnect the Signal Generator from the amplifier, and connect a 50 ohm termination 
to the Signal Generator’s RF OUTPUT connector. 

5. Connect the one-inch loop antenna to the analyzer through the amplifier as shown in 
Figure 4-17, for the signal path shown as 5,6. Hold the end of the loop antenna cylinder in 
contact with the front surfaces of the Signal Generator. All signals and noise should be below 
the reference graticule line (i.e.,below -107 dBm). 

< -107 dBm (<l.O #iV) at 100 MHz 

6. Repeat step 5 for frequencies of 300, 500, 700, 900, 990, 1030 (except HP 8656B), 1040 (except 
HP 8656B), 2060 MHz (HP 8657B only). 



. < -107 dBm (<1.0 /iV) at 300 MHz 
. < -107 dBm (<1.0 (xV) at 500 MHz 
. < -107 dBm (<1.0 pV) at 700 MHz 
- < -107 dBm (<1.0 pV) at 900 MHz 
. < -107 dBm (<1.0 pV) at 990 MHz 

< -107 dBm (<1.0 pV) at 1030 MHz 

< -107 dBm (<1.0 pV) at 1040 MHz 

< -107 dBm (<1.0 pV) at 2060 MHz 
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SWR TEST (HP 86568 AND HP 8657A ONLY) 



NOTE 

The SWR specification is a supplemental characteristic for the HP 8657B. The 
specification in the table below is for the HP 8656B and HP 8657A. 



Specification 



Electrical Characteristics 


Performance Limits 


Conditions 


SWR; 






RF OUTPUT 


< 2.0, -9.6 dB 


> -3.5 dBm 




Return Loss 






< 1.5, -14 dS 


< -3.5 dBm 




Return Loss 




Impedance 


50 ohms nominal 




Reverse Power (HP 8656B) 


25 watts 


RF power to 990 MHz into RF 
OUTPUT, dc voltage cannot exceed 
25V. 


Reverse Power (HP 8857 A) 


50 watts 


RF power to t040 MHz into RF 
OUTPUT, dc voltage cannot exceed 
50V. 



Description 

SWR is verified by comparing the reflected power (frequencies 0.5 to 990 MHz for an HP 8656B or 
0.5 to 1040 MHz for an HP 8657A from an RF signal source) to a reference that represents 100% 
return loss. The reference level is determined by disconnecting the SWR bridge from the Signal 
Generator under test, and connecting a short to the SWR bridge (100% reflected power) to the 
spectrum analyzer. The reference is established on the spectrum analyzer display. The SWR bridge 
is then connected to the Signal Generator under test, and return loss for the frequency is displayed 
on the spectrum analyzer. The output frequency of Signal Generator under test must be set 100 MHz 
from the frequency of the RF signal source. 

Equipment 



RF Signal Source HP 865 7B 

Spectrum Analyzer HP 8S62B 

SWR Bridge WItron 60N50 

Cables (UG-21D/U type N connectors) HP 11500B (2 Required) 
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Figure 4— IS. SWR Performance Test Setup (Out of Band) 



Procedure 

< -3.5 dBm (10 dB Attenuator Pad Selected) 

1. Set the Signal Generator as follows: 



Frequency 0. 1 MHz 

Modulation Off 

Amplitude -10 dBm 

2. Set the spectrum analyzer as follows: 

Frequency Span 100 MHz 

Resolution l^ndwidth 300 kHz 

Reference Level 0 dBm 

Center Frequency 100 MHz 

3. Set the RF signal source as follows: 

Output Level +10 dBm 

Frequency 100 MHz 



4. Connect the equipment as shown in Hgure 4-18. 

5. With the SWR bridge disconnected from the Signal Generator under test, and a short connected 
to the SWR bridge, set the reference level on the spectrum analyzer for a 100% reflected signal. 

6. Connect the SWR bridge to the Signal Generator’s RF OUTPUT connector. The difference, 
in dB, of the level on the display and the reference is the return loss of the Signal Generator’s 
RF OUTPUT connector. The return loss must be >14 dB. 

14 dB 

7. Repeat steps 3 through 6 with the RF signal source set to any frequency between 5 MHz and 
990 MHz (for an HP 8656B) or 1040 MHz (for an HP 8657 A) and 100 MHz from the Signal 
Generator’s frequency. 



14 dB 
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SWR Test > -3.5 dBm (Attenuator Pads Not Selected) 

SWR, without any attenuation, is verified by the following procedure. Set the amplitude of the Signal 
Generator under test and turn off the RF signal source. Then the amplitude of the reflected signal 
from the RF source is set to an equal level with the Device Under Test port shorted. The maximum 
and mininaum voltages in dB are read from the spectrum analyzer to compute the SWR using the 
equation listed below. 



8. Set the Signal Generator as follows: 

Frequency 

Modulation 

Amplitude 

9. Set the spectrum analyzer as foflows: 

Frequency Span 

Resolution Bandwidth 

Reference Level 

Center Frequency 

Scale 

10. Set the RF signal source as follows: 

Amplitude 

Modulation 

Frequency 

RF 



100 MHz 
Off 



-2 dBm 



0 Hz 

3 MHz 

0 dBm 

.... 100 MHz 
LOG 2dB/Div 



-127 dBm 

Off 

. 100 MHz 
Off 



11. Connect the equipment as shown in Figure 4-18. 

12. With the SWR bridge connected to the Signal Generator under test, and the amplitude of the 
RF signal source turned off, set a reference on the spectrum analyzer. Tune the frequency of 
the spectrum analyzer for maximum level on the display. 

13. Disconnect the SWR bridge from the Signal Generator under test and connect a short to the 
Device Under Test port 

14. Set the amplitude of the RF signal source to +13 dBm. 

15. Set the amplitude of the RF signal source to the same level on the spectrum analyzer as set in 
step 12. 

16. Remove the short from the SWR bridge, and connect the SWR bridge to the Signal Generator 
under test 



17. Press and release the Blue SHIFT key. Press and hold die Phase Decrement DOWN key 
(frequency decrement DOWN key). The level on the spectrum analyzer changes as the phase 
changes. 



NOTE 

Each time the Phase Decrement key is released, the SHIFT key must be 
pressed to resdect the Phase Decrement fimction 



18. Read the maximum and minimum power levels from the spectrum analyzer and substitute their 
value in the following equation and solve for the SWR of the Signal Generator. 

< 2.0 



4-52 Performance Test 5 



Model 8656B/8657A/8657B 



Performance Tests 



19* Repeat steps 8 through 18 for each frequency between 5 and 990 MUz (for an HP 8656B) or 
1040 MHz (for an HP 8657 A) at which SWR is to be checked* 



SWR 



_ t H- p _ j?maj 
1 p Rftvin 

= A + pA 

= A — p A 



ctTxr r> _ 

” p /i ” “F“ 

20 log EfMt: — Enuts^^ 

20 log Emin = 

20 loff = 20 

(r^win) 

20 log SWR =5 20 logErm ^ 20 
20 log SWR = dB - Emin dB 

SIVjB = 10 — « 



Performance Test 5 



4-53 



Performance Tests 



Model 8656B/8657A/8657B 



Performance Test Record 



SPECTRAL PURITY TESTS 
Spurious Signals 



Spurkxjs Signals 






Results 




Actual 


HP $65$B 


HP 06S7A 


HP 8657B 


Harmonics 


— 


< —30 dBc 


< -30 dBc 


< -30 dBc (0.1 to 1030MHz 

< -25 dBc (1030 to 2060MI- 


Non-Harmonics 
(> 2 MHz from carrier) 


— 


< —SO dBc 


< — 60 dBc 


< -60 dBc (0.1 to 1030MHz 

< -54 dBc (1030 to 2060 Ml 


5 kHz to 2 MHz from ; 
carder 




< -60 dBc 


< -60 dBc (0.1 to 130MHz) 

< -72 dBc (130 to 260MHz) 

< -66 dBc (260 to 520MHz) 

< -60 dBa 520 to 1040MHz 


< -63 dBc (0,1 to 130MHz) 

< -75 dBc (130 to 260MHz) 

< -66 dBc (260 to 520MHz) 

< -63 dBc (520 to 1030MHz 

< -57 dBc (1030 to 2060 Ml 


Sob-Harmonics 




None 


None 


None, 0.1 to 1030 MHz 

< -40 dSc (1030 to 1800 Ml 

< -35 dBc (1800 to 2060 Ml 



Residual AM 

The digital multimeter should indicate <1,77 mVnns for an HP 8656B. 

The digital multimeter should indicate <3.28 mVrms for an HP 8657A or HP8657B. 

Actual Maximum 

< 1 .77 mVrms 

< 3.28 mVrms 



Residual FM 



Signal Generator 


Modulation Analyzer Filter 


Results (Hz rms) 


Frequency (MHz) 


High Pass (Hz) 


Uw Pass (kHz) 


Actual 


Max. 


0.15 to 123.00000 


300 


3 




< 4 


0.15 to 123.00000 


50 


15 




<6 



4-54 Performance Test Record 



Model 86S6B/86S7A/8657B 



Performance Tests 



Optional Residual FM Test 



Optional Residual FM Test Spedfications 



Test 

Signal Generator 
Frequency (MHz) 


LO 

Signal Generator 
Frequency (MHz) 


Results (Hz rms) 


HP WS$B 


HP 8657A 


HP 8657B 


Actual 


Max 


Actual 


Max 


Actual 


Max 


120 


121.5 




7 




4 




4 


150 


151.5 




2 




1 




1 


300 


301.5 




4 




2 




2 


600 


601.5 




7 




4 




3 


1300 


1301.5 


N/A 


N/A 


N/A 


N/A 




6 



SSB Phase Noise for HP 865SB 



Offset from Carrier 


HP 8656B SSB Phase Noise 


Carrier 

Frequency 

(MHz) 


Min. 


Actual 


20 kHz 


-114 dBc/Hz 
-126 dBc/Hz 
-120 dBc/Hz 
-114 dBc/Hz 




0.1 to 123.5 
1^.5 to 247 
247 to 494 
494 to 990 



SSB Phase Noise for HP 8657A 



Offset from Carrier 


HP 8657A SSB Phase Noise 


Carrier 

Frequency 

(MHz) 


Min. 


Actual 


20 kHz 


-124 dBc/Hz 
-136 dBc/Hz 
-130 dBc/Hz 
-124 dBc/Hz 




0.1 to 130 
130 to 260 
260 to 520 
520 to 1040 



SSB Phase Noise for HP 8657B 



Offset from Carrier 


SSB Phase Noise 


Carrier 

Frequency 

(MHz) 


Min, 


Actual 


20 kHz 


-124 dBc/Hz 
-136 dBc/Hz 
-130 dBc/Hz 
-124 dBc/Hz 
-118 dBc/Hz 




0.1 to 129 
130 to 260 
260 to 520 
520 to 1040 
1040 to 1600 
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Performance Tests 



Model S656B/8657A/8657B 



OUTPUT LEVEL ACCURACY AND FLATNESS TESTS 

Step the Signal Generator and measuring receiver through the frequency range. Ranges are: 

• lOO kHz to 990 MHz for an HP 8656B 

• lOO kHz to 1040 MHz for an HP 8657A 

• lOO kHz to 2060 MHz for an HP 8657B 

Record the highest and lowest power levels and their frequencies and calculate the maximum 
variation. 

Highest Reading Frequency 

Lowest Reading Frequency 

The amplitude variation should not exceed 2.0 dB for the HP 8656B and 1.0 dB for the 
HP 8657A/8657B. Record the maximum variation (highest reading — lowest reading). 

<2.0 dB (HP 8656B only) 

< 1.0 dB (HP 8657A/8657B only) 

Step the Signal Generator and measuring receiver through the following h^equency ranges: 



Model 


Range A 


Range B 


HP 8656B 
HP 8657A 
HP 8657B 


3 MHz to 123.5 MHz 
3 MHz to 123.5 MHz 
3 MHz to 123.5 MHz 


1^.5 MHz to 990 MHz 
123.5 MHz to 1040 MHz 
123.5 MHz to 2060 MHz 



Record the highest and lowest reading from both ranges to be used in the Absolute Level Accuracy 
test below. 

HP 8656B only 



Highest Reading (Range A) 


Test Frequency 1 


Lowest Reading (Range A) 


Test Frequency 2 


Highest Reading (Range B) 


Test Frequency 3 


Lowest Reading (Range B) 


Frequency 4 


HP 8657A or HP 8657B only 




Overall Highest Reading (Ranges A & B) 


Test Frequency 3 


Overall Lowest Reading (Ranges A & B) 


Test Frequency 4 



4-56 Performance Test Record 



Model 8656B/8657A/8657B 



Performance Tests 



Absolute Level Accuracy 



RF Output Test Frequency 1 
RF Output Test Frequency 2 



RF Output Test Frequency 3 
RF Output Test Frequency 4 



AU 

Models 



AmplHiide 

Setting 

(dBm) 



+iao^ 

+3*0 

-zo 

-7,0 

-1Z0 

-17,0 

-2Z0 

-27.0 

-32.0 

-37,0 

-4Z0 

-47,0 

-520 

-57,0 

-62,0 

-67.0 

-720 

-77,0 

-620 

-. 87.0 

-920 

-97.0 

- 102.0 

-107,0 

-1120 

-117,0 

- 1^,0 

-127,0 

-127.0 



HP 6656B Only 
{100 kHi t 0 l 2 as MHz) 



Minintum 

(dBm) 



+11.5 

+6,5 

+1.5 

-3.5 

-8,5 

-13.5 

-18,5 

-23,5 

-28.5 

-33.5 

-38,5 

-43,5 

-48.5 

-53,5 

-58.5 

-63,5 

-68.5 

-73,5 

-78,5 

-83,5 

-88.5 

-93,5 

-98,5 

-103,5 

-108 5 

-113.5 

-118,5 

-123,5 

-128,5 



Maximum 

(dBm) 



+14.5 

+9-5 

+4,5 

-0.5 

-5,5 

-1D.5 

-15,5 

-20,5 

-25,5 

-30.5 

-35,5 

-40,5 

-45,5 

-50,5 

-55,5 

-60,5 

-65.5 

-70,5 

-75,5 

-80,5 

-85,5 

^0.5 

-95.5 

-100,5 

-105,5 

-110,5 

-115,5 

-120.5 

-125.5 



Actual 

(dBm) 



Freql 



Freq2 



HP S656B ( > 123.S MHz ), 
HP 8657A, HP 8657B 



Minimum 

(dBm) 



Maximum 

(dBm) 



+11.5 


+14,5 


+6.5 


+9,5 


+2.0 


+4.0 


-3.0 


-1.0 


— 8,0 


-6,0 


-13,0 


-11.0 


-18,0 ! 


-16.0 


-23.0 


-21,0 


-28,0 


-26.0 


-33,0 


: -31.0 


-38.0 


-36,0 


-€3.0 


-41.0 


-48.0 


-46.0 


-53.0 


-51.0 


-58,0 


-56,0 


-63,0 


-61,0 


-68,0 


-66,0 


-73,0 


-71.0 


-78,0 


-76,0 


-83.0 


-81-0 


-88.0 


-86,0 


-93,0 


-91,0 


-98,0 


-96.0 


-103,0 


-101,0 


-108,0 


-106.0 


-113,0 


-mo 


-118.0 


-116.0 


-123,0 


-121.0 


-128.0^ 


-126,0' 


-i2as^ 


-125,5' 


ri Metalled. 



Actual 

(dBm) 



Freq 3 



Freq 4 



* HP 6657A and HP 86578 only. 

* HP 86506 only < - 124.0 dBm. 
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Performance Tests 



Model 86S6B/8657A/86S7B 



AC MODULATION 

AM Indicator Accuracy ... 1 kHz (Int) 



MHz 


AM Bepth 


Results 


Min< 


Actual 


Max, 


HP 86588 


HP8657A 

HPS657B 


HP8656B 


HP 8657A 
HP 8657B 




10% 


7.6% 


7,4% 




12.4% 


12.6% 




30% 


26.8% 


26.2% 




33.2% 


33.8% 


100 


70% 


65.2% 


63.8% 




74.8% 


76.2% 




90% 


84.4% 


82.6% 




95.6% 


97.4% 




10% 


7.6% 


7.4% 




12.4% 


12.6% 




30% 


26.8% 


26.2% 




33.2% 


33.8% 


240 


70% 


65.2% 


63.8% 




74.8% 


76.2% 




90% 


84.4% 


82.6% 




95.6% 


97.4% 




10% 


7.6% 


7.4% 




12.4% 


12.6% 




30% 


26.8% 


26.2% 




33.2% 


33.8% 


400 


70% 


65.2% 


63.8% 




74.8% 


76.2% 




90% 


84.4% 


82.6% 




95.6% 


97.4% 




10% 


7.6% 


7,4% 




12.4% 


12.6% 




30% 


26.8% 


26.2% 




33.2% 


33.8% 


990 


70% 


65.2% 


63.8% 




74.8% 


76.2% 




90% 


84.4% 


82.6% 




95.6% 


97.4% 


1030 


10% 




7.4% 






12.6% 


(HP 8657A & 


30% 


H/A 


26.2% 




M lA 


33.8% 


HP 8057B 


70% 


63.8% 




TX/jR 


76.2% 


only) 


90% 




82.6% 






97.4% 


1040 


10% 




7.4% 






12.6% 


(HP 8657A & 


30% 


U /A 


26.2% 




- K] lA 


33.8% 


HP8657B 


70% 


ri/A 


63.8% 




IN/A 


76.2% 


only) 


90% 




82.6% 






97.4% 




10% 




7.4% 






12.6% 


1300 


30% 




26.2% 






33.8% 


(HP 8657B 


70% 


N/A 


63.8% 




N/A 


76.2% 


only) 


I 90% 




82.6% 






97.4% 



4-58 Perfoimaace Test Record 



Model 8656B/8657A/86S7B 



Performance Tests 



AM Indicator Accuracy ... 400 Hz (Int) 



miz 


AM DepOi 


Results 


Min. 


Actual 


Max. 


HP S656S 


HPB657A 

HPBSSTB 


HP 8656B 


HP 8657A 
HP 8657B 




10% 


7.6% 


7.4% 




12.4% 


12.6% 




30% 


26.8% 


26.2% 




33.2% 


33.8% 


too 


70% 


65.2% 


63.8% 




74.8% 


76.2% 




90% 


64.4% 


82.6% 




95.6% 


97.4% 



Incidental Phase Modulation 



Model 


Frequency 


Result 


Min. 


Max, 


Actual 


Max. 


HP 86566 


150 kHz 


990 MHz 




< 0.3 radian peak 




HP 8657A 


150 kHs: 


1040 MHz 




< 0.3 radian peak 




HP8657B 


150 kHz 


1300 MHz 




< 0.3 radian peak 
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Performance Tests 



Model S656B/8657A/8657B 



AM Distortion 







Results 


MHz 


AM Depth 


Actual 


Max. 








HP8666B 


HP80S7A 


HP aS57B ! 




30% 




<1.5% 


< 1.5% 


< 1,5% 


100 


70% 




< 3.0% 


<3.0% 


< 3.0% 


90% 




< 4.0% 


<4.0% 


< 4.0% 










30% 




< 1.5% 


< 1.5% 


< 1.5% 


240 


70% 




< 3.0% 


< 3.0% 


< 3.0% 


90% 




< 4.0% 


< 4.0% 


< 4.0% 












30% 




< 1.5% 


<1.5% 


< 1.5% 


400 


70% 




< 3.0% 


< 3.0% 


< 3.0% 


90% 




< 4.0% 


< 4.0% 


< 4,0% 












30% 




<1.5% 


< 1.5% 


<1,5% 


990 


70% 




< 3,0% 


< 3.0% 


< 3.0% ’ 


90% 




<4.0% 


< 4.0% 


< 4.0% 










30% 






<1.5% 


< 4.0% 


1030 


70% 




N/A 


< 3,0% 


< 4.0% 


90% 




<4.0% 


< 7.0% 














30% 






<1.5% 


< 4.0% 


1040 


70% 




N/A 


< 3.0% 


<4.0% 


90% 




<4.0% 


< 7.0% 














30% 








< 4.0% 


1300 


70% 




N/A 


N/A 


< 4.0% 


90% 




< 7.0% 













FM Indicator Accuracy 



FM Deviation 
for 100 


Results 


Mia 


Actual 


Ma^. 


5.0 kHz 

30.0 kHz 

70.0 kHz 

99.0 kHz 


4.75 kHz 

28.50 kHz 

66.50 kHz 
kHz 




5.25 kHz 

31.50 kHz 

73.50 kHz 
103.95 kHz 
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Model 8656B/86S7A/8657B 



Performance Tests 



Incidental AM 



Model 


Frequerwy 


Result 


Min. 


Max. 


Actual 


Max. 


HP 8^68 


10 MHz 


990 MHz 




< 0.1% 




HP8657A 


10 MHz 


1040 MHz 




< 0.1% 




HP 865TB 


10 MHz 


1030 MHz 




< 0.1% 




1030 MHz 


1300 MHz 




< 





FM Distortion 



Model 


FM Deviation 


Result 




Min. 


Max, 


Actual 


Max 


HP 8656B 


3 kHz 


99 kHz 


^ — ___ 


<0.5% 


HP &657A 


6 kHz 


93 kHz 




<0.5% 


HP 8657B 


6 kHz 


99 kHz 




<0.5% 



DC MODULATION 

DC FM Center Frequency Accuracy And Stability 



Model 


Frequency 

(MHz) 


DC FM 

Deviation (kHz) 


Accuracy 


Stability 


Offset (kHz) 


Drift (Hz/Hr) 


HP 8656B 


0.1 to 123.S 
123.5 to 247 
247 to 494 
494 to 990 


1 to 99 
1 to 50 
1 to 99 
1 to 99 


±500 Hz 


±10 


Tb125Hz 


±10 


±250 Hz 


±10 


± 500 Hz 


±10 






HP 8657A 
and 

HP 8657B 


0.1 to 130 
130 to 268 
260 to 520 


1 to 99 
1 to 50 
1 to 99 


± 500 Hz 


±10 


± 125 H z 


±10 


±250 Hz 


±10 






HP 8^7A 


520 to 1040 


1 to 99 


±500 Hz 


. .. ±10 






HP 8657B 


520 to 1030 
1030 to 2060 


1 to 99 
1 to 99 


±500 Hz 


± 10 


±1000 Hz 


± 10 
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Perfonnance Tests 



Model S656B/86S7A/8657B 



Pulse Modulation Rise and Fall Time (HP 8657B Only) 



Frequency 

MHz 


Results 


Rise Time 
Actual 


FaU Time 
Actual 


Max 


100 






<35 ns 


300 






<35 ns 


500 






<35 ns 


1100 






<40 ns 



Pulse Modulation ON/OFF Ratio (HP 8657S Only 



Frequency 

MHz 


Results 


On/Off Rat«> 
Actual 


Mm 


100 




>70 dB 


300 




>70 dB 


500 




>70 dB 


1100 




>95 dB 



OUTPUT LEAKAGE TESTS 

Test for frequency of 100 MHz. 



< -107 dBm (<1.0 ftV) at 100 MHz 



Test for frequenci« of 300, 500, 700, 900, 990, 1030 (except HP 8656B), 1040 (except HP 8657A) 
and 2060 MHz (HP 8657B only). 



< -107 dBm «1.0 (tV) at 300 MHz 

< -107 dBm «1.0 fxV) at 500 MHz 

< -107 dBm (<1.0 /aV) at 700 MHz 

< -107 dBm (<1.0 mV) at 900 MHz 

< -107 dBm (<1.0 mV) at 990 MHz 

< -107 dBm (<1.0 mV) at 1030 MHz 

< -107 dBm (<1.0 mV) at 1040 MHz 

< -107 dBm (<1.0 mV) at 2060 MHz 
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Model 8656B/8657A/8657B 



Performance Tests 



SWR TEST 

< >6.5 dBm (10 dB Attenuator Pad Selected) 

Test for frequency of .1 MHz (100 MHz from carrier). 



> 14 dBm 

Test for frequencies of between 5 MHz and 990 MHz (for an HP 8656B) or 1040 MHz (for an 
HP 8657A). 

> 14 dBm 



> -6.5 dBm (Attenuator Pads Not Selected) 
Test for frequency of 100 MHz . 



< 2 dBm 
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Model 8656B/g657A/8657B 



Adjustments 



Section 5 
ADJUSTMENTS 



5-1. INTRODUCTION 

This section contains adjustments and checks that assure peak performance of the Signal Generator. 
The Signal Generator should be readjusted after repair or failure to pass a performance test. Allow 
a 30-minute warm-up prior to performing the adjustments. Removal of the Signal Generator top 
and bottom covers is required for most adjustments. Included in this section are test setups and 
dia^ms that show the location of each assembly. Adjustment location diagrams and removal and 
disassembly instructions are provided at the end of this section. To determine which performance 
tests and adjustments to perform after a repair, refer to Table 5-2, Post-Repair Adjustments. 

5-2. SAFETY CONSIDERATIONS 

Refer to the Safety Considerations page found at the beginning of this manual for a summary of the 
safety information. 

5-3. EQUIPMENT REQUIRED 

All adjustment procedures contain a list of required test equipment The test equipment is also 
identified by callouts in the test setup diagrams, where included. If substitutions must be made for 
the specified test equipment, refer to the Recommended Test Equipment t^le in Section 1 of this 
manual for the minimum specifications. It is important that the test equipment meet the critical 
specifications listed in the table if the Signal Generator ts to meet it’s performance requirements. 

5-4. FACTORY-SELECTED COMPONENTS 

Factory-selected components are identified on the schematics and parts lists by asterisk {*) which 
follows the reference designator. The nominal value or range of the components is shown. 
Manual Update addition and replacement pages provide updated information pertaining to selected 
components. Table 5-1 lists the reference designator, the basis used for selecting a particular value, 
the nominal value range, and the service sheet where the component part is shown. 

5-5. POST-REPAIR ADJUSTMENTS 

Table 5-2 lists the adjustments related to repairs or replacement of any of the assemblies. 

5-6. RELATED ADJUSTMENTS 

The procedures in this section can be done in any order; however, it is suggested that the power 
supply voltage, reference voltage, and audio oscillator adjustments be performed first. Changes in 
these adjustments can affect other adjustments, especially level and modulafion accuracies. 

Maintenance described herein is performed wUh power supplied to the 
instrument, and protective covers removed. Such maintenance should be 
performed only by service-trained personnel who are aware of the hazards 
involved (for example, fire and electrical shock). Where maintenance can be 
performed without power applied, the power should be removed. 



5-1 



Adjustments 



Model 8656B/8657A/8657B 



ToA/e 5 “ Factory Selected Components 



Model 



Reference 

Designator 



Service 

Sheet 



Range of 
Values 



Basis of Selection 



A3C23 



16 



33 pF to 47 pF 



Select capacitor so that the output level of the 50 MHz Reference 
Oscillator can be adjusted to greater than +17 dBm. 



A3L6 



A3R303 



16 



680 nH or 
470 nH 



Select inductor so that the 50 MHz crystal can be tuned to 50 MHz 
±1250 Hz using an external reference. 



11 



ai6k to 4.84k 



Kominal value 3.16k. Select alternate values (3,48k or 4,64k) to insure 
correct operation of Fractional-N 1C (A3Ui7), 



A4R6. 7, 10 



56B 

57A 

S7B 



A8C5 



See table under 
' 'Basis of 
Selection" 



Attenuator pad selected for “8 dBm input to mixer A4U1, Measure 
power level at RF Test Point A4TP3 as described in Adjustment 3. 
Select pad values for —8 dBm to mixer. Level must be checked 
whenever the A3A1. A4, A8, or FL1 assemblies are replaced. 



47 pF to 82 pF 



Attenuation 

(dB) 


R6, R10 
(ohms) 


HP Part No. 
(Check Digit) 


R7 

(ohms) 


HP Part No. 
(Check Digit] 


2 


A22 


0698-7227 (6) 


10 


0698-7189(9) 


3 


287 


0698-7223 (2) 


17.8 


0698-7194 (6) 


4 


215 


0898-7220 (9) 


23.7 


0698-7197 (9) 


5 


178 


0^8-7218 (5) 


31.6 


0698-7200 (5) 


6 


147 


0698-7216 (3) 


38.3 


0698-7202 (7) 


7 


133 


0698-7215 (2) 


46.4 


0698-7204 (9) 


8 


121 


0698-7214 (1) 


51,1 


0698-7205 (0) 


9 


110 


0698-7213 (0) 


61,9 


0698-7207 (2) 


10 


100 


0698-7212 (9) 


75.0 


0698-7209 (4) 



Select A8C5 to maximize DC voltage measured at J2 pin 4. 



A8C19 



A8C40 



S6B 



A5C15 



A5C22 



A8R57 



A4C155 



57A 

57B 



3 

3 



20 pF to 39 pF 



Select A8C19 to maximize DC voltage measured at J2 pin 6. 



0 or 1000 pF 



Selected to eliminate a spurious signal at 700 MHz, 



10 pF to 33 pF 



Decrease the value of Cl 5 if the 494-390 MHz oscillator fails to 
oscillate at 494 MHz only. Increase C15's value if spurs are present at 
half the fundamental frequency from 494-990 MHz. 



0 or 1 pF 



Selected to eliminate spurious signals at 690-740 MHz. 



237 n to 5^ n 



Resistor A6R57 is sel^ted to center the adjustment range of variable 
capacitor A6C56, so the RF OUTPUT can be adjusted ± 0.5 dS from 
0,0 dBm. 



10 pF to 33 pF 



Decrease the value of Cl 55 if the 520-1040 MHz oscillator fails to 
oscillate at 520 MHz only. Increase C155’s value If spurs are present at 
half the fundamental frequency from 520-1040 MHz. 



A6C232 



0 or 1,8 pF 



Removed to eliminate spurs at 1200 to 1400 MHz when the 
RF OUTPUT is 600 MHz to 700 MHz, 
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TMe 5—2. Post-Repair Adjustments 



Assembly Repaired 
or Replaced 


Model 


Related 

Adjustnwnts 


A1 


All 


None 


A2 


All 


None 


A3 


All 


5,6,7.14.15.17,18,19,20 


A3A1 


All 


7,14,16,17.18 


A5 


56B 


10 


A6 


All 


11,12 


AS 


All 


9,10 


A9 


All 


None 


A10 


56B,57A 


1,2,3.4.11,12,13.19,20,21.22 


A10 


57B 


None 


A11 


56B.57A 


None 


A11 


57B 


2.3,4,11,12,13.19,20.21,22 


A12 


57B 


13 


A13 


57B 


None 


A14 


57B 


1 


A15 


All 


None 


A16 


Al) 


23 


FL1 


Ail 


9,10 




ATTENTION 
Static Sensitive 
Devices 



When handling equipment containing static sensitive devices, Mokate 
precautions must be taken to prevent device damage or destruction. Only 
those who are thoroughly familiar with industry accepted techniques for 
handling static sensitive devices should attempt to service drcuUry with 
these devices. 
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Ad[ustment la 



HP 8656B POWER SUPPLY VOLTAGE ADJUSTMENTS 

• Service Sheets 10 and 25. 

Description 

The +5-4 Vdc power supply is adjusted for +5.25 Vdc ±0.02 Vdc at A10J2 pin 1 using a digital 
multimeter. 




Figure 5—1. HP 8656B Power Supplies Adjustment Setup 



Equipment 

Digital Multimeter HP 3466A 

Procedure 

1, Set the digital multimeter as follows: 



Function Vdc 

Range 20 V 



2. Preset the HP 8656B by pressing SHIFT and 0. 

The front panel will display 100 MHz, —127.0 dBm. 

3. Connect the digital multimeter to A10J2 pin 1. Adjust A10R102 (+5.4V ADJ) for a reading of 
+5.25 Vdc ±0.02 Vdc on the digital multimeter. 
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Adjustment 1 b 



HP 8657A POWER SUPPLY VOLTAGE ADJUSTMENTS 

• Service Sheets 10 and 25. 

Description 

The +5.4 Vdc power supply is adjusted for +5.4 Vdc at A10J2 pin 10 using a digital multimeter. 

HP 8657A 

SIGNAL GENERATOR 



O D 



a a a 


a p' 


O 


ED O P P P O 


o a (3 


o o a 


D 


p P O O O P 


O 13 o 


ODD 


13 


p o a p o p 


D 


P 


O 


p {□ a P o 



INPUT 



A10R102 





A10J2 

pin 10 



DIGITAL MULTIMETER 



Figure 5—2. HP 8657A Power Supplies Adjustment Setup 



Equipment 

Digital Multimeter HP 3466A 

Procedure 

l. Set the digital multimeter as follows: 

Function Ydc 

Range 20V 



2. Preset the HP 8657A by pressing SHIFT and 0. 

The front panel will display 100 MHz, —143.5 dBm. 

3. Connect the digital multimeter to A10J2 pin 10. Adjust A10R102 (+5.4V ADJ) for a reading 
of +5.4 Vdc ±0.02 Vdc on the distal multimeter. 
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Adjustment 1c 



HP 8657B POWER SUPPLY VOLTAGE ADJUSTMENTS 

• Service Sheets 10 and 24. 

Description 

The +5.2, —5.2, + 15.0, — 15.0, and +38.0 Vdc power supplies are adjusted using a digital multimeter. 
The +5.2 Vdc power supply is adjusted for +5.2 Vdc ±0.02 Vdc at A13J2 pin 1. The —5.2 Vdc power 
supply is adjusted for —5.2 Vdc ±0.02 Vdc at A13J2 pin 2. The +15.0 Vdc power supply is adjusted 
for + 15.0 Vdc ±0. 1 Vdc at A13J2 pin3. The - 15.0 Vdc power supply is adjusted for — 1 5.0 Vdc ±0. 1 
Vdc at A3J2 pin4. The +38 Vdc power supply is adjusted for +38 Vdc ± 0.3 Vdc at A13J2 pin 5, 



HP 

SIGNAL 



8657B 

GENERATOR 




HE 



o 

o 



a o o 


o □ 


a 


o a P p a a 


CJ o o 


a □ □ 
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o a o o o o 


c □ o 


Q □ 


□ 


□ o C3 n Cl p 


a 


□ 


□ 


O P □ o o 



A1 3J2 




POWER SUPPLY VOLTAGE 


CONNECTION 


VOLTAGE ADJ 


A13J2 PIN 1 
A13J2 PIN 2 
A13J2 PIN 3 
A13J2 PIN 4 
A13J2 PIN 5 


A14R25C+S.2V) 
A14R13C-5.2V) 
A14R10C+15. 0V) 
A14R16C-15. 0V) 
A14R35(+3S.0V) 



INPUT 



DIGITAL MULTIMETER 



Figure 5—3. Power Supplies Adjustment Setup 



Equipment 

Digital Multimeter HP 3466A 

Procedure 

1. Set the digital multimeter as follows; 



Function Vdc 

Range 20 V 



2. Preset the HP 8657B by pressing SHIFT and 0. 

The front panel will display 100 MHz, -143.5 dBm. 

3. Connect the digital multimeter to A13J2 A13J2 pin i. Adjust A14R25 (+5.2V ADJ) for a 
reading of +5.2 Vdc ±0.02 Vdc on the digital multimeter. 

4. Connect the digital multimeter to A13J2 pin 2. Adjust A14R13 (-5.2V ADJ) for a reading of 
-5.2 Vdc ±0.02 Vdc on the distal multimeter. 

5. Connect the digital multimeter to A13J2 pin3. Adjust A14R10 (+ 15.0V ADJ) for a reading of 
+ 15.0 Vdc ±0.1 Vdc on the digital multimeter, 

6. Connect the digital multimeter to A13J2 pin4. Adjust A14R16 (- 15.0V ADJ) for a reading of 
— 15.0 Vdc ±0.1 Vdc on the digital multimeter. 
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Adjustments 



7. Set digital multimeter Range to 200 V. Connect the digital multimeter to A13J2 pin 5. Adjust 
A14R35 (+38.0V ADJ) for a reading of +38.0 Vdc ±0.3 Vdc on the digital multimeter. 



Adjustment Ic 
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Adjustment 2 



REFERENCE VOLTAGE ADJUSTMENT 

• Service Sheet 6 

Description 

The +2 Vdc reference is adjusted for +2.000 Vdc ±0.004 Vdc using a digital multimeter. 



Model 


Test Point 


Adjustment 




A10 je pir>4 


AtOR2 


065TA 


A10TP12 


AlO Rt02 


8657B 


All TPit 


All R3 



SIGNAL GENERATOR 




Figure S— 4. +2 Vdc Reference Adjustment Selup 



Equipment 

Distal Multimeter HP 3466A 

Procedure 

1. Set the digital multimeter as follows: 



Function Vdc 

Range 20 V 



2. Preset the Signal Generator by pressing SHIFT followed by 0. 

3. Connect the digital multimeter to the relevant test point as shown in the table below and adjust 
for a reading of 2,000 Vdc ±0.004 Vdc on the digital multimeter. 



Model 


Test Point 


Adjustmefil 


8656B 


A10 J6 prr>4 


A10R2 


6657A 


A10TP12 


A10 R102 


8657B 


All TP11 


A11 R3 
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Adjustments 



Adjustment 3 



AUDIO OSCILLATOR LEVEL ADJUSTMENT 

• Service Sheet 7 



Description 

The internal 1 kHz modulation source is adjusted to 0.707 Vrms ±0.007 Vrms. Then the internal 
400 Hz modulation source is checked to ensure that it is within the same limits. 



Model 


Test Point 


Acljustment 


B6SeB 


AID M pin6 


A10R28 


S657A 


A10TP11 




S657B 


All TP2 (DSC) 


All B50 



SIGNAL GENERATOR 




INPUT 



DIGITAL MULTIMETER 



J 



Figure 5—5. Audio Oscillator Level Adjustment Setup 



Equipment 

Digital Multimeter 

Procedure 

1. Set the digital multimeter as follows: 

Function — 

Range 

2. Set the Signal Generator as follows: 

Frequency 

Amplitude 

Modulation — 

Source 



HP3466A 



Vac 
. 2V 



. Any 
.Any 
.AM 
1 kHz 



Adjustment 3 
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3. Connect the digital multimeter to the test points shown in the table below and adjust for a 
0.707 Vrms ±0.007 Vrms reading on the distal multimeter. 

4, Select the internal 400 Hz modulation source. Check that the 400 Hz oscillator level is within 
0.707 Vrms ±0.007 Vrms. If it is not, ret>eat step 4 until both readings are within the specified 
limits. 



Model 


Test Point 


Adjustment 


8656B 


A10 pin6 


A10R^8 


Se57A 


A10TP11 


AlORae 


8657B 


A11 TP2{OSC) 


A11 R50 
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Adfustment 4 



AM OFFSET ADJUSTMENT 

• Sendee Sheet 7 

Description 

The dc offset of the AM Offset Buffer is adjusted for 0.000 Vdc ±0,001 Vdc with the reference inputs 
to the Level DAC and AM% DAC grounded. 



Model 


Test Point 


AM OFFSET A^ustnwnt 


aasea 


A10J6 pin12 


A10R73 


&6S7A 


A10TP10(AM} 


AID RT3 


8657B 


Alt TP6 (AM) 


A11 R72 



SIGNAL GENERATOR 
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(AM OfFSET) 






INPUT 



digital multimeter 



Figure 5—6. AM Offset Adjustment Setup 



Equipment 

Digital Multimeter HP 3466A 

Procedure 

1. Set the digital multimeter as follows; 

Function Vdc 

Range 200 mV 

2. Reset the Signal Generator by pressing SHIFT and 0. 

3. For the HP 8656B, short INPUT 1 (AlO TPl) and INPUT 2 (AlO TP6) to ground. 

For the HP 8657 A, move AlO W3 and AlO W6 to their alternate positions. 

For the HP 8657B, move All W2 to its alternate position and short A1 1 TPS to ground. 



Adjustment 4 5-11 



Adjustments 



Model 8656B/8657A/8657B 



4 , Referring to the table shown below, connect the digital multimeter to the relevant test point 
and adjust the AM OFFSET for 0.000 Vdc ±0.001 Vdc. 



Model 


Test P(^nt 


AM OFFSET Adjustment 


8656B 


A10 Jfi pin12 


A10 R73 


8657A 


A10TP10{AM) 


A10 R73 


8657B 


A11 TP6 (AM) 


All R72 



5. Remove all shorts and return ail jumpers to their origina! positions. 
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Adjustment 5 



50 MHZ REFERENCE OSCILLATOR LEVEL ADJUSTMENT 

• Service Sheet 1 6 

Description 

The output power level of the 30 MHz Reference Oscillator is adjusted for a maximum level between 
+16 and +19 dBm at A3J8 using a measuring receiver. 




Figure 5—7. 50 MHz Reference Oscillator Levd Adjustment Setup 



Equipment 



Measuring Receiver HP 8902A 

Sensor Module HP 1 1722A 

Cable BNC(m) to SMC(f) HP 08662-60075 

Adapter N(f) to BNC(m) HP 1250-0077 

Adapter BNC(f) to BNC(0 HP 1250-0080 

PROCEDURE 

1, Set the measuring receiver with the sensor module precalibrated and connected as follows; 

Measurement RF POWER 

Display LOG 



2. Disconnect coaxial cable W5 from A3J8 (50 MHz Reference Oscillator output). Connect the 
sensor module to A3J8 using the appropriate cable and adapters. 

3. Press the FREQ key on the measuring receiver for calibration, then press the RF POWER key. 

4. Adjust A3C21 (50 MHZ LEVEL ADJ) for a maximum RF Power reading from +16 dBm to 
+19 dBm. Do not adjust for a reading greater than +19 dBm. 

NOTE 

Do not remove the 50 MHz Section covers for this adjustment. 

5. Disconnect the measuring receiver and reconnect W5 to A3J8. 



Adjustment 5 
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Adjustment 6 



50 MHZ REFEREKCE OSCILLATOR FREQUENCY ADJUSTMENT 

• Service Sheet 16 

Description 

The internal 50 MHz Reference Oscillator freQuency is adjusted to 50.0000 MHz ± 1 00 Hz by 
adjusting the TIME BASE OUTPUT for 10.000 000 MHz ±20 Hz (50 MHz reference divided-by-10) 
using a frequency counter. 




Figure 5—8. 50 MHz Reference OsciBator Fre<iuency Adjustment Setup 



Equipment 



Frequency Counter HP S328B 

Cable BNC(m) HP 10503A 



NOTE 

If the Signal Generator has Option 001 installed, disconnect the coaxial 
looping cable from the rear-panel TIME BASE INPUT connector. 



Procedure 

1. Connect the frequency counter to J4 using the BNC cable. 

2. Adjust A3R22 (TIME BASE ADJ) for a frequency counter reading of 10.000 000 MHz ±20 Hz. 
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Adjustment 7 



122 MHZ HARMONIC ADJUSTMENT 



• Service Sheet 9 




Figure 5—9. 122 MHz Harmonic Adjustment Setup 



Description 

The Signal Generator frequency is set to 539 MHz for a Low Frequency VCO Frequency of 61 MHz. 
The 122 MHz Harmonic is adjusted for a minimum. 

Equipment 



spectrum Analyzer HP 8562B 

Cable BNC(m) to SMC(f) .HP 08662-60075 

Adapter N(f) to BNC(m) HP 1250-0077 



Procedure 

1 . Set the spectrum analyzer as follows: 



Center Frequency 95 MHz 

Frequency Span 100 MHz 

Reference Level * 0 dBm 

2. Set the Signal Generator as follows: 

Frequency 539 MHz 

Amplitude Any 

Modulation Off 



3. Connect the output of the A3A1 Assembly at A3AIJ1 to the spectrum analyzer SIGNAL 
INPUT 2 using the appropriate cable and adapter (HP 1250-0077 and HP 08662-60075). 

4. Adjust A3A1C14 for minimum 122 MHz harmonic. 



Adjustment 7 
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Adjustment 8 



400 MHZ BANDPASS FILTER ADJUSTMENT 

• Service Sheet 3 

Description 

The 400 MHz Bandpass Filter is adjusted to peak the 800 MHz signal at RF Test Point A8TP3 using 
a measuring receiver. 




Figure 5—10. 400 MHz Bandpass Filter Adjustment Setup 



Equipment 



Measuring Receiver 

Sensor Module 

Adapter Probe 

Adapter N(0 to BNC(m). . 
Adapter BNC(0 to BNC(f) 
Cable BNQm) to SMC(l) . 



HP 8902A 

.. .. HP 11722A 
. . HP 1250-1598 
. . HP 1250-0077 
. . HP 1250-0080 
HP 08662-60075 



Procedure: 

1. Set the measuring receiver with the sensor module precalibrated and connected as follows; 

Measurement RF POWER 

Display LOG 

2. Set the Signal Generator as follows: 

Frequency . 

Amplitude . 

Modulation 

3. Zero the measuring receiver and wait for the zero LED to go out. 

4. Connect the sensor module to the Signal Generator at RF Test Point A8TP3 using an adapter 
(HP part number 1250-1598). 

5. Tune the measuring receiver to 800 MHz and adjust A8C31 (PEAK ADJ) for a maximum RF 
Power reading. 



Any 

-10 dBm 
Off 
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Adjustment 9 



690 TO 740 MHZ IF COMPENSATION ADJUSTMENT AND ATTENUATOR PAD SELECT 

• Service Sheets 1, 3, and 9 

Description 

A function generator is used to sweep the A3A1 Low Frequency VCO and provide a swept 690 to 
740 MHz IF signal at A4TP3. The IF signal is adjusted for flatness within 3.5 dB. The average power 
level of the IF signal is then found and an attenuator pad is selected to provide an average IF input 
level of —9 dBm to mixer A4UI. 



NOTE 

The 690 to 740 MHz IF Compensation Adjustment and Attenuator Pad 
Select must be performed whenever the A3A1, A4, A 8, or FLl assemblies are 
replaced. 
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Figure 5~1I. 690 to 740 MHz IF Compensation and Attenuator Pad Select 



Equipment 



spectrum Analyzer HP 8562A 

Function Generator HP 3312A 

Cable BNC HP 8120-1840 

Test Leads alligator clips to BNC HP 8120-1292 

Adapter N(f) to BNC(in) - HP 1250-0077 

Adapter Probe HP 1250-1598 

Cable BNC(m) to SMC(f) HP 08662-60075 



Adjustment 9 
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Procedure 



1. Set the Signal Generator as follows: 

Frequency 

Amplitude 

Modulation 

2. Set the function generator as follows: 

Frequency 

Function 

Offset 

Amplitude Range 

Symmetry 

Modulation 



700 MHz 
. . . . . Any 
Off 



3 kHz 

Triangle Wave 
Ov 



10 vpeak 
.... Cal 
Off 



3. Preset the spectrum analyzer and set as follovi^; 

RF Input 

Start Frequency 

Stop Frequency 

Reference Level 

Scale 

Res BW 

Sweep 



Input 2 

. . . 690 MHz 
. . . 740 MHz 
. . . . -3 dBm 
Log IdB/Efiv . 

Max 

0.5 sec 



4. Remove jumper A3W6 and connect the function generator to the Low Frequency VCO at 
feedthrou^ capacitor A3A1CI6 using the appropriate cable and adapter. 



NOTE 

If A 4R6 and A4R7 (P/0 selectable attenuator pad) are already in the A 4 
assembly, they must be isokued from the drcuii before proceeding with the 
next step. Replacement A4 assemblies are shipped from the factory without 
the attenuator pad installed. 



5. Connect the spectrum analyzer SIGNAL INPUT 2 to the Signal Generator at A4TP3 using the 
appropriate cable and adapters (HP 1250-0780, HP 08662-60075, and HP 1250-1598). 

6. If necessary, Adjust the amplitude and offset of the function generator until the swept IF signal 
displayed on the spectrum analyzer starts just at 690 MHz and stops just at 740 MHz. 

7. Adjust A8C47 until the difference between the maximum and minimum IF levels is < 3.5 dB. 

8. Find the average IF level by dividing the difference between the maximum and minimum IF 
levels by 2, and then adding the result to the minimum IF level. 

9. Refer to Table 5-1 (Factory Selected Components) and select the values of A4R6, R7, and RIO 
necessary for an average IF level of -9 dBm into mixer A4U1. 
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Adjustment 10a 

HIGH FREQUENCY LOOP OFFSET ADJUSTMENT (HP 8656 B ONLY) 

• Service Sheet 2 

Description 

The tune voltage ramp from the Loop Amplifier is disconnected from the High Fretjuency Oscillator 
Assembly (A5) and then it is adjusted for a symmetrical ramp using an oscilloscope. 




HP 8656B SIGNAL GENERATOR 



figure 5—12. Notch Filters Adjustment Setup 



Equipment 

Oscilloscope HP 54100A 

Oscilloscope Probe HP 54003 A 



Procedure 



1. Set the oscilloscope as follows: 

Vertical Gain 0.5 V/div 

Sweep Speed 0.5 ms/div 

2. Set the oscilloscope as follows: 

Frequency 715 MHz 

Amplitude - 3 dBm 

Modulation OFF 

Source OFF 

Frequency Increment Set 50 MHz 



3. Disconnect the TUNE voltage wire (white*black>orange) from the High Frequency Oscillator 
Assembly (A5). 

4. Connect the oscilloscope to TUNE voltage wire (white-black-orange). 
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5. Short Test Point A4TP13 to ground. 

6. Adjust A4R55 (OFFSET ADJ) for the most symmetrical ramp as analyzed on the oscilloscope 
(equal rise and fall times) as shown in Figure S-13. 

7. Step the frequency up to 765 MHz and back to 715 MHz and ensure the ramp returns to its 
Symmetry. 

8. Remove the oscilloscope and reconnect the TUNE voltage wire to the High Frequency 
Oscillator Assembly (A5). 

9. Remove the short installed in step 5. 




Figure 5—13. Tune Voltage Waveform 
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715 MHZ SIDEBAND ADJUSTMENT (HP 8656B ONLY) 

• Service Sheet 2 

Description 

The 715 MHz Sideband adjustment is made so that both inputs to the Sideband Comparator are 
equal with the HP 8656B frequency set to 715 MHz. The dc voltage between Test Points A4TP10 
and A4TP11 (which are the inputs to the Sideband Comparator) is adjusted to 0 Vdc ± 0.007 Vdc 
as the frequency is returned to 715 MHz from 765 Mhz in a 50 MHz step. 




Figure 5—14. 715 MHz Sideband Adjustment Setup 



Equipment 

IM^tal Multimeter HP 3466A 

Procedure 

1. Set the digital multimeter as follows: 



Function Ydc 

Range 200 mV 

2. Set the HP 8656B as follows: 

Frequency 715 MHz 

Frequency Increment 50 MHz 

Amplitude 

Modulation 



CAUTION 

DO NOT CONNECT TP13 to TP16 when the test points are not grounded. 



3. Connect the digital multimeter input between Test Points A4TP10 and A4TP1 1, Short Test 
Points A4TP13 and A4TP16 to ground. 
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4. Adjust A4R52 (715 MHz ADJ) for 0 Vdc ± 0.007 Vdc. 

5. Increment the frequency to 765 MHz then back to 715 MHz. 

6. Readjust A4R52 for 0 Vdc ± 0.007 Vdc (if required). 

7. Continue incrementing frequency and readjusting A4R52 until the offset is approximately 
0 Vdc ± 0.007 Vdc. 

8. Remove the two shorts installed in step 3. 
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NOTCH FILTER ADJUSTMENTS (HP 8656 B ONLY) 

• Service Sheet 1 

Description 

Each one of the Notch Filters is adjusted using a signal source set to 50, 100, 150, 200, 250, and 
300 MHz. The 50 to 250 MHz Notch Filters are de-sdected one at a time to pass that frequency. 
With each filter de-selected and its output centered on a spectrum analyzer display, the Notch Filter 
is then re-selected and adjusted for a minimum signal output on the spectrum analyzer. 

The two 300 MHz Notch Hlters are in the circuit all of the time. A 300 MHz signal source is applied 
to the input of each filter and its output is connected to a spectrum analyzer. Each filter is then 
adjusted for a minimum signal output. 




HP 8657B SIGNAL GENERATOR 



F/g»r« 5-J5. HP 8656B Notch Filters Adjustment Setup 



Equipment 

Signal Source 

Spectmm Analyzer) 

Adaptor Probes (x2) 

Adaptors (x2) N(m) to BNC(f) 

Cables (x2) BNC(m) to SMC(f) 

Procedure 

1. Set the signal source as follows: 

Frequency 

Counter Mode 

Level 

Modulation 

2. Set the spectrum analyzer as follows: 

Optimum Input 

Reference Level 

Frequency Span/Div 

Resolution Bandwith 



HP 8640B 

HP 8568A or HP 8558B 

HP 1250-1598 

HP 1250-1780 

HP 08662-60075 



. . . 250 MHz 
Expand XIO 
. . - 20 dBm 
OFF 



- 10 dBm 
. . . 0 dBm 
. . 500 kHz 
. . . 30 kHz 
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3. Set the HP 8656B as follows: 



Frequency, 95 O MHz 

Frequency Increment 50 MHz 

Amplitude Any 

Modulation Off 



4, Connect the signal source to the HP 8656B at RF Test Point A4TP5 using an adaptor 
(HP part number 1250*1598), 

5, Connect the spectrum analyzer to the HP 8656B at RF Test Point A4TP8 using an adaptor 
(HP part number 1250-1598), 

6 , Adjust the spectrum analyzer to center the 250 MHz signal on the spectrum analyzer display. 

7, Step the frequency down 50 Mhz to 900 MHz. 

8 , Adjust A4C53 (250 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display, 

9, Tune the signal source to 200.000 MHz and center the 200 MHz signal on the spectrum analyzer 
display. 

10, Step the frequency down 50 MHz to 850 MHz. 

1 1, Adjust A4L36 (200 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display^. 

12, Tune the signal source to 150.000 MHz and center the 150 MHz signal on the spectrum analyzer 
display. 

13, Step the frequency down 50 MHz to 800 MHz. 

14, Adjust A4L37 (150 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display, 

15 Remove XIO COUNTER MODE Expand, Tune the signal source to 100.000 MHz and center 
the 100 MHz signal on the spectrum analyzer display, 

16. Step the frequency down 50 MHz to 750 MHz. 

17. Adjust A4L38 (100 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display, 

18. Tune the signal source to 50.000 MHz and center the 50 MHz signal on the spectrum analyzer 
display. 

19. Step the frequency up 50 MHz to 800 MHz, 

20. Adjust A4L39 (50 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display, 

21. Connect the spectrum analyzer to the HP 86 S 6 B at RF Test Point A4TP6 using an adaptor 
(HP part number 1250-1598), 

22. Set the signal source COUNTER MODE Expand to XIO, Tune the signal source to 
300.000 MHz and center the 300 MHz signal on the spectrum analyzer display. 

23. Adjust A4L28 (300 MHz IN IF ADJ) for a minimum signal output on the spectrum analyzer 
display. 

24. Connect the spectrum analyzer to the HP 86 S 6 B at RF Test Point A4TP8 using an adaptor 
(HP part number 1250-1598). 

25. Connect the signal source to the HP 86 S 6 B at RF Test Point A4TP6 using an adaptor 
(HP part number 1250-1598) and bypass A4L28 (300 MHz IN IF ADJ) by placing a jumper 
across it 

26. Adjust A4C85 (300 MHz IF ADJ) for a minimum signal output on the spectrum analyzer display. 
Remove the jumper across A4L28, 
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Adjustment 10d 



HP 8657A AND HP 8657B NOTCH FILTER ADJUSTMENTS 

• Service Sheet I 

Description 

Jumper A4W4 is moved to place the Signal Generator in a mode to continuously ramp the High 
Frequency Loop Amplifier and to sweep the High Frequency VCO. The Signal Generator frequency 
b set to 765 MHz to select the 50 MHz IF and to not select the 50 MHz Notch Filter. The detected 
beat notes are monitored with an oscilloscope and the 350, 300, 250, 200, 150, and 100 MHz Notch 
Filters are adjusted to minimize their associated beat notes. The Signal Generator’s frequency is then 
set to 965 MHz to not select the 50 MHz IF. The 50 MHz Notch Filter is adjusted to minimize it’s 
beat note. The Signal Generator frequency is then set to 1015 MHz and adjusted to maximize the 
300 MHz beat note. 




Figure 5—16. Notch Filters Adjustment Setup 



Equipment 

Oscilloscope HP 54 100 A 

Oscilloscope Probe (2 required) HP 540Q3A 



Procedure 

1. On the Signal Generator move A4W2 to the LOCK CANCEL position. This places the Signal 
Generator in a continual ramp and sweep mode. 

2. Connect the oscilloscope channel 1 probe to A4W4. Connect the channel 2 probe to A4TP12, 

3. Set the Signal Generator as follows: 

Frequency 765 MHz 

Amplitude *3 dBm 

Modulation Off 
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4, Set the oscilloscope as follows: (settings are approximate, variations in voltages and times may 
require alternate settings) 

CHANNEL t 



Volts/Div 500 mV 

Display Off 

Offset 105 mV 

CHANNEL 2 

Volts/Div 20 mV 

Display On 

Offset 32 mV 

TIMEBASE 

Sec/Div 1 mSec 

Delay 0 mS 

Delay Ref Center 

TRIGGER 

Source Chan 1 

Level 105 mV; 

Slope Neg 

DISPLAY 

Split Screen Off 

Graticle Grid 

Mode Normal 

Persistence Adjust As Required 



5. The oscilloscope display for nonadjusted Notch lulters is shown in Rgure 5-17. 




*“5.00000 ma*c 0.0000 sec S.OOOOO msoc 



Ch. 2 = 100.0 mvdts/dfv Offset * 10€.O mvoKA 

TlmflbOBii » 1.00 m**c/div D«l<^ « Q.ODOOO stsc 



Figure 5—17. Frequency Response of Notch Filters, 765 MHz Setting. 
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6. Observe the oscilloscope Chan 2 display (beat notes) and refer to Figure S'17. Adjust A4L38 
(100 MHz Notch Filter) until you see the 100 MHz beat note change on the display, then adjust 
the beat note for minimum amplitude. 

7. Adjust A4L37 (150 MHz Notch Fitters) for minimum 150 MHz beat note. 

8. Adjust A4L36 (200 MHc Notch Filter) for minimum 200 MHz beat note. 

9. Adjust A4C53 (250 MHz Notch Filter) for minimum 250 MHz beat note. 

10. Adjust A4L28 (300 MHz Notch Filter) for minimum 300 MHz beat note. 

1 1. Adjust A4C75 (300 MHz Notch Filter) for minimum 300 MHz beat note. 

12. Adjust A4C85 (350 MHz Notch Filter) for minimum 350 MHz beat note. 

13. Set the Signal Generator frequency to 965 MHz and observe the oscilloscope Chan 2 display. 
The beat note levels should resemble those shown for channel 2 in Figure 5-18. (the 50 MHz 
beatnotes are shown with nonadjusted levels.) Adjust A4L39 (50 MHz Notch Filter) until the 
50 MHz beat notes are at their minimum amplitude. Adjust A4C75 to maximize the 250 MHz 
signal while keeping the 300 MHz signal at minimum. 




Figure 5— IS. Frequency Response of JVbrc/i Filters, 96S MHz Setting. 

14. Set the Signal Generator to a frequency of 1015 MHz and observe the oscilloscope Chan 2 
display. The beat note levels should resemble those shown for channel 2 in Figure 5-19. Adjust 
A4C85 to maximize the 300 MHz beat note while keeping the 350 MHz beat note at a minimum. 
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Figure 5—19. Frequency Response of Notch Filters, 1015 MHz Siting. 
15. When notch filter adjustments are complete, return A4W4 to the lock position. 
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Adjustment 1 1 



400 MHZ NOTCH FILTER ADJUSTMENT (HP 8657A AND HP 8657B ONLY) 

• Service Sheet 1 

Description 

The 400 MHz Notch Filter is in the circuit all of the time and is adjusted for 1 MHz offset spurious 
signals from the selected frequency of 551 MHz. 




SIGNAL GENERATOR 



Figure 5~20. 400 MHz NotHi Filter Adjustment Setup. 



Equipment 

Spectrum Analyzer 

Cable (N(m) 2 183 cm) 



. HP 8562B 
HP 11500A 



Procedure 



I. Set the spectrum analyzer as follows; 



Center Frequency 
Frequency Span . 
Reference Level . 
Res BW 



550 MHz 
, 10 MHz 
. . 0 dBm 
. . 30 kHz 



2. Set the Signal Generator as follows: 

Frequency 

Amplitude 

Frequency Increment 

Modulafron 



547 MHz 
. . 0 dBm 
. . 1 MHz 
Off 



3. Connect the Signal Generator RF OUTPUT to spectrum analyzer SIGNAL INPUT 2. 

4. Step the Signal Generator frequency in 1 MHz steps from 547 to 553 MHz. Adjust A4L25 for 
minimum spurious signals in the frequency range. Ensure that all spurious signals are <60 dB, 



Adjustment II 5-29 



Adjustments 



Model 8656B/«657A/8657B 



Adjustment 12a 



HP 8656B LEVEL AND ALC LOOP DETECTOR ADJUSTMENT 

• Service Sheet 5 



DESCRIPTION 

The reference level to the Level Digital to Analog Converter is adjusted to +7.0 dBm ±0.02 dB, 
Then the detector bias reference level to the ALC amplifier is adjusted to -3.0 dBm ±0.02 dB. 




Figure S-~21. Level and ALC Loop Detector Adjustment Setup 



EQUIPMENT 



Measuring Receiver HP 8902A 

Sensor Module HP 11722A 



PROCEDURE 

1, Set the measuring receiver with the sensor module precalibrated and connected as follows: 



Measurement rF POWER 

Display LQG 

2, Set the HP 8656B as follows; 

Frequency 820 MHz 

Amplitude +7 dBm 

Amplitude Increment 10 dB 

Modulation Off 



NOTE 

Before making the adjustment, the instrument must be warmed up for a 
minimum of 1/2 hour. 

3. Zero the sensor module and connect it to the RF OUTPUT connector of the HP 8656B. 

4. Tune the measuring receiver to the HP8656B frequencyby pressing the FREQ key. Press the 
RF POWER key and adjust AI0R63 (LEVEL ADJ) for a reading of +7,0 dBm ±0.2 dB. 
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5. Press the RATIO key on the measuring receiver to set a reference level of 0 dBm. 

6. Set the HP 8656B amplitude down to —3 dBm. 

7. Adjust A6R35 (DET ADJ) for an RF Power level of -9,95 dB ±0. 1 dB. 

8. Repeat steps 4,5,6 and 7 until both readings are within the required tolerance. 
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Adjustment 12b 



HP 8656B HETERODYNE BAND 800 MHZ BANDPASS FILTER ADJUSTMENT 

NOTE 

This adjustment must be done before the "HETERODYNE BAND ACCU- 
RACY AND FLATNESS ADJUSTMENTS." 



• Service Sheet 5 

DESCRIPTION 

The 800 MHz Bandpass filter (input to the Heterodyne mixer) is adjusted for maximum HP 8656B 
output amplitude and minimum spurs. Output amplitude and 800 MHz are adjusted for a maximum 
with the frequency set to 100 MHz; The frequency is then set to 99 MHz and 101 MHz and readjusted 
as required for minimum spurs 1 MHz and 2 MHz offset from 99 MHz and 101 MHz. The amplitude 
of the output must stay within 1 dB of the peak, and the amplitude of the 800 MHz must stay withiir' 
2 dB of the peak. 




HP 8656B SIGNAL GENERATOR 



Figure 5—22. Heterodyne Band 800 MHz Bandpass Filter Adjustment Setup 



EQUIPMENT 



Spectrum Analyzer 

Measuring Receiver 

Cable BNC(m) to SMC(0 • 
Adapter N(I) to BNC(m) . . 
Adapter BNC(0 to BNC(f) 
Adapter Probe 



HP 8568A or 8558B 

HP 8902A 

...HP 08662-60075 

HP 1250-0077 

HP 1250-0080 

HP 1250-1598 
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PROCEDURE 

1. Set the spectrum analyzer as follows: 



Center Frequency 100 MHz 

Frequency Span 10 MHz 

Reference Level 0 dB 

Scale 1 dB/Div 

Resolution Bandwidth 30 kHz 

2 . Set the HP 8656B as follows: 

Frequency 100 MHz 

Frequency Increment 1 MHz 

Amplitude -3 dBm 

Modulation Off 

3, Set the measuring receiver with the sensor module precalibrated and connected as follows: 

Measurement RF POWER 

Display LOG 



4. Zero the measuring receiver and wait for the zero LED to go out. Connect the measuring 
receiver to A8TP3. 

5. Adjust A6C46 and A6C48 for maximum signal level on the spectrum analyzer’s display and on 
the measuring receiver. 

6 . Set the spectrum Analyzer to 10 dB/Div. 

7. Increment the HP 86566 frequency down to 99 MHz. Adjust A6C46 and A6C48 as required so 
that spurs 1 MHz and 2 MHz offset from 99 MHz are —65 dBc.The amplitude of the HP 8656B’s 
output amplitude must be within 1 dB of the peak in step 5. 

8. Increment the HP 8656B frequency up to lOi MHz.Adjust A6C46 and A6C48 as required so 
that spurs 1 MHz and 2 MHz offset from 101 MHz are —65 dBc. 

9. Decrement the HP 8656B frequency down to 100 MHz, The amplitude of the HP 8656B’s 
output amplitude must be within 1 dB of the peak in step 5 and the 800 MHz at A8TP3 must 
be within 2 dB of the peak in step 5. 

10. If the 800 MHz at A8TP3 has changed by more than 2 dB, adjust A6C46 to reset the power 
level and re-check for spurs. 

11, If the amplitude of the HP 8656B’s output has changed more than 1 dB, perform the 
HETERODYNE BAND ACCURACY AND FLATNESS ADJUSTMENT (Adjustment 12c). 
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Adfustment 12c 

HP 8656B HETERODYNE BAND ACCURACY AND FLATNESS ADJUSTMENTS 

• Service Sheet 5 



DESCRIPTION 

The accuracy and flatness ot the Heterodyne band are adjusted for an equal power difference from 
0 dBm at ID MHz and 123 MHz and power variation not greater than ±0.5 dB for frequencies 
between 3 MHz and 123 MHz. 




Figure 5—23, Heterodyne Band A ccuracy and Flatness S&up 



EQUIPMENT 



Measuring Receiver HP 8902A 

Sensor Module HP 11722A 



PROCEDURE 

1. Set the measuring receiver with the sensor module precalibrated and connected as follows: 



Measurement RF POWER 

Display LOG 

2, Set the HP 8656B as follows: 

Frequency 10 MHz 

Frequency Increment 5 MHz 

Amplitude +0 dBm 

Modulation Off 



3. Zero the sensor module and connect it to the RF OUTPUT connector on the HP 8656B. 

4. Tune the measuring receiver to the HP 8656B by pressing the FREQ key. Press the RF POWER 
key and adjust A6C56 (ACC ADJ) for a 0 dBm ±0.5 dB reading on the measuring receiver. 
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5. Change the frequency to 123 MHz and tune the measuring receiver to the HP 8656B a$ shown 
in step 4. 

6. Adjust A6C57 (FLAT ADJ) for a 0 dBm ±0.5 dB readind on the measuring receiver. 

NOTE 

If A6C57 does not have the range to adjust the amplitude at 123 MHz to 
0 dBm ±0.5 dB, repeat step 4 adjusting A6C56 to increase or decrease the 
amplitude until both adjustments are within the specified limits. A6C56 is 
used to shift the amplitude level of the Heterodyne band. 

7. Step the frequency in 5 MHz increments between 3 MHz and 123 MHz, recalibrating the 
measuring receiver as mentioned in step 4 for each change in frequency. The amplitude 
variation from maximum to minimum should not exceed 1 dB. If the amplitude variation is 
greater than 1 dB , repeat steps 4,5 and 6 to compensate the flatness so that the amplitude 
remains within 0.0 dBm ±0.5 dB. 
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Adjustment 12d 



HP 8657 A/HP 8657B LEVEL AND ALC LOOP DETECTOR ADJUSTMENTS 

• Service Sheets 4 and 7 

DESCRIPTION 

First, the reference level to the Level Digital to Analog Converter (DAC) is adjusted for a set RF 
Output level depending on the Signal Generator being used. Then the detector bias reference level 
to the ALC Amplifier is adjusted, followed by adjusting the Heterodyne pin diodes biasing. 




Fifftre 5—24. Level and ALC Loop Detector Adjusiment Setup 



EQUIPMENT 



Measuring Receiver HP 8902A 

Sensor Module HP 1 1722 A 

EHgital Multimeter HP 3466A 



PROCEDURE 

1. Set the measuring receiver with the sensor module precalibrated and connected as follows: 

Measurement RF POWER 

Display LOG 

2. Set the Signal Generator as follows: 



Frequency 

Amplitude (HP 8657 A) 

Amplitude (HP 8657B) 

Modulation 

Amplitude Increment (HP 8657A) 
Amplitude Increment (HP 8657B) 



820 MHz 

+7 dBm 

+6.5 dBm (+3.5 dBm for opt.003) 



..Off 
10 dB 
5dB 
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NOTE 

B^ore making the adjustment, the Signal Generator must be warmed up for 
a minimum of 1/2 hour. 

3. Zero the sensor module and connect it to the RF OUTPUT connector on the Signal Generator. 

4. Tune the measuring receiver to the Signal Generator frequency by pressing the FREQ key. 
Press the RF Power key and adjust Are (LEVEL ADJ) resistor for the values shown in the table 
below. 



Model 


(LEVEL ADJ) 


Adjusi for: 


8657A 


A10 R63 


+7.0dBm ±0.2dB 


8657B 


A11 R0O 


+6,5dBm ±0.2dB 


8657B 


A11 R66 


4-a5dBm ±0.2dB 









5. Press the RATIO key on the measuring receiver to set a reference level of 0 dB. 

6. Decrement the Signal Generator amplitude. The Signal Generator will now display: 



HP8657A -3.0 dBm 

HP8657B +* 5 dBm 

HP 8657B, opt.003 -1-5 dBm 



Referring to the table below, adjust the relevant resistor for the value shown. 



Model 


(LEVEL ADJ) 


Adjust fon 


8657A 


A10 R236 


-9.95dBm ±0.1 dB 


8657B 


A11 R236 


— 4.95dBm ±0.1 dB 


111 opts. 







7. Repeat steps 4, 6, and 7 until both readings are within the required tolerance. 

NOTE 

The following test can only be performed on the HP S657B. 

8. Set the HP 8657B to 65 MHz. 

9. Connect the digital multimeter to pin 6 of A6 U302. 

10. Adjust A6 R355 for +3.0 Vdc ±0.1 V. 
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Adjustment 13 



AM% AND ALC LOOP AM ADJUSTMENTS 

• Service Sheets 4 and 7 

Description 

The reference level to the AM% Digital to Analog Converter (DAC) is adjusted for an average 
amplitude modulation of 21.21%. The AM reference to the ALC AmpliHer is adjusted for minimum 
distortion of the modulation. 



NOTE 

The AM Offset, and Level and ALC Loop Adjustments must be per- 
formed before performing these adjustments. Refer to Adjustment 4 and 
A djustment 12. 




Equipment 



Measuring Receiver HP 8902A 

Audio Analyzer HP 8903B 



Procedure 

1. Set the measuring receiver as follows; 



Measurement AM 

Detector AVG 

HP Filter 50 Hz 

LP Filter 15 kHz 
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2. Set the Signal Generator as follows: 



Frequency 200 MHz 

Amplitude dBm 

Amplitude (HP 8567B Pulse Modulation installed) - +1 dBm 

Modulation AM 30% 

Source 1 (Int.) 



3. Connect the measuring receiver to the RF OUTPUT connector on the Signal Generator and 
connect the distortion analyzer as shown in Figure 5-25. 

4. Adjust the relevant AM% ADJ as shown in the following table for a reading of 21.21% on the 
measuring receiver. 



Model 


Adjustment 


HP 8656B 


A10R66 


HP 8657A 


A10R66 


HP 8657B 


A11R62 



NOTE 

Do not remove any of the internal RF covers for this adjustment. 



5. Set the Signal Generator as follows: 



Frequency MHz 

Amplitude (HP 8656B and HP 8657 A) -3 dBm 

Amplitude (HP 8657B) +1-5 dBm 

Amplitude (HP 8657B with Pulse Modulation installed) -1-5 dBm 

Modulation 



6. Set the measuring receiver as follows: 

Detector 

7. Adjust the relevant AM ADJ as shown in the following table for a minimum reading on the 
measuring receiver as close to 90% as possible, while keeping the 1 kHz audio distortion less 
than 4%. Select the Audio Distortion measurement on the measuringreceiver for a I kHz audio 
signal to measure the distortion. 



2 



Model 


Adjustment 


HP 8656B 


A6R30 


HP8657A 


A6R248 


HP 8657B 


A6R248 
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Adjustment 14 



HP 8657B ONLY - AM% IN THE DOUBLE BAND ADJUSTMENTS 

* Service Sheets 4 and 7 

Description 

The AM% level to the doubler is adjusted for a Peak - setting of 30%. 

NOTE 

This test can be performed on the HP 86S7B only. 

The AM% and ALC Loop AM Adjustments must be performed before 
performing these adjustments. Refer to Adjustment 13. 




Figure S~2€. AM% and ALC Loop AM Adjustments Setup 



Equipment 

Measuring Receiver 

Procedure 

1. Set the measuring receiver as follows: 

Measurement 

Detector 

HP Filter 

LP Filter 

2. Set the HP 8657B as follows: 

Frequency 

Amplitude 

Modulation 

Source 



HP 8902A 



AM 

PK'*' + PK~ 

. ... 50 Hz 
. . . 15 kHz 



1200 MHz 
. . +4 dBm 
. .AM 30% 
1 kHz (Int.) 
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3. Connect the measuring receiver to the RF OUTPUT connector on the HP 8657B. 

4, Adjust A1IR83 (DBL AM% ADJ) for a reading of 30% on the measuring receiver. 

NOTE 

Do not remove any of the internal RF covers for this adjustment. 
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Adjustment 15 



FM CALIBRATION PRETUNE ADJUSTMENT 

• Service Sheet 14 

Description 

The Low Frequency Loop is locked during this adjustment. The output of the integrator is adjusted 
so that the bottom of the integrator waveform is -6.0 volts. This adjustment assures that the VCO’s 
tune voltage will have sufficient range. 




Equipment 



Oscilloscope HP 54100A/54I10A 

Oscilloscope Probe Pod (Chan 1) HP 54003A 

Procedure 

1. Set the Signal Generator as follows: 

Frequency H7 MHz 

Amplitude Any 

Modulation Off 



2. Connect the oscilloscope probe to A3TP13, Integrator Output. 
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3. Set the oscilloscope as follows: (with AUTO-SCALE, the oscilloscope should preset to 
approximately the following conditions) 



CHAN 

Channel 1 

V/div IV 

Offset -6V 

Probe 10:1 

Coupling dc, IMfl 

TIME 

Sec/div 2 fis 

Delay Os 

Reference Center 

TRIG 

Mode - Edge 

Source Chan 1 

Slope Neg 

DISPLAY 

Mode Averaged 

Graticule Type Grid 

Averages 4 



4. Adjust A3R620 (PRETUNE) for a voltage of -6.0 volts ±0.5 volts at the bottom of the integrator 
waveform (the oscilloscope Delta V and marker functions can be used to set a reference line 
at - 6V as a calibration aid). 



averaces - 4 




Ch. 1 - 1.000 vo«»/<ilv Oft«t - -s.000 voR* 

TlmebtWB - 2-00 Ddqy - 0.000000 

Figure 5—28. Sample of Oscilloscope Display 
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Adjustment 16 



API 1, 2, 3 AND 4 ADJUSTMENTS 

* Service Sheet 1 2 



Description 

The API, Analog Phase Interpolation, spurious signals are adjusted for —60 dBc using a spectrum 
analyzer. 




Equipment 



Spectrum Analyzer 8562B 

Cable (50 ohm coax, UG-21D/U type N (m) connectors) HP 1 1500A 



NOTE 

The A3 Assembly must be fastened to RFI cover (MP12) with hex nuts before 
making API adjustments. 



Procedure 



1, Set the spectrum analyzer as follows: 

Center Frequency 

Frequency Span 

Reference Level 



65 MHz 
. 10 kHz 
. 0 dBm 



2. Set the Signal Generator as follows: 

Frequency 65 MHz 

Amplitude ® dBm 

Modulation Off 

3. Connect the RF OUTPUT of the Signal Generator to the spectrum analyzer as shown in 
Figure 5-29. 

4. Change tfie Signal Generator frequency to 65.002 MHz. 

5. Adjust A3R439 (API 1) so the spurious signals 1 and 2 kHz from the carrier are at minimum 
(less than -60 dBc). 
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6. Change the Signal Generator frequency to 65.0002 MHz. 

7. Adjust A3R432 (API 2) so the spurious signals 1 and 2 kHz from the carrier are at minimum 
Oess than -60 dBc). 

8. Change the Signal Generator frequency to 65.00002 MHz. 

9. Adjust A3R452 (API 3) so the spurious signals 1 and 2 kHz from the carrier are at minimum 
(less than —60 dBc). 

10. Change the Signal Generator frequency to 65.00001 MHz. 

11. Set the spectrum analyzer frequency span to 25 kHz. 

12. Adjust A3R414 (API 4) so spurious signals 5 and 10 kHz from the carrier are at minimum (less 
than —60 dBc), 
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Adjustment 17 



PEDESTAL ADJUSTMENT 

• Service Sheet 13 

Description 

The Sample and Hold circuit current is adjusted for a spurious signal less than -60 dBc using a 
spectrum analyzer. 



A3R562(PED) 
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SIGNAL INPUT 2 



RF OUTPUT 



SPECTRUM ANALYZER 



SIGNAL GENERATOR 



Figure 5—30. Pedestal A djustmeni Setup 



Equipment 



Spectrum Analyzer HP 8S62B 

Cable (50 ohm coax, UG-21D/U type N (m) connectors HP 1 1500A 



Procedure 

1. Set the spectrum analyzer as follows: 



Center Frequency 65,1 MHz 

Frequency Span 10 kHz 

Reference Level *30 dBm 

2. Set the Signal Generator as follows: 

Frequency 65 MHz 

Amplitude Any 

Modulation Off 



3. Connect the RF OUTPUT of the Signal Generator to the spectrum analyzer as shown in Figure 
5-30. 

4. Adjust A3R562 (PED) so the spurious signal 100 kHz from the carrier is at minimum (less than 
-60 dBc). Frequency Span settings on the spectrum analyzer can be reduced to as low as 200 Hz 
and Center Frequencies changed to facilitate viewing the spurious signal. 
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Adjustment 18 

INTEGRATOR INPUT OFFSET ADJUSTMENT 

# Service Sheet 1 3 

Description 

The voltage at the input to the integrator is adjusted such that the voltage at a VCO frequency of 
60 MHz is always lower than a VCO frequency of 110 MHz at A3 WL 




Figure 5^31. Integrator Input Ojfset Adjustment Set-up 



Equipment 

EHgital Multimeter , , * - * • - - 3466A 

Procedure 

1, Set the Signal Generator to 715 MHz and then step up 25 MHz to 740MHz (this ensures that 
the Low Frequency VCO is set to 60 MHz)* 

2, Connect the digital multimeter between A3 W1 and ground and adjust A3 R572 for 0 V ±10mV* 

3* Set the Signal Generator to 715 MHz and then step down 25 MHz to 690 MHz (this ensures 
that the Low Frequency VCO is set to 110 MHz)* 

4. Measure the voltage on A3 W 1 and adjust A3 R572 until this voltage is halved. Call this voltage 
(V2)* 

5* Step from 690 MHz to 740 MHz and ensure that the voltage measured on A3 W 1 is always less 
than (V2)* 
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Adjustment 19 



DC FM SPURIOUS SIGNAL ADJUSTMENT 

• Service Sheet 1 5 

Description 

The DC FM spurious signals are adjusted using a spectrum analyzer and a dc power supply. 




Figure 5—32. DC FM Spurious Signal AdjttstmeiU Setup 



Equipment 



Spectrum Analyzer 8562B 

Power Supply 6214B 

Cable (50 ohm coax, UG-21D/U type N{m) connectors) 11500A 

Cable (112 cm 50 ohm coax, UG-88C/U BNC to dual banana plug) HP 11001-60001 



Procedure 

1. Set the spectrum analyzer as follows: 

Center Frequency 

Frequency Span 

Reference Level 

2. Set the power supply as follows: 

Meter 

Voltage 

3. Set the Signal Generator as follows: 

Frequency 

Amplitude 

Modulation 



65 MHz 
. 10 kHz 
. 0 dBm 



Volts 
1 Vdc 



65 MHz 

0 dBm 

DC FM, 3 kHz 
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4. Connect the Signal Generator RF OUTPUT to the spectrum analyzer SIGNAL INPUT 2 and 
the MOD INPUT/OUTPUT to the power supply +i Vdc as shown in Figure 5-32. 

NOTE 

The LO EXT Modulation annunciator remains on regardless of the dc input 
level applied to the MOD INPUT/OUTPUT connector. 

5. Adjust A3R712 (-(-DC FM) so spurious signals are -50 dBc. 

6. Connect -1 Vdc to the MOD INPUT/OUTPUT. 

7. Adjust A3R714 (-DC FM) so spurious signals are -50 dBc. 
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VOLTAGE OFFSET ADJUSTMENT 

• Service Sheet 7 



Description 

The DC offset of the FM Deviation Summing Amplifier is adjusted for 0.000 Vdc ±0.001 Vdc. 



Model 


Test Point 


Ajc^taitnYent 


8656B 


A10TP7 


A10R38 


S6S7A 


A10TP6 


A10Ft38 


66578 


A11 TPS 


All fl17 



DIGITAL MULTIMETER 






Figure 5—33. DC FM Offset Adjustment Setup 
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Equipment 

Digital Multimeter 



HP 3466A 



NOTE 

77ie HP 8657B A II Assembly must be fastened in the instrument before 
making the Voltage Offset Adjustment. 



Procedure 

1. Set the distal multimeter as follows: 

Function Vdc 

Range 200 mV 

2. Set the Signal Generator as follows: 

Frequency 65 MHz 

Amplitude Any 

Modulation DC FM, 99 kHz 

3. Remove any signal connected to the Signal Generator MOD INPUT/OUTPUT connector. 
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4. Connect the diptal multimeter to the test points shown in the table below and adjust the 
relevant resistor for 0.000 Vdc ±0.001 Vdc. 



Model 


Test Point 


Adlustment 


8650B 


A10TF7 


A10R3S 


8657A 


A10TP6 


A10 R38 


6657B 


A11 TPS 


A11 R17 
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DC FM OFFSET ADJUSTMENT 

• Service Sheet 7 

Description 

The DC Offset of the FM Deviation Amplifier is adjusted for an output frequency error of + 10 Hz 
with DC FM selected. 




Figure S—34. DC FM Frequency Offset Adjustment Setup 



Equipment 

... HP 5328B 
HP 1250-0780 
. . HP 10503A 



Frequency Counter 

Adapter, N(m) to BNC (f) 
Cable, BNC (2 EA) 



NOTE 

TTie A3 Assembly must be fastened to RFI cover (MP22) with hex mas and 
the All Assembly fastened in the instrument before making the DC FM Ad- 
justment. 

Voltage Offset Adjustment (Adjustment 20) must be performed before per- 
forming this adjmtment. 



Procedure 

1. Set the frequency counter as follows: 

Frequency Input A 

2. Set the Signal Generator as follows: 

Frequency 65 MHz 

Amplitude 0 dBm 

Modulation DC FM, 99 kHz 
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3. Connect the Signal Generator RF OUTPUT to the frequency counter CHANNEL A INPUT 
and the counter time base OUT to the Signal Generator Time Base INPUT as shown in 
Figure 5-21. 

4. Adjust the relevant DC FM OFFSET ADJ as shown on the following table, for a frequency 
counter reading of 65.000000 MHz ±10 Hz, 



Model 


Adjustmerit 


HP 8656B 


A10R52 


HP 8657A 


A10R52 


HP 8657B 


A11R20 
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FM IN-BAND GAIN ADJUSTMENT 

• Service Sheet 15 

Description 

An external modulation signal whose frequency is outside the Low Frequency Loop bandwidth is 
used to frequency modulate the Signal Generator. The frequency modulation is measured with the 
EXT FM of the Signal Generator set to 50 kHz for a reference. The external modulation signal is 
changed to 100 Hz and the FM IN-BAND GAIN is adjusted for the same FM peak deviation. 



OUTPUT 






AUDIO SOURCE 



SIGNAL GENERATOR^ (FM IN-BANO CAiN ADJ) 



MOD 

INPUT/ 

OUTPUT 
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RF INPUT 






RF OUTPUT 



MEASURING RECEIVER 



(FM GAIN ADJ) 



Figure 5—55. FM In-band Gain Adjustment Setup 



Equipment 



Measuring Receiver HP 8902A 

Audio Source HP 8903B 

Cable (50 ohm coax, UG-21D/U type N(m) connectors) HP 1 1500A 

Cable, BNC Connectors HP 10503A 



Procedure 

1. Set the measuring receiver as follows: 

Measurement FM, PEAK-l- 

2. Set the audio source as follows: 

Frequency 
Amplitude 

3. Set the Signal Generator as follows: 

Frequency 65 MHz 

Amplitude 0 dBm 

Modulation EXT FM, 50 kHz 



.. 20 kHz 
1.414 Vac 
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4. Connect the Signal Generator RF OUTPUT to the measuring receiver INPUT, and the Signal 
Generator MOD INPUT/OUTPUT to the audio source OUTPUT as shown in Figure 5-35. 
The Signal Generator LO EXT and HI EXT LED’s should be out. Also insure that the Signal 
Generator INT 1 kHz modulation source is turned off, 

5. Adjust the relevant FM Gain ADJ (if necessary) as shown on the following table, for a reading 
of 50.0 ± 0,2 KHz on the measuring receiver. 



Model 


Adjustment 


HP B656B 


A10R33 


HP 8657A 


A10R39 


HP 865TB 


A11R16 



NOTE 

If an adjmtrrma is necessary, the FM Deviation (Adjustment 23) must be 
performed. 

6, Set the measuring receiver to RATIO and the audio source frequency to 100 Hz. 

7, Adjust A3R723 (FM IN-BAND GAIN ADJ) for a reading of 100% ± 0.2% on the measuring 
receiver. 

8, Repeat steps 6 through 8 and readjust A3R723 if required. 
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FM DEVIATION ADJUSTMENT 

• Service Sheet 7 

Description 

The FM deviation is adjusted with a maximum FM peak deviation of 99 kHz entered into the Signal 
Generator. The carrier frequency is stepped down in 10 MHz steps from 990 to 940 MHz and 
FM GAIN is adjusted for an equal error around 99 kHz deviation. 




Figure S—36. FM Deviation A djustmenl Setup 



Equipment 



Measuring Receiver HP 8902A 

Cable (50 ohm coax, UG-21D/U type N (m) connectors) HP 1 1500A 



Procedure 

1. Set the measuring receiver as follows: 



Measurement 

Detector +Peak 

HP Filter 300 Hz 

LP Filter 3 kHz 

2. Set the Signal Generator as follows; 

Frequency 970 MHz 

Frequency Increment 10 MHz 

Amplitude +'1 dBm 

Modulation FM 99 kHz 

Source * 1 hHz (Int.) 



3. Connect the measuring receiver input to the RF OUTPUT connector on the Signal Generator. 
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4. Adjust the relevant FM GAIN ADJ as shown on the following table, for a 99.0 kHz deviation 
reading on the measuring receiver. 



Model 


Adjustment 


HP S656B 


A10R39 


HP 8657A 


A10R39 


HP 8657B 


A11R16 



5. Step the frequency down from 990 to 940 MHz and record the deviation at each of the 10 MHz 
steps. Each frequency must be keyed into the measuring receiver. 

6. Readjust FM GAIN ADJ for equal error ± 2 kHz from 99 kHz at the frequencies of maximum 
and minimum peak kHz deviation. 

990 MHz 

980 MHz 

970 MHz 

960 MHz 

950 MHz 

940 MHz 



7. The formula of (Max - Min)/2 + 99 kHz equals the calibration point for the carrier frequency 
with maximum FM deviation. 
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OPTION 001 10 MHZ REFERENCE OSCILLATOR FREQUENCY ADJUSTMENT 

• Service Sheet 25 



Description 

The Option 001 10 MHz Reference Oscillator frequency is adjusted to 10.000 MHz ± 10,0 Hz using 
a frequency counter. 



SIGNAL GENERATOR 

TIME BASE STABIUTY 
OPTION(J6 REAR PANEL) 

INPUT 



Flgare 5~37. 10 MHz Reference Oscillator Frequency Adjustment Setup 
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FREQUENCY COUNTER 



Equipment 

Frequency Counter 



HP 5328B 



NOTE 

Before making the adjustment, the Signal Generator must be warmed up for 
a minimum of 24 hours. 



Procedure 

1. Remove the COARSE and FINE screws on the oscillator cover (accessed through the rear 
panel). 

2. Connect the frequency counter to the TIME BASE HIGH STABILITY OPTION connector 
(J6) on the rear-panel of the Signal Generator. 

3. Adjust the COARSE and FINE adjustments for a reading of 10.(100 MHz ± 10 Hz on the 
frequency counter. 

4. Replace the COARSE and FINE screws. 
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Figure 5—38. Adjustment Locations 
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